
ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0264
Date Received: 02-20-13
Date Analyzed: 02-20-13
Date Reported: 02-21-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R. - Level Promenade (P)

Fibers / cc

P74502BLANK 1 0 100Blank

P74503PBA-A-P-021913-01 9.5 100 0.00133645

P74504PBA-A-P-021913-02 11 100 0.00143735

P74505PBA-A-P-021913-03 20 100 0.00273690

P74506PBA-A-P-021913-04 5 100 < 0.000723750

P74507PBA-A-P-021913-05 29.5 100 0.00393705

P74508PBA-A-P-021913-06 12.5 100 0.00163825

P74509PBA-A-P-021913-07 22 100 0.00283885

P74510PBA-A-P-021913-08 75 100 0.00953855

P74511PBA-A-P-021913-09 42.5 100 0.00583615
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REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



~ 

I?£' 
CEILABS 
107 New Edition Court, Cary, NC 2751 1 

Tel 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) 

Address 

PO BOX 366457, SAN JUAN , P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P .R. 

Project 10 #: Level Promenade (P) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 0 
TEM AIR A HERA D 
TEMAIR EPA Level II 0 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM DS755-03 D 
TEM QUALITATIVE CEILABS D 
OTHER: D 

LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

P16-0~Co4@ 
P ?lf 6 O[Y- P ':fLJS H 

CHAIN OF CUSTODY J.}aoJJ3 

LAB USE ONLY: ...... 
~ 

CEI Lab Code: 

CEI Lab J.D. Range: 

Client #: 

Job contact NORMA TORRES 

Email: nortol@prma il.net 

Tel: 787-420-0220 

Fax: e mail re ports 

P.O.#: 021913 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY 5DAY 

D D D D 0 
D D D D D 
D D D D D 
D D 0 D 0 
D D D D D 
D D em D 0 
D D D D D 
D D D D D 
0 D G£1 D 0 
0 D D D D 
0 D D D 0 
0 D D D D 
D D 0 D D 
D D D D D 

8 HR• 24 HR 2DAY 3 DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

RE~RKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 

--1\ IS >0.002 F /CC THEN ANALYZE BY NIOSH 7402 
Accept Samples 

Reject Samples 

Date/Time 

*call to confirm RUSH analysis. 

VERSION CCOC.0112.1/2.LD 



p 13 - ();Jfo L.f 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level Promenade (P) Tel: 787-420-0220 

VOLUME! Date/Time 

SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - 021 913/ 1'{: /0 

PBA-A-P-021913-01 AIR-RA1 - /-lea.r,.f"la 14om "f/ 11 -to N6 3,645' 021913/ :,:11 
PBA-A-P-02191 3-02 AIR-RA2- C,u.bic/e o-(-J-,:wS fv [;J 31"73<5' 02191 3/ 7 / .2. / 

PBA-A-P-021 913-03 AIR-RA3- tf(ec ee_f!_" o r1 fo s 3, 6'}0 02191 3/ -:7 : .:l <f 

PBA-A-P-021913-04 AIR-RA4- f/etJ.r/nq tf<:.ootn "C" -/-"D 56 .3, 7'50 021 913/ 7 -"..2.() 

PBA-A-P-021913-05 AIR-RA5- /A)o.i f,:r?q 1/-r-0:<. -fD 5W 3,10:; 021913/ ~::;1.3 

PBA-A-P-021913-06 AIR-RA6- /h../( wa..q tv l:.- 38;)'5""' 021 913/ 7.' / 5' 

PBA-A-P-021913-07 AIR-RA7- 1-#.II~P tit; jD CQrr/€ r 3S1~ 021 913/ -:;: I I 

PBA-A-P-021913-08 AIR-RA8- PACD l<.ec.f!pjfo"' --h )J 3 . '8'$'5' 021913/ --:f: / 3 

PBA-A-P-021913-09 AIR-RA9- ( 
1~r~C.R -fD NuJ 3 ~ ~~ 021 913/ 7:29 

.--

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0210
Date Received: 02-21-13
Date Analyzed: 02-22-13
Date Reported: 02-25-13

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Level Promenade (P)

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T06571

PBA-A-P
-021913-03

0None
Detected

3690 0.0027 0 <0.00011

T06572

PBA-A-P
-021913-05

0None
Detected

3705 0.0039 0 <0.00013

T06573

PBA-A-P
-021913-07

0None
Detected

3885 0.0028 0 <0.0014

T06574

PBA-A-P
-021913-08

0None
Detected

3855 0.0095 0 <0.0019

T06575

PBA-A-P
-021913-09

0None
Detected

3615 0.0058 0 <0.00073

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



, .. 713- 0JIO®pr3- ();;2Coi.f ~ 
16Co571-l~?lf50C)-P'14SJ 

CE CHAIN OF CUSTODY d.Ja.oJJ3 

107 New Edition Court, Cary, NC 27511 
Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION :-::~::·.. .. .: 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

LAB USE ONLY: ./. 

CEI Lab Code: 
CEI Lab 1.0. Range: 

Client #: 

Job contact NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Project Name: SAQ-MGC North Tower, Santurce, P.R. Fax: email reports 

Project 10 #: Level Promenade (P) P.O.#: 021913 

TURN AROUND TIME 

. •-· .. 

ASBESTOS METHOD ~ · ·· 4 HR* 8 HR* 24 HR 2 DAY 3 DAY 
PLM BULK EPA600 D D D D D 
PLM POINT COUNT (400) EPA 600 D D D D D 
PLM POINT COUNT (1000) EPA 600 D D D D D 

~ -

~P.:::LM:.::..-=-G:..:.;RA_:_V:..:.;IM~E::..:T..:.;R;;_;IC;__ _ _ j-...::E:.:..P.:..:.A.:..60:..:0:.._ __ -----II('"' . .. D D D D 
PLM GRAV w POINT COUNT EPA 600 ~ ~,.:,.4.-,.. D D D D 

• PCM AIR NIOSH 7400 ' D D D (81 D 
TEMAIR AHERA o ·o ·- o o o 
TEMAIR EPALevelll 0 D 0 0 D 

'-f. TEM AIR NIOSH 7402 D D D l)i'J - D 
"f' , ..... - 1 D - D - D D TEM BULK CHATFIELD 

TEM OUST WIPE ASTM 06480..{)5 D D D D D 
TEM OUST MICROVAC ASTM 05755-03 D D D D D 
TEM QUALITATIVE CEI LABS D D D D D 
m~R 0 D D D D 

5DAY 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 

LEAD PAINT METHOD 4 HR* 8 HR* 24 HR 2 DAY 3 DAY 5 DAY 
LEAD PAINT EPA SW846 70008 · . :~--co.;r~~,-, .. -.r ~ . .,_ D D D 

....... 

LEADWIPE EPASW8467000B it ·. ·_. ~~~~~-··~ ·::~i'i~:::~~t-~~.: · 0 0 0 
LEAD SOIL EPA SW846 70008 ' ~--~.,~?'.·~' . ' ' D D D ~~L:EA~D~A~IR~~==========~~N:IO~S:H~7:08:2~~~:=~-f~.· . -~~~. ·, · _- i<r._ ~1f1f j J----=0=----=0;;:;._ __ =0=---t 
OTHER: ./ ' _.; . 'J:. D D D 

RE~RKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
--1\ IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

* Call to confirm RUSH analysis. 

;t~ r~ 
OtJ ;. d ·, J @.: cc ~ 

Accept Samples 
Reject Samples 

. -, Date/Time 

VERSION CCOC.0112.1/2.LD 

i'. 



-
CEt~~ SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 
Project ID #: Level Promenade (P) Tel: 787-420-0220 

.. 
~ - -~ 

Date /Time VOLUME/ 
SAMPLE 10 # DESCRIPTION I LOCATION - AREA COMMENTS 

BLANK 1 BLANK - 021913/ '7: /0 
PBA-A-P-021 913-01 AIR-RAt:. /lea.rti'>q l<oom "A 11 -1-o N£ :3,6 45' 021913/ 7.'/1 
PBA-A-P-021913-02 AIR-RA2- (»b/c/e o-H-tc.os -lv IJJ 3, 7.3$' 021913/ :?/ .:2./ 
PBA-A-P-021913-03 AIR-RA3- /(~cl?~{!_"c,.., fo s 3,610 021913/ -:+ : ~ '1-

.~ 

PBA-A-P-021913-04 AIR-RA4- f.let~.r,"nq ~om "C II -h> se 3, { $'0 021913/ ':1 :.!2i) 

PBA-A-P-021913-05 AIR-RA5- LJo_;f,=,q 11-r.eCA.. -fD Su.J 3,70C:: 021913/ -::t::J3 

PBA-A-P-021913-06 AIR-RA6- /h-f( wa.q -Jv /:... 33~5"""' 021913/ 7.' /5' 
PBA-A-P-021913-07 /-h.. II vJ iu; fo C!12t-)-/e r 

..;.. 

~:ti~ 7: II AIR-RA7- 021913/ 
.~ 

PBA-A-P-021913-08 AIR-RA8- PA-CD l(ecep-/J·a,.., -J-.i A) ~ 3.¥5"5 021913/ 7:/3 
PBA-A-P-02-1 913-09 AIR-RA9- ( 

1~rh1C.R -h Nu.J ~ 

3, ~ tS' 021913/ 7; :1.9 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALyzE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of _2 _ _ 

VERSION CCOC.0112.212.LD 



ASBESTOS AIR ANALYSIS 
By : PHASE CONTRAST MICROSCOPY 

Client: Nortol Environmental & Occupational Safety, Inc. CEI Lab Code: P13-0264 
Date Received: 02-20-13 
Date Analyzed: 02-20-13 
Date Reported: 

PO Box 366457 
San Juan, PR 00936-6457 

Project: SAO - MGC North Tower, Santurce, P.R. -Level Promenade (P) 

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD 

Volume 
Client ID LabiD (Liters) Fibers Fields Fibers Icc 

BLANK 1 P74502 Blank 0 100 

PBA-A-P-021913-01 P74503 3645 9.5 100 0.0013 

PBA-A-P-021913-02 P74504 3735 11 100 0.0014 

PBA-A-P-021913-03 P74505 0.0027 

PBA-A-P-021913-04 P74506 3750 5 100 < 0.00072 

PBA-A-P-021913-05 P74507 3705 100 0.0039 

PBA-A-P -021913-06 P74508 100 0.0016 

PBA-A-P-021913-07 P74509 

PBA-A-P-021913-08 P74510 

PBA-A-P-021913-09 P74511 0.0058 

Page 1 of 2 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0209
Date Received: 02-20-13
Date Analyzed: 02-21-13
Date Reported: 02-21-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Level Promenade (P)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06562
BLANK 3 0.097 9901 Chrysotile100 10 990

T06563

PBA-MV-P
-021913-01

0.097 9900 None
Detected

100 10 <990

T06564

PBA-MV-P
-021913-02

0.097 9900 None
Detected

100 10 <990

T06565

PBA-MV-P
-021913-03

0.097 9900 None
Detected

100 10 <990

T06566

PBA-MV-P
-021913-04

0.097 9900 None
Detected

100 10 <990

T06567

PBA-MV-P
-021913-05

0.097 9900 None
Detected

100 10 <990

T06568

PBA-MV-P
-021913-06

0.097 9900 None
Detected

100 10 <990

T06569

PBA-MV-P
-021913-07

0.097 9900 None
Detected

100 10 <990

T06570

PBA-MV-P
-021913-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0209
Date Received: 02-20-13
Date Analyzed: 02-21-13
Date Reported: 02-21-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Level Promenade (P)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06571

PBA-MV-P
-021913-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457 , SAN JUA N, P. R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #:Level Promenade (P) 

ASBESTOS METHOD 4 HR* 

l?l M BULK EPA600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAJR NJOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
\£M OUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PA INT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

1ft>- OQO CJ' (!!) 
I0<06CO~-Tb&SW 

CHAIN OF CUSTODY ;(1c96113 

LAB U$E ONLY: 

CEI Lab Code: 
' CEI Lab I.D. Range: 

'-
Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports : 

P.O. #: 021913 

TURN AROUND TIME 

8 HR* 24 HR 2 DAY 3 DAY SDAY 

D D D D 0 
D D D D D 
D D D D D 
D D D D D 
D D D D 0 
D D 0 D D 
D D D 0 0 
D D D D D 
D D D 0 D 
D D D D D 
D D 0 0 D 
D D 00 D D 
D D D D D 
D D D D D 
8 HR* 24HR 2 DAY 3 DAY 5DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

Date!Time 

0 

*call to confirm RUSH analysis. will be disposed of 30 days after analysis 

VERSION CCOC.0112. 112.LD 



COMPANY CONTACT INFORMATION 

T! 3 -: CJO<.a 9 
Jb C95 Co ex- JoCo 5 ~~

@) «.;tX.0/13 
SAMPLING FORM 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level Promenade (P) Tel: 787-420-0220 

VOLUME/ Date/Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK 
r \ - 021913/ q:-2-~ 

PBA-MV-P-021913-01 MV-RA1· /leartt?q cfc,c>fYI '/q' -/"b NG(CP-~'{lft) 10X1 0 021913/ 9:o3 

PBA-MV-P-021913-02 MV-RA2· f'rivet /:;e offia -/n t;J ( (1tt.rpef ) 10X10 021913/ 8:3 [2 

PBA-MV-P-021913-03 MV-RA3- IJ)ai fiM ({I'{> a V ..S f (' u.rCa i n ) 10X10 021913/ 9 : ! :b 

PBA-MV-P-021913-04 MV-RA4- fl~oi'i,~1 12.c~,., "r_'' -fVS£ (orpd 10X10 021913/ cr:o 9 

PBA-MV-P-021913-05 MV-RA5- /lrced'icn -fo ~W /(!_p..r~-1:- J 10X10 021913/ ~: 'ff' 
PBA-MV -P-021913-06 MV-RA6- /-k o.ri nq 1/.C!Yfl -bi ~ ( ov/'d ) 10X10 021913/ ~cr.·oe:, 

PBA-MV -P-021913-07 MV-RA7- lfzJ/w;qp E ( ~r!'d' ) ;,.., .4/l- 6 10X1 0 021913/ 9:ts-
PBA-MV-P-021913-08 MV-RA8- ffp.){uJaJ.! ft IJ f Cf1yJJff } 10X10 021913/ g ; s-2 
PBA-MV-P-021913-09 MV-RA9- (I» bick olfi CPS ~~J IJJ / ~(.l/v ) 10X10 021913/ :? ~ Lj~ 

'-

MlCROVAC SAMPLES FOR ASTM 0 5755-03 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0 11 2.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0208
Date Received: 02-20-13
Date Analyzed: 02-21-13
Date Reported: 02-22-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Level Promenade (P)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06549
BLANK 2 0.097 990 0 None

Detected
100 10 <990

T06550

PBA-W-P
-021913-01

0.097 990 0 None
Detected

100 10 <990

T06551

PBA-W-P
-021913-02

0.097 990 1 Chrysotile100 10 990

T06552

PBA-W-P
-021913-03

0.097 990 0 None
Detected

100 10 <990

T06553

PBA-W-P
-021913-04

0.097 990 0 None
Detected

100 10 <990

T06554

PBA-W-P
-021913-05

0.097 990 0 None
Detected

100 10 <990

T06555

PBA-W-P
-021913-06

0.097 990 0 None
Detected

100 10 <990

T06556

PBA-W-P
-021913-07

0.097 990 1 Chrysotile100 10 990

T06557

PBA-W-P
-021913-08

0.097 990 2 Chrysotile100 10 2,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0208
Date Received: 02-20-13
Date Analyzed: 02-21-13
Date Reported: 02-22-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Level Promenade (P)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06558

PBA-W-P
-021913-09

0.097 990 0 None
Detected

100 10 <990

T06559

PBA-W-P
-021913-R1

0.097 990 0 None
Detected

100 10 <990

T06560

PBA-W-P
-021913-R2

0.097 990 0 None
Detected

100 10 <990

T06561

PBA-W-P
-021913-S

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court. Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT IN FORMATION 

company: Nortol (S. Quinones Project) 

Address· 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Proj ect Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level Promenade (P) 

ASBE STOS MET HOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRJWIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM OUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS 0 
OTHER: D 

L EA D PAINT METHOD 4 HR" 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER· 

IT3 - OQCfb 
-ro V:J5 t..j 9 -7b<;f:k 

CHAIN OF CUSTODY@ Q.;aarr~ 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 021913 

T URN AROUND TIME 

8 HR* 24HR 2DAY 3DAY SDAY 

D D D D D 
D D D D D 
D 0 D D D 
D 0 D D D 
D 0 D 0 D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
0 D ~ 0 D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D 
D D 0 
D D D 
0 D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 0 6480-05 ANALYZES 
~ Accept Samples 

_MsAMPLES PLUS 1 BLANK D Reject Samples 

Relinquished By : Da~efTime Received By: DatefTime 

/!.~ oz/fl /J_::; / !3· a11 ~ Clf().0/17:> 9:30~ 
( I / I( J 

*can to confi rm RUSH anal sis. y \...~pies will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



713- Of}.O'D 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level Promenade (P) Tel: 787-420-0220 

VOLUME/ 
Date / Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK - 021913/ 

PBA-W-P-021913-01 WIPE-RA1 - (};t?f),.~t')ce /J;oi'T' ~ N6 ( f;-b /f' ) 10X10 021913/ 7--~ 

PBA-W-P-021 913-02 WIPE-RA2- f.b-ifwa4 /) I.U ( -C/~ J 10X10 021913/ R-:0 9 
PBA-W-P-021 913-03 WIPE-RA3- ~,,.f<re,-,CR /hom To 5 /.>~(,. ~;,. ') 10X10 021913/ '7-·s-6 
PBA-W-P-021 913-04 WIPE-RA4- ( 1/cs..d: -fo 5 £ (:she /.{1 ) 10X10 021913/ <6:. o I 
P'B/\-\N-P-021913-05 WIPE-RA5-/!r ivP...f-e. o{ h 'CP 10 5 aJ(('fth,'Mf ) 10X1 0 021913/ 8 ; , 3 

PBA-W-P-021913-06 WIPE-RA6- Mel'? resf,.ccm -jb 13, ( va..ni-/-'1 ) 10X1 0 021913/ 7:1-t 
PBA-W-P-021913-07 WIPE-RA7- b;bbl{ -/1 C!.RJ?fer /P/oor ) 10X10 0219131 g;!G 
PBA-W-P-021913-08 WIPE-RA8- ()~.lln o.Ph-c.f p ;J (P/oor ) 10X1 0 021913/ 7.'~3 

PBA-W-P-021913-09 WIPE-RA9- t)~/l ~bc./Ps f-. N '-U (()Jirr:iMs:lfl ) 10X1 0 021913/ 'if: or 
PBA-W-P-021913-R1 WIPE-Return1- tobhVJ il. E ~ 

10X10 021913/ 8':~0 

PBJ\-W -P-021913-R2 WIPE-Retum2- /.;O bkJq fo U) 10X10 021913/ ~: .;ti-
)./( nn ..... -"""' ,... .... ,..., .... 

'""~ ~ 10X10. --<1~..'13' - ~~ ·--" ' " 

~ PBA#J P 8~-R4 WIPt: C.. .......... .... 
r<TT ' " v~ ' " ' " ' · 

PBA-W-P-021913-S WIPE-Supply- 1-f~J I w (). tt -t-D £ 10X10 021913/ ~; 3 { 

"' 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level Promenade (P)

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-P-021913-1 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Conference room to 

NE) table

PBA-W-P-021913-2 19-Feb-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 2 

(Hallway to W) floor

PBA-W-P-021913-3 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Conference room to 

S) speaker machine

PBA-W-P-021913-4 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Closet to SE) shelf

PBA-W-P-021913-5 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Private office to 

SW) cabinet

PBA-W-P-021913-6 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6  

(Men restroom to E) 

vanity

PBA-W-P-021913-7 19-Feb-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 7  

(Lobby to center) 

floor

PBA-W-P-021913-8 19-Feb-13

2,000 S/CM2 (2 

CHRYSOTILE 

STRUCTURES)

Random Area # 8 

(Open office to N) 

floor

PBA-W-P-021913-9 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Open cubicle to 

NW) Window sill

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-P-021913-R1 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-P-021913-R2 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-P-021913-S1 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C supply (Hallway to 

E)

N 

N 

Clearance Sampling Page 1 of 3 Level Promenade (P)



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level Promenade (P)

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-P-021913-1 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Hearing room "A" to 

NE) carpet

PBA-MV-P-021913-2 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Private office to W) 

carpet

PBA-MV-P-021913-3 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Waiting area to S) 

curtain

PBA-MV-P-021913-4 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Hearing room "C" to 

SE) carpet

PBA-MV-P-021913-5 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Reception to SW) 

carpet

PBA-MV-P-021913-6 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Storage to NE) carpet

PBA-MV-P-021913-7 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area #7 

(Hallway to E) carpet; 

no porous surfaces 

were identified in 

RA#7

PBA-MV-P-021913-8 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Hallway to N) carpet

PBA-MV-P-021913-9 19-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Cubicle office to NW) 

chair

N 

NOT 
AVAILABLE 

Clearance Sampling Page 2 of 3 Level Promenade (P)



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level Promenade (P)

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-P-021913-1 19-Feb-13 0.0013 F/CC

Random Area # 1 

(Hearing room "A" to 

NE)

PBA-A-P-021913-2 19-Feb-13 0.0014 F/CC
Random Area # 2 

(Cubicle offices to W)

PBA-A-P-021913-3 19-Feb-13

0.0027 F/CC by 

NIOSH 7400 and 

<0.00011 by NIOSH 

7402

Random Area # 3 

(Reception area to S) 

PBA-A-P-021913-4 19-Feb-13 < 0.00072 F/CC

Random Area # 4  

(Hearing room "C" to 

SE)

PBA-A-P-021913-5 19-Feb-13

0.0039 F/CC by 

NIOSH 7400 and 

<0.00013 by NIOSH 

7402 

Random Area # 5 

(Waiting area to SW)

PBA-A-P-021913-6 19-Feb-13 0.0016 F/CC
Random Area # 6 

(Hallway to E)

PBA-A-P-021913-7 19-Feb-13

0.0028 F/CC by 

NIOSH 7400 and 

<0.0014 by NIOSH 

7402 

Random Area # 7 

(Hallway to center)

PBA-A-P-021913-8 19-Feb-13

0.0095 F/CC by 

NIOSH 7400 and 

<0.0019 by NIOSH 

7402 

Random Area # 8 

(DACO Reception to 

N)

PBA-A-P-021913-9 19-Feb-13

0.0058 F/CC by 

NIOSH 7400 and 

<0.00073 by NIOSH 

7402 

Random Area # 9 

(Conference to NW)

N 

Clearance Sampling Page 3 of 3 Level Promenade (P)
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ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0332
Date Received: 03-01-13
Date Analyzed: 03-01-13
Date Reported: 03-01-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 2

Fibers / cc

P74754BLANK 1 0 100Blank
Blank

P74755PBA-A-2-022713-01 9 100 0.00114005

P74756PBA-A-2-022713-02 11 100 0.00143795

P74757PBA-A-2-022713-03 1 100 < 0.000743645

P74758PBA-A-2-022713-04 17 100 0.00233660

P74759PBA-A-2-022713-05 2 100 < 0.00073840

P74760PBA-A-2-022713-06 2 100 < 0.00073825

P74761PBA-A-2-022713-07 9 100 0.00113945

P74762PBA-A-2-022713-08 0 100 < 0.000723720

P74763PBA-A-2-022713-09 37 100 0.00463915

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Marti Bowers

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0266
Date Received: 03-04-13
Date Analyzed: 03-05-13
Date Reported: 03-05-13

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 2

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T06892

PBA-A-2
-022713-04

0None
Detected

3660 0.0023 0 <0.00018

T06893

PBA-A-2
-022713-09

2Tremolite3915 0.0064 15.38 0.001

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CELABs 
107 New Edition Court, Cary, NC 27511 
Tel: 866-481-1412; Fax: 919-481-1442 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

REMA~S: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT ~ ""/~" IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 D 
·'· 

' · Accept'Samples 

Reject Samples 

r 
)_O::H 
., 

VERSION ccnc n11? 11'> In 



-rlJ -09-&Co ® pI"~ -033;: 
P1415 tf- P!f'f 7W, 

SAMPLING FORM 

company: Nortol (S. Quinones Project) Job Contact: N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 
Project 10 #: Level2 Tel: 787-420-0220 

AIR SAMPLES FOR NIOSH 7 400 ANALYSES 
IF RESULT IS >0.002 F/CC THEN ANAL VZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of_2 __ 

VERSION CCOC.0112.212.LD 



CEI ,c~:ra 
- c:~"::'.:c-:',:=-··-.. ,,._,~ 

LAI3S 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY.OQNil'Act·INFORMAliON. 
company: Nortol (S. Quinones Project) 

Address: 

. ·.·· .. 
·······•.· .. : 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

·. 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level2 

PLM GRAVIMETRIC EPA 600 

GRAVwPOINT COUNT EPA600 

TEM BULK 

TEM DUST WIPE 

TEM DUST MICROVAC 

TEM QUALITATIVE 

LEAD AIR 

OTHER: 

*Call to confirm RUSH analysis. 

111>-~lf P13-03~~ 
P '14 A?._4- P?'/~ 

CHAIN OF CUSTODY C!EJ .. 

•··•··• .:i···· • 
: · .... 

•:,·· . . 
• • . 

Client#: 

Job contact NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O.#: 022713 

Accept Samples 

VERSION CCOC.0112.112.LD 



@) PF~-033~ 
P1415'1-P!7-'f"k03 

SAMPLING FORM 

COMPANY?.CON:ltAel·JJ'IIFQRJIAT:tQNc.: .;!;fi/.~'\'·~·- ,)}L .. \. ·. \,i\ :::;;'i'c\£i'f>:.~;~,-. .. :•:;,> ;;; ... !~::;,;; ·:;;i/:J(: :/-.• -.·.·, ·· ..•.. 
company: Nortol (S. Quinones Project) Job contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level2 Tel: 787-420-0220 

~~~r~~~;iEJ~!, ~, ,....... , .. ;~~ =·t;f, }{.~•?·,~\·.;.;.;..~~----·--· .. ---~ 
P?l~ 'f BLANK 1 BLANK 022713/ 11:60 
P~'15c PBA-A-2-022713-01 AIR-RA1- t),o(l.n ~(:Rs fD }1€ 
P7'/'15( . PBA-A-2-022713-02 AIR-RA2- Tr«.inirl) Rf(l I 1D ..5 
P1'/?5 PBA-A-2-022713-03 AIR-RA3- 'J)txfo. (e,1.J.ir j\l -fir\\/ 
m15 ~ PBA-A-2-022713-04 AIR-RA4- sto I At-eo... ~~t~lfr t!ot~'rtAtHO ,. 
P7'#'15 ~ PBA-A-2-022713-05 AIR-RA5- 5tD ~.t' -fo {:; 
P;t/~~ PBA-A-2-022713-06 AIR-RA6- 'fttJJ~it'lt'lf /~Dftl ~'ft> .5(3 

P7'1% PBA-A-2-022713-07 AIR-RA7- (Jp~ o-PfiCRS -hJ AI 
P?/~cJ PBA-A-2-022713-08 AIR-RA8- J)o...p._ (p_'J'kr f9 NW 
P'1-/~~ PBA-A-2-022713-09 AIR-RA9- WtJri.JJn r~friorn 1o (Q,ft._,.-

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANAL VZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

-f 

J/,005" 
""nn~J! 
-'/II p-

r-~q1f :l 
!h66 () 
.3, w-o 
3, rzs-
~~-9~$" 
5.7~8 
3,qtr-

022713/ JJ;o3 

-r<}S' 022713/ ;1:19 

'tK 022713/ //.'~S 

022713/ tt:z=t-

022713/ t):lfl=~~ 

022713/ 
J(: '' 

022713/ /(."0=1-

022713/ /(: z, 'e.. 

022713/ Jt:o? 

Page 2 of_2 __ 

VERSION CCOC.0112.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0258
Date Received: 03-01-13
Date Analyzed: 03-04-13
Date Reported: 03-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 2

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06855
BLANK 3 0.097 9900 None

Detected
100 10 <990

T06856

PBA-MV-2
-022713-01

0.097 9900 None
Detected

100 10 <990

T06857

PBA-MV-2
-022713-02

0.097 9900 None
Detected

100 10 <990

T06858

PBA-MV-2
-022713-03

0.097 9900 None
Detected

100 10 <990

T06859

PBA-MV-2
-022713-04

0.097 9900 None
Detected

100 10 <990

T06860

PBA-MV-2
-022713-05

0.097 9900 None
Detected

100 10 <990

T06861

PBA-MV-2
-022713-06

0.097 9900 None
Detected

100 10 <990

T06862

PBA-MV-2
-022713-07

0.097 9900 None
Detected

100 10 <990

T06863

PBA-MV-2
-022713-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY 

CEI Lab Code: T13-0258
Date Received: 03-01-13
Date Analyzed: 03-04-13
Date Reported: 03-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 2

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06864

PBA-MV-2
-022713-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project I D #: Level 2 

ASBESTOS METHOD 4 HR• 

PLMBULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PA INT METHO D 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

/13-0~5?5@ 
laa,'BSS -/oCIJ~Gy 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEJ Lab Code: 

CEI Lab I.D. Range: 

Client# 

Job contact NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 022713 

TURN AROUND TIME 

8HW 24HR 2 DAY 3 DAY SDAY 

D D D D D 
D D D D 0 
D D 0 D 0 
D D D D D 
D D D D D 
D D D D D 
D D .- -.. D D _o 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D [X] D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2DAY 3 DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

Date/Time 

j() :C[)wY\ 

* Call to confirm RUSH analysis. swill be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



CE SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact N. Torres 

Project Name. SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level2 Tel· 787-420-0220 

VOLUME/ Date/Time 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK - 022713/ / lf:Cf-0 
PBA-MV-2-022713-01 MV-RA1- S"{;o~e fo /11(3 (Cfo-.Yp-e.t } 10X10 022713/ L4: o 'f-
PBA-MV-2-022713-02 MV-RA2- SO"tuje'-/<J S (Cftrpt;d ) 10X10 022713/ t_¥: 32-

PBA-MV-2-022713-03 MV-RA3- ~o..{o. (Rrrf.er 1o 1:: ( chtl ,_ l 10X10 022713/ t..cf: 3 Cj 

PBA-MV-2-022713-04 MV-RA4- )tr..eo.. lMc:br o:>n.s1rucfion (fJrtvf,--fior~) 10X10 022713/ /~; 3&> fo;' 

PBA-MV-2-022713-05 MV-RA5- Mic.k ol2h'CR fo E' ( fJtt.rf>·f>',t1) 10X10 022713/ 14-.'09 

PBA-MV-2-022713-06 MV-RA6- 1 ra.t'n,. ,.,q Ibn 1F 5" -/1J s~r co....-pefJ 10X10 022713/ L<l-: /3 
PBA-MV-2-022713-07 MV-RA7--wrt'ut1.b of-'.fr'LR toN (c?J<~a~.:r- 10X10 022713/ r¥: a 'f ltf:),; 
PBA-MV-2-022713-08 MV-RA8- eo')(:. tv NyJ ~ r·e 0 't< ) 10X10 022713/ t_t/:~c,£ 

PBA-MV-2-022713-09 MV-RA9- /o R. :r f/nvn-k ofh·~ -jo AI (~i" 10X10 022713/ L(/; 2. y 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERS ION CCOC.0112.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0259
Date Received: 03-01-13
Date Analyzed: 03-02-13
Date Reported: 03-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 2

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06865
BLANK 2 0.097 990 0 None

Detected
100 10 <990

T06866

PBA-W-2
-022713-01

0.097 990 0 None
Detected

100 10 <990

T06867

PBA-W-2
-022713-02

0.097 990 0 None
Detected

100 10 <990

T06868

PBA-W-2
-022713-03

0.097 990 1 Chrysotile100 10 990

T06869

PBA-W-2
-022713-04

0.097 990 0 None
Detected

100 10 <990

T06870

PBA-W-2
-022713-05

0.097 990 0 None
Detected

100 10 <990

T06871

PBA-W-2
-022713-06

0.097 990 0 None
Detected

100 10 <990

T06872

PBA-W-2
-022713-07

0.097 990 0 None
Detected

100 10 <990

T06873

PBA-W-2
-022713-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0259
Date Received: 03-01-13
Date Analyzed: 03-02-13
Date Reported: 03-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 2

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06874

PBA-W-2
-022713-09

0.097 990 5 Chrysotile100 10 4,900

T06875

PBA-W-2
-022713-R1

0.097 990 0 None
Detected

100 10 <990

T06876

PBA-W-2
-022713-R2

0.097 990 0 None
Detected

100 10 <990

T06877

PBA-W-2
-022713-R3

0.097 990 0 None
Detected

100 10 <990

T06878

PBA-W-2
-022713-R4

0.097 990 0 None
Detected

100 10 <990

T06879

PBA-W-2
-022713-S

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address. 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 2 

ASBESTOS METHOD 4 HR" 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR AHERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 

LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 022713 

TURN AROUND TIME 

8 HR" 24 HR 2DAY 

D D D 
D D D 
0 D D 
0 D D 
0 D D 
D D D 
D D D 
D D D 
D D D 
D D D 
D D ~ 
D D D 
D D D 
D D D 
8 HR" 24 HR 2DAY 

D 
D 
D 
D 
D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
J!/_ SAMPLES PLUS 1 BLANK 

*Call to confirm RUSH analysis. 

3 DAY 5 DAY 

D D 
D D 
0 0 
D 0 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
3 DAY SDAY 

D D 
D D 
D D 
D D 
D D 

Accept Samples 

Reject Samples 

VERSION CCOC.0112.1/2.LO 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 2 Tel: 787-420-0220 

SAMPLE 10# DESCRIPTION I LOCATION 

BLANK 2 BLANK , , 

PBA-W-2-022713-01 WIPE-RA1- f'nfYI.IJ{).W(i..ooiT' 10 fVE, {OA.bi/le-C } 

PBA-W-2-022713-02 WIPE-RA2- /<f<CPf7/>'on fD S ( -ffo-1LP. J 
PBA-W-2-022713-03 WIPE-RA3- /d0_/{uJ_!f.!{_ -fv IJ.} ( .f/oor ) 
PBA-W-2-022713-04 WIPE-RA4- ;J/o.p CJ;,-,.kr 1J '!;(;I) (floor ) 
PBA-W-2-022713-05 WIPE-RA5- /Jo.JlwP.t_ p 6( rv(-r · lej("".-.1~' Jt>f') 

PBA-W-2-022713-06 WIPE-RA6- -T;alt'li,;q f!oom -fr; Sc (Cowrf<_Y") 

PBA-W-2-022713-07 WIPE-RA7- fKtt'(fJ£'01-1 ·b f.l ( f!/~t= ) 
PBA-W-2-022713-08 WIPE-RA8- .5/ora.q~ I~ or>dt r ansfnd~,.. -ft, #W 

PBA-W-2-022713-09 WIPE-RA9- Lobk Lf fo ~11-/-e_~"'" ( f-/Dt>~"" ) 

PBA-W-2-022713-R1 W/PE-Return1- h /,b.u-1-J h 
PBA-W-2-022713-R2 WIPE-Return2- L~/.,.,n'£1 ·n (A) 
PBA-W-2-022713-R3 WIPE-Relurn3- ;5~nt.f.l t/1 CIJrlS-/1 lf.C./1&, -/t.') .5: Jt..! 
PBA-W-2-022713-R4 WIPE-Retum4- 0{-f7 '(JiS ft.) ,56 
PBA-W-2-022713-S WIPE-Supply- /IJreA/C.-r()()/Y't Tu <;{q 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANDOM AREA 

VOLUME/ 
AREA 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

Date/Time 

COMMENTS 

022713/ 14 ; 0 0 

02271913/ /l:l./2-
022713/ I ://Of-

o221131 II :s; I 
022713/ 12 : ~0 
o22113r ;;: YrP 
022713/ 11: tf-9 

o22113r o : s~ 
o22113r 11; 3rp 
o22113' La: 3~ 
o221131 1.3 :yo 
022713/ ;3:Y-fp 
o221131 ra: r7J 
022713/ !3 : S'"'¥=--

Page 2 of _2 _ _ 

VERSION CCOC.0112.2/2.LO 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 2nd

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-2-022713-1 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Computer room to 

NE) cabinet

PBA-W-2-022713-2 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Reception to S) floor

PBA-W-2-022713-3 27-Feb-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 3 

(Hallway to W) floor

PBA-W-2-022713-4 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Data center to SW) 

floor

PBA-W-2-022713-5 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Hallway to E) above 

small refrigerator

PBA-W-2-022713-6 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Training room to SE) 

counter

PBA-W-2-022713-7 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Reception to N) 

desk

PBA-W-2-022713-8 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Area under 

construction to NW 

used as storage) 

stocked hard ceiling 

tiles

PBA-W-2-022713-9 27-Feb-13

4,900 S/CM2 (5 

CHRYSOTILE 

STRUCTURES)

Random Area # 9 

(Lobby to center) 

floor

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-2-022713-R1 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-2-022713-R2 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-2-022713-R3 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Area 

under construction to 

SW used as storage)

PBA-W-2-022713-R4 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

SE)

PBA-W-2-022713-S1 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

A/C supply 

(Breakroom to SE)

N 

N 

Clearance Sampling Page 1 of 3 Level 2nd



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 2nd

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-2-022713-1 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Storage to NE) carpet

PBA-MV-2-022713-2 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Storage to S) carpet

PBA-MV-2-022713-3 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Data center to E) 

chair

PBA-MV-2-022713-4 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Area under 

construction to SW) 

partition

PBA-MV-2-022713-5 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Cubicle office to E) 

partition

PBA-MV-2-022713-6 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Training room #5 to 

SE) carpet

PBA-MV-2-022713-7 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7 

(Open office to N) 

partition

PBA-MV-2-022713-8 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Area under 

construction to NW 

used as storage) 

cardboard box cover

PBA-MV-2-022713-9 27-Feb-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Conference room at 

RA 7 to N) chair; no 

porous surfaces were 

identified in RA 9

N 

Clearance Sampling Page 2 of 3 Level 2nd



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 2nd

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-2-022713-1 27-Feb-13 0.0011 F/CC
Random Area # 1 

(Open office to NE)

PBA-A-2-022713-2 27-Feb-13 0.0014 F/CC

Random Area # 2 

(Training room #1 to 

S)

PBA-A-2-022713-3 27-Feb-13 < 0.00074 F/CC
Random Area # 3 

(Data center to W) 

PBA-A-2-022713-4 27-Feb-13

 0.0023 F/CC by 

NIOSH 7400 and 

<0.00018 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 4 

(Storage/area under 

construction to SW)

PBA-A-2-022713-5 27-Feb-13 < 0.0007 F/CC
Random Area # 5 

(Storage to E)

PBA-A-2-022713-6 27-Feb-13 < 0.0007 F/CC

Random Area # 6 

(Training room 5 to 

SE)

PBA-A-2-022713-7 27-Feb-13 0.0011 F/CC
Random Area # 7 

(Open office to N)

PPBA-A-2-022713-8 27-Feb-13 < 0.00072 F/CC
Random Area # 8 

(Data center to NW)

PBA-A-2-022713-9 27-Feb-13

0.0046 F/CC by 

NIOSH 7400 and 

0.001 F/CC by NIOSH 

7402 (2 asbestos-

tremolite fibers)

Random Area # 9 

(Women restroom to 

center)

N 

Clearance Sampling Page 3 of 3 Level 2nd
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Level 3 - currently under construction 
(diagram shows proposed layout) 



ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0276
Date Received: 03-06-13
Date Analyzed: 03-08-13
Date Reported: 03-08-13

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce PR; Level 3

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T06963

PBA-A-3
-030213-01

0None
Detected

3600 0.0084 0 <0.00076

T06964

PBA-A-3
-030213-03

0None
Detected

3600 0.0033 0 <0.0033

T06965

PBA-A-3
-030213-04

0None
Detected

3630 0.0039 0 <0.002

T06966

PBA-A-3
-030213-06

0None
Detected

3675 0.0056 0 <0.00093

T06967

PBA-A-3
-030213-07

0None
Detected

3630 0.0035 0 <0.0018

T06968

PBA-A-3
-030213-09

0None
Detected

3660 0.012 0 <0.003

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court, Cary, NC 27511 

Tel: 866-481 :.1412 ; Fax: 919-481- 1442 

COMP8~Y CQNTAC_T INFQRM~TION"" 

company: Nortol (S. Quinones Project) 

Address: 

·'' - ~~M""'"~.:: ... ;-;_:_~ 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID # : Level 3 

• 0 

ASBESTOS 
PLM BULK EPA600 

PLM POINT COUNT EPA 600 

PLM POINT COUNT EPA600 

PLM GRAVIMETRIC 

PLM GRAVw POINT COUNT 

PCM AIR 

R AHERA 

TEM AIR EPA Level II 

TEMAIR NIOSH 7402 

TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480~5 

TEM DUST MICROVAC ASTM D5755-03 

TEM QUALITATIVE CEI LABS 

OTHER: 

LEAD 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

({;) \Ti3 - Q(;)1(d 
- '-fbeo'1co3 -TC(!;9~ 

. -. ' '-"-I . -

CHAIN OF CUSTODY Pl3-0"3S\ 
""=1-'f'aCtJ?-

2 

~{- ,. - . ~ .... ~ -- ~ -
. ;>• -~'::::;:- -~~ ~ .·='0 ,_ -- . :_-.:c=,ig;,;~:d:~-""' 

Client #: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O.#: 030213 

5DAY 

D 
D 
D 

D D D 
D D 

D D 
D · . [] .·. D 

·D D D 
D rg] D 
D D D 
D o ·· .o D 
D D D D 
D D D D 
o ..... -.. D D D 

5DAY 

D 
D D 
D D 
D D 
D D 

REMARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT .~.~ 

~ Accept S~ples 
IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 D Reject Ram pies 

-
Date!Time -. -

;;:o 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION ·;~ -_ .,... ·'' 
' 

. ., 
" ..1. ~ . ,, . ~ . ~~·- . :.: 

company: Nortol (S. Quinones Project) Job Contact: N. Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 3 Tel: 787-420-0220 

.., r r ".-
Date/Time 

.. 
VOLUME/ 

SAMPLE 10# DESCRIPTION I LOCATION ,:;. AREA COMMENTS 
BLANK 1 BLANK - 030213/ /3:/0 

PBA-A-3-030213-01 AIR-RA1- 0Mn o...r-ec:L TI iJ 3,600 030213/ ": z.s: 
PBA-A-3-030213-02 AIR-RA2- OtJ-1!11 cx~..eo.... .-fv w 31600 030213/ 'if: y. 2, 

PBA-A-3-030213-03 AIR-RA3- open Q.r...e~A -1-o SG :3,060 030213/ 15:/fl{-

PBA-A-3-030213-04 AI R-RA4- 0 IJ.~n a v:e cz -fo N vJ 3,030 030213/ ~:38 

PBA-A-3-030213-05 AI R-RA5- 0 pef! o..v--e (}<. ·bO .s 3t6DD 030213/ ~:~.3 

PBA-A-3-030213-06 AIR-RA6- iJf¥!.(1 O.r:Rr; -fv S::../ 3,~15 030213/ f: .3 .s--
PBA-A-3-030213-07 AIR-RA7- c/o~d. .5LJO..CIZ ~ N£ 3; ~3{) 030213/ <i(: Z.{J 

PBA-A-3-030213-08 AIR-RA8- Ho..!l ().)a..t{ '1v SuJ 3r6d0 030213/ g'; 'fO 

PBA-A-3-030213-09 AIR-RA9- /-!Jb foq -fu c__aY!-f.e../ 3;bb0 030213/ ~: .3 / 
Al!J tJ t_ :;1.._- ./ tf3 /_,-A-A) I:- - o.Poz.t .3 I ;.a: 1 a 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

I FOR NIOSH 7402 { 

----' 

RA=RANDOM AREA 

( 

Let!e/ U/l de r r-D (15-/-n:J.c{) 'or; 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0351
Date Received: 03-05-13
Date Analyzed: 03-05-13
Date Reported: 03-06-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ_MGC North Tower Santurce PR; Level 3

Fibers / cc

P74867BLANK 1 0 100Blank

P74868PBA-A-3-030213-01 62 100 0.00843600

P74869PBA-A-3-030213-02 9 100 0.00123600

P74870PBA-A-3-030213-03 24.5 100 0.00333600

P74871PBA-A-3-030213-04 29 100 0.00393630

P74872PBA-A-3-030213-05 12 100 0.00163600

P74873PBA-A-3-030213-06 42 100 0.00563675

P74874PBA-A-3-030213-07 26 100 0.00353630

P74875PBA-A-3-030213-08 13 100 0.00183600

P74876PBA-A-3-030213-09 93 100 0.0123660

P74877BLANK 2 0 100Blank

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



CEI@f 
·..-;y,-_-:";:-:-

LAI3S 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

- ~-) 
(., \ 

CHAIN OF CUSTODY P13-o~s\ 
~ CS"t'D'?-

tA4·~P,:~W.~>~1t~i~!; .. ··;!'\i~~\tZ:s.:t~;:··.····-·t1~i::.r;:~;;·5tf:·!:C?:'If~l/i•:X':·· ... ·.··· P9LfJ~ 
c~t·~Ji·c~i';1;{t!.;·! : . II 
d;f.fU\:r.o~ . 

COMP8rt.;,ctol\ll'at,;~~'ftQ,j-~;~·:r·•··\r~;<\ ;<::t(;i·· · .. ·.:..:··:<';'_· . .. ...... . · ·:~r;;.r·::;.> ;·:;~~~t ,~·-.t·· ;· '[;~.;,.;,-:-~:-·;. · •.. 1;~~k· ··.·. '_i/ 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level3 

PLM GRAV w POINT COUNT 

PCMA/R NIOSH7400 

AHERA 

AIR EPA Level II 

AIR NIOSH7402 

TEMBULK CHATFIELD 

WIPE ASTM D6480-05 

TEM DUST MICROVAC ASTM D5755-03 

CEI LABS 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O.#: 030213 

Accept S~ples 

Reject~amples 

VERSION CCOC.0112.112.LD 



PI3-03S) 
SAMPLING FORM 

COMPANYCONTAC1111NI?.ORMf\'t~: > .... ··· .·.·.· .· '•; . ~~,-, . </ .• · ... ·• ·\h- ~·~:"}';;.<,':·.•. ·<·.·/:·: ,: ·. 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level3 Tel: 787-420-0220 

PBA-A-3-030213-01 AIR-RA1- Of)Rn ar.etA- n /I) 3J600 030213/ ~: z.~ 
PBA-A-3-030213-02 AIR-RA2- 0/J.211 O...rr.{Jcx. ,-fv W Ot600 030213/ ~; 'f 2-
PBA-A-3-o3o213-o3 AIR-RA3- opefl Q.r.R(l.. +o s.G :3,idoo o3o213/ <t: ¥-'f 
PBA-A-3-030213-04 AIR-RA4- DtJ.e.n av:ecz -ft:l N vJ 31~80 030213/ 'i :3~ 
PBA-A-3-030213-05 AIR-RA5- o'p&J our-e Q< G s 3,6 oD 030213/ ~ .. 3.3 
PBA-A-3-030213-06 AIR-RA6- /)/Mlfl O.rRO fv $=~ ?J,~ 7~ 030213/ f; 3 S"' 
'PB~-~-3-030213-07 AIR-RA7- c./IJ~ d .7LJO-CR -/iJ N£ 3 1 "'3{) 030213/ 5?." Z.'-
PBA-A-3-030213-08 AIR-RA8- /tlo..// ().)o...tf ·1o S W 3r 6 00 030213/ g'; 'fO 

PBA-A-3-030213-09 AIR-RA9- J-ob foq -fo c.t2rr-/e_f' 3;bb0 030213/ ~; 3/ 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANAL VZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

{ 

Page 2 of_2 __ 

VERSION CCOC.0112.212.LD 

I 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0274
Date Received: 03-05-13
Date Analyzed: 03-06-13
Date Reported: 03-07-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce PR; Level 3

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06931
BLANK2 0.097 990 0 None

Detected
100 10 <990

T06932

PBA-W-3
-030213-01

0.097 990 1 Chrysotile100 10 990

T06933

PBA-W-3
-030213-02

0.097 990 0 None
Detected

100 10 <990

T06934

PBA-W-3
-030213-03

0.097 990 2 Chrysotile100 10 2,000

T06935

PBA-W-3
-030213-04

0.097 990 1 Chrysotile100 10 990

T06936

PBA-W-3
-030213-05

0.097 990 0 None
Detected

100 10 <990

T06937

PBA-W-3
-030213-06

0.097 990 1 Chrysotile100 10 990

T06938

PBA-W-3
-030213-07

0.097 990 0 None
Detected

100 10 <990

T06939

PBA-W-3
-030213-08

0.097 990 3 Chrysotile100 10 3,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0274
Date Received: 03-05-13
Date Analyzed: 03-06-13
Date Reported: 03-07-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce PR; Level 3

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06940

PBA-W-3
-030213-09

0.097 990 0 None
Detected

100 10 <990

T06941

PBA-W-3
-030213-R1

0.097 990 0 None
Detected

100 10 <990

T06942

PBA-W-3
-030213-R2

0.097 990 0 None
Detected

100 10 <990

T06943

PBA-W-3
-030213-R3

0.097 990 0 None
Detected

100 10 <990

T06944

PBA-W-3
-030213-R4

0.097 990 0 None
Detected

100 10 <990

T06945

PBA-W-3
-030213-S

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE rr-
ILABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-141 2; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 3 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
IEM.c>.IR A HERA D 
TEM AIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

IY3 -O';) '":fL{ ® 
\oU><13\- -rexacrys 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 030213 

TURN AROUND TIME 

8 HR* 24HR 2 DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D [E) D D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES D Accept Samples IL/ SAMPLES PLUS 1 BLANK 
D Reject Samples 

Relinquished By: Date/Time Received By: Date/Time 

y_ ~ _ ./ o3o2-{3 j ; 1: rn 
I 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



lls -o J-7~ 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 # : Level 3 Tel: 787-420-0220 

VOLUME/ 
Date/Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK - 030213/ f O;oo 

PBA-W-3-030213-01 WIPE-RA1- ( '/osed spa~ -/b ;J ~~~-, ) 10X10 030213/ q; :J.:L 

PBA-W-3-030213-02 WIPE-RA2~' ~q 4\Pfl.Sh~ ~ (~, ~ .<f<t<•"J"\11 10X10 030213/ cr:tt 
PBA-W-3-030213-03 WIPE-RA3- Opt..l'l qr.(Jo.... ~ SG. ('""";,f-::/:!S t/1 )" 10X10 030213/ c; :o~ 

PBA-W-3-030213-04 WIPE-RA4- ()p.ll'l a..r.e(j.. -/-D NuJ /.C./oar ) 10X10 030213/ '(; 2-t..f 

PBA-W-3-030213-05 WIPE-RA5- fJtJt2r1 ~.f'o.. -fa S f-Jrn"Jc-w (:.,-(;VI'"{ ) 10X10 030213/ a, ; ! 3 

PBA-W-3-030213-06 WIPE-RA6- /J~t1 C?.r~---h {:; ( ..P/ov ) 10X10 030213/ q ; tJtf 

PBA-W-3-030213-07 WIPE-RA7- CJoS(Jd ~{Ja..CR -/iJ tJ e"(.{'/o o.r \ 10X10 030213/ Cf; DO 

PBA-W-3-030213-08 WIPE-RA8- tYo.!R d ~paep -fo 51).){+/oo ~ ) 10X10 030213/ '1._; :52 

PBA-W-3-030213-09 WIPE-RA9- u.}om€/1 rt~orn -fo (lM.{e,-(f-{oov ) 10X10 030213/ q ; f{p 

PBA-W-3-030213-R 1 W/PE-Return1- /-f;tl/c))cu.;- /,obby j1l U) 10X10 0302131 Cj_:3q 

PBA-W-3-030213-R2 WIPE-Return2- tJ {}- {:,·~r- --fn S r-0 10X10 030213/ 9:1" 
PBA-W-3-030213-R3 WIPE-Return3- fP._lf WCU( hJ J,/n{ -/o (:::;. 10X10 030213/ 9.'5 / 

PBA-W-3-030213-R4 WIPE-Retum4- (j_{}//CRS -fD S £ 10X10 030213/ 9: 5"'3 

PBA-W-3-030213-S WIPE-Supply- IJIJ.er~ ar-ea -h f? 10X10 030213/ C(: 'i_Z. 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANOOM AREA 

I' 

LMel Uflcier C.J>I'lS-jrucfl·ur? 

I 

Page 2 of _2 _ _ 

VERSION CCOC.0112.2/2.LD 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 3rd

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-3-030213-1 2-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 1 

(Closed space to N) 

cardboard boxes

PBA-W-3-030213-2 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Closed space to E) 

window frame

PBA-W-3-030213-3 2-Mar-13

2,000 S/CM2 (2 

CHRYSOTILE 

STRUCTURES)

Random Area # 3 

(Open area to SE) 

material in stock

PBA-W-3-030213-4 2-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 4 

(Open area to NW) 

floor

PBA-W-3-030213-5 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Open area to S) 

window frame

PBA-W-3-030213-6 2-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 6 

(Open area to E) floor

PBA-W-3-030213-7 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7 

(Closed space to 

NE) floor

PBA-W-3-030213-8 2-Mar-13

3,000 S/CM2 (3 

CHRYSOTILE 

STRUCTURES)

Random Area # 8 

(Closed space to 

SW) floor

PBA-W-3-030213-9 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Women restroom to 

center) floor

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-3-030213-R1 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-3-030213-R2 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

SW)

PBA-W-3-030213-R3 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-3-030213-R4 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

SE)

PBA-W-3-030213-S1 2-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C supply (Open 

area to E)

N 

N 

Level under construction NO POROUS SURFACES WERE IDENTIFIED FOR SAMPLING Page 1 of 2



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 3rd

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-3-030213-1 2-Mar-13

0.0084 F/CC by 

NIOSH 7400 and 

<0.00076 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 1 

(Open area to N)

PBA-A-3-030213-2 2-Mar-13 0.0012 F/CC
Random Area # 2 

(Open area to W)

PBA-A-3-030213-3 2-Mar-13

0.0033 F/CC by 

NIOSH 7400 and 

<0.0033 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 3 

(Open area to SE)

PBA-A-3-030213-4 2-Mar-13

0.0039 F/CC by 

NIOSH 7400 and 

<0.002 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 4 

(Open area to NW)

PBA-A-3-030213-5 2-Mar-13 0.0016 F/CC
Random Area # 5 

(Open area to S)

PBA-A-3-030213-6 2-Mar-13

0.0056 F/CC by 

NIOSH 7400 and 

<0.00093 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 6 

(Open area to E)

PBA-A-3-030213-7 2-Mar-13

0.0035 F/CC by 

NIOSH 7400 and 

<0.0018 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 7 

(Closed space to NE)

PPBA-A-3-030213-8 2-Mar-13  0.0018 F/CC
Random Area # 8 

(Hallway to SW)

PBA-A-3-030213-9 2-Mar-13

0.012 F/CC by NIOSH 

7400 and <0.003 F/CC 

by NIOSH 7402 (No 

asbestos fibers)

Random Area # 9 

(Lobby to center)

N 

Level under construction NO POROUS SURFACES WERE IDENTIFIED FOR SAMPLING Page 2 of 2
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ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0320
Date Received: 03-15-13
Date Analyzed: 03-18-13
Date Reported: 03-18-13

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 4

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T07254

PBA-A-4
-031313-01

0None
Detected

3975 0.0032 0 <0.0011

T07255

PBA-A-4
-031313-09

6Amosite4410 0.0034 54.55 0.002

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



* 

CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinone s Project) 

Address: 

~~· 

-'"' -=· 

(lj \l"S -D3~0 r::1 
""lo70-5 Y- ~ P10-QVd_9 

. )01~55 P'?S l S"5-?981~ 
CHAIN OF CUSTODY 

.. 
LAB USE ONLY: ,• 

CEI Lab Code: 
,, ; -~·- . ,.. .. 

CEI Lab I.D. Range: ; . ' 

.. . ·-· ~ ~· ;.-.. .. .. - -- .·-. 

Client#: 

Job contact: NORMA TORRES 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 Email: .nor!.ol@prmail.ne t -

Tel: 787-420-0220 

Project Name: SAQ-MGC North Tower, Santurc e , P .R. Fax: email reports 

Project 10 #: Leve l 4 P.O. #: 031 313 

"' TURN AROUND TIME I·' ' 

ASBESTOS METHOD 4 HR* 8 HR* 24HR 2 DAY 

PLM BULK EPA600 D ·o D D -PLM POINT COUNT (400) EPA600 D D D D 
PLM POINT COUNT (1000) EPA 600 D ·D D D 

.·•· 
·D D D PLM GRAVIMETRIC EPA 600 \~. ~ l . :·~ 

PLM GRAV w POINT COUNT EPA600 ·;.._; t J D D 
PCM AIR NIOSH 7400 D D o · 00 
TEMAIR A HERA D ~ D D D 
TEM AIR EPA Level l! D D D D 
TEMAIR NIOSH 7402 ____. D D - D 00 

' :-: .. /'I D D D TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D D D D 
TEM DUST MICROVAC ASTM D5755-03 D D D D 
TEM QUALITATIVE CEI LABS D D D D 
OTHER: D D D D 
LEAD PAINT .''fi 

~ - ~ 

''" 
METHOD 4 HR* 8HR* 24 HR 2DAY . . ~ v.·~~~~i '· ,;J;:Y -~. - . - D LEAD PAINT EPA SW846 70008 ;. .• .~ ' '" ~!~( .~. _.... ' - ~f;-•ll''l I • _. • , 

D LEAD WIPE EPA SW846 70008 ' t~ 
LEAD SOIL EPA SW846 7000B ;" .,;~·11~~' . ,;,_"' .. · . D 

~· ~:1~ p·. ~~~~~- } LEAD AIR NIOSH 7082 %:! '~ {,;, . ' . J: D 
. 'l ; . ~: 

D OTHER: . ..~.-.. :,.~l,>..;:::-..:· .~::..~·. ' ·- ~· • :t~ 

REMARKS : AIR SAMPLES FOR NIOSH 7400 ANALYZ ES; IF RESULT ~ -1: IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 D 

3 DAY SDAY 

D D 
D D 
D - D 
D D 
D D 
D D 
[]- - . D 
D D 

-D D 
D D 
D D 
D D 
D D 
D D . 
3 DAY 5DAY 

D D 
D D 
D D 
D D 
D D 

/ 

Accept Samples 

Reject Samples 

Date/Time 

'3/j l../)/3 /0 :/ {) 

s will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



r 
CEI~ 
COMPANY CONTACT INFORMATION 

(j§) ·p \3 - Qlj;)j 
·pt:)--5153- p~J(p, 

SAMPLING FORM 

' 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Leve l 4 Tel: 787-420-0220 

VOLUME/ Date/Time 
SA MPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - 031313/ q_: {~ 
PBA-A-4-031313-0 1 AIR-RA1- /)r(vRf.f of.(:;·ce fb /J 3,q1) 031313/ c;:S'G -~ 
PBA-A-4-031313-02 AIR-RA2- 8r~al:::. room To 5 U) l a~z&o 031313/ 9:33 
PBA-A-4-031313-03 AI R-RA3- :f'; /es/2oom . --fv ;:; 9 .q(pQ 031313/ 9:59 
PBA-A-4-031313-04 AIR-RA4- f!hvfJ...-te. o.P!iu +o :56 7;;, ~t-f () 031313/ j o:OS 
PBA-A-4-031313-05 AIR-RA5- 5a..{OJIJ A +ow l.f;/?0 031313/ q:)j2 

PBA-A-4-031313-06 AIR-RA6- /Jri va.-6e. of..Hep 1o N uJ Lf/Zrs 031313/ q;~q, 

PBA-A-4-031313-07 AIR-RA7- fri v tJ-.··{ e oP.f,'CR -A; S tf~3~) 031313/ 9:3S"' 
PBA-A-4-031313-08 AIR-RAB- Pri v o...f-e. o/2-h 'c..e fD (1/ e L/ 00~ 031313/ /O;OC> 

PBA-A-4-031313-09 AIR-RA9- /-ebb "/ fv (!f211-fe_r Lfttf t D 031313/ 9·' :28 -

A IR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALyzE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of 2 ---

VERSION CCOC.0112.212.LD 



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0427
Date Received: 03-14-13
Date Analyzed: 03-14-13
Date Reported: 03-15-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.- Level 4

Fibers / cc

P75153BLANK1 0 100Blank

P75154PBA-A-4-031313-01 26 100 0.00323975

P75155PBA-A-4-031313-02 11 100 0.00134260

P75156PBA-A-4-031313-03 6 100 0.000743960

P75157PBA-A-4-031313-04 0 100 < 0.00073840

P75158PBA-A-4-031313-05 10 100 0.00124170

P75159PBA-A-4-031313-06 12 100 0.00144215

P75160PBA-A-4-031313-07 2.5 100 < 0.000624365

P75161PBA-A-4-031313-08 0 100 < 0.000674005

P75162PBA-A-4-031313-09 30.5 100 0.00344410

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



@Pl?J-QLjJ'} 
'P?SlS 3- ?'9SIG,;2 

CE CHAIN OF CUSTODY 
LAB USE ONLY: 

;( 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 4 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NlOSH 7400 D 
TEM AIR AHERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 031313 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
·o D D D D 
D D ~ D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT ~ 
-1: IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 D 

Accept Samples 

Reject Samples 

Date/Time 

*calf to confirm RUSH analysis. s will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



COMPANY CONTACT INFORMATION 

@ ~P \Z>-oL/;/1 
?1-5VS3- ?~J&~ 

SAMPLING FORM 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 4 Tel : 787-420-0220 

VOLUME/ Date / Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - 031313/ 9_: (~ 
PBA-A-4-031313-01 AIR-RA1- /)rt"vo..f.e o{-h·u ' -(o tJ 3)_q1) 031313/ c; /5"6 
PBA-A-4-031313-02 AIR-RA2- tfr-eo.k room To 5 U) l a:~o 031313/ 9:3J> 
PBA-A-4-031313-03 AIR-RA3- p;fe5 f}_oom -fv ?; :?Jq(e 0 031313/ 9 :.59 
PBA-A-4-031313-04 AIR-RA4- fri v(J.._-te. ofi-iu -fo :5 E !J, ~Lf () 031313/ jo:OS 

PBA-A-4-031313-05 AIR-RA5- 5a...{OI1 A-fovJ Lf/?0 031313/ 9; 1{2 

PBA-A-4-031313-06 AIR-RA6- Privc..ie o+-fiCR fo NvJ Lf,Z/S 031313/ CJ:¥tf 
PBA-A-4-031313-07 AIR-RA7- fri vtJ.-ie o(}..{-t'ep -A; S lf;3~) 031313/ 9:3s-
PBA-A-4-031313-08 AIR-RAB- Pri vo...t~ c.f¥;·ce iD N e IL}, oo~ 031313/ /0:00 

PBA-A-4-031313-09 AIR-RA9- /-c hb '1 fv C!..Qil-fe_r Lf/f!D 031313/ C(.' 28 

-

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of _2 __ 
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0317
Date Received: 03-14-13
Date Analyzed: 03-16-13
Date Reported: 03-18-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Level 4

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07212
BLANK 3 0.097 9900 None

Detected
100 10 <990

T07213

PBA-MV-4
-031313-01

0.097 9900 None
Detected

100 10 <990

T07214

PBA-MV-4
-031313-02

0.097 9900 None
Detected

100 10 <990

T07215

PBA-MV-4
-031313-03

0.097 9900 None
Detected

100 10 <990

T07216

PBA-MV-4
-031313-04

0.097 9900 None
Detected

100 10 <990

T07217

PBA-MV-4
-031313-05

0.097 9901 Chrysotile100 10 990

T07218

PBA-MV-4
-031313-06

0.097 9900 None
Detected

100 10 <990

T07219

PBA-MV-4
-031313-07

0.097 9901 Chrysotile100 10 990

T07220

PBA-MV-4
-031313-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0317
Date Received: 03-14-13
Date Analyzed: 03-16-13
Date Reported: 03-18-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Level 4

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07221

PBA-MV-4
-031313-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE r I LABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481 -1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 4 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR AHERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

-D~-Oo\1~ 
lo'::l<>n d--~ 

CHAIN OF CUSTODY -ro-::;aa\ 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. # : 031313 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY SDAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D o · D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D CKl D D 
D D D D D 
D D D D D 

8 HR* 24HR 2 DAY 3DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK s 

D 
Accept Samples 

Reject Samples 

Date/Time 

*call to confirm RUSH analysis. will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 4 Tel: 787-420-0220 

VOLUMEJ Da te / Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK \ - 031313/ L4: oO 

PBA-MV-4-03131 3-01 MV-RA1- /L.er-e/Jf iol} -fo ft.) ( cJ,a;r ) 10X10 031313/ (3:'f_/ 

PBA-MV-4-031313-02 MV-RA2- f.JritJ()...-t( 0 C2-J.tc.e fv 5 W ( da.ir ) 10X10 031313/ !3 :5"'6 
PBA-MV -4-031313-03 MV-RA3- {)f}e/l Cf)biC--/!f..> -fo b ( /)flrlA'f;M 10X10 031313/ L'f :O 7' 
PBA-MV-4-031313-04 MV-RA4- 01JU1 CA.!hicJeS -f6 .S~ ( ,Oa;{r-/1·DII 10X10 031 313/ l<f·· I 2--

PBA-MV -4-031313-05 MV-RA5- 5~.Jo t7 ,L/ -k lA. J / f1 a. r fJ.f.+ J 10X10 031313/ t4 :oo 
PBA-MV-4-031313-06 MV-RA6- fdrea..t::.. rrJ~/YJ -tJ N UJ ( d,rx.i /\ 10X10 031313/ L 3 :<f8 

PBA-MV -4-031313-07 MV-RA7- f'rivo..fe O.{/,CJ; fo S ( d ai.-- )" 10X10 031313/ L4:1G 
PBA-MV-4-031313-08 MV-RA8- 01Jetl CAA.bic/f -{b ;).}b( /arfr·.fiM) 10X10 031 313/ !_¥ :o.) 

PBA-MV-4-031313-09 MV-RA9- fJIJ.fn o.ft;:cP5 --fv IU+ 2 'f daJr ) 10X10 031313/ l ~:zz 
\. 

MICROVAC SAMPLES FOR ASTM 0 5755-03 ANALYSES 

RA=RANDOM AREA 

Page 2 of 2 ---

VERSION CCOC.01 12.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0316
Date Received: 03-14-13
Date Analyzed: 03-16-13
Date Reported: 03-18-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 4

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07198
BLANK 2 0.097 990 0 None

Detected
100 10 <990

T07199

PBA-W-4
-031313-01

0.097 990 0 None
Detected

100 10 <990

T07200

PBA-W-4
-031313-02

0.097 990 0 None
Detected

100 10 <990

T07201

PBA-W-4
-031313-03

0.097 990 0 None
Detected

100 10 <990

T07202

PBA-W-4
-031313-04

0.097 990 1 Chrysotile100 10 990

T07203

PBA-W-4
-031313-05

0.097 990 0 None
Detected

100 10 <990

T07204

PBA-W-4
-031313-06

0.097 990 0 None
Detected

100 10 <990

T07205

PBA-W-4
-031313-07

0.097 990 0 None
Detected

100 10 <990

T07206

PBA-W-4
-031313-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0316
Date Received: 03-14-13
Date Analyzed: 03-16-13
Date Reported: 03-18-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 4

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07207

PBA-W-4
-031313-09

0.097 990 0 None
Detected

100 10 <990

T07208

PBA-W-4
-031313-R1

0.097 990 0 None
Detected

100 10 <990

T07209

PBA-W-4
-031313-R2

0.097 990 0 None
Detected

100 10 <990

T07210

PBA-W-4
-031313-R3

0.097 990 0 None
Detected

100 10 <990

T07211

PBA-W-4
-031313-R4

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 4 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEM AIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST VVJPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WI PE EPA SW846 7000B 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

@_113 -0"3 \ (o 
ID? \ ~'b-

CHAIN OF CUSTODY ~o9021) 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab J.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 031313 

TURN AROUND TI ME 

8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24 HR 2DAY 3DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
J3... SAMPLES PLUS 1 BLANK 

gj 
D 

Accept Samples 

Reject Samples 

* call to confirm RUSH analysis. s will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



CE SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Norto l (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Leve l 4 Tel: 787-420-0220 

VOLUME/ 
Date/ Time 

SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK 
' 

- 031313/ L~;oo 

PBA-W-4-031313-01 WIPE-RA1- fri ,;o-fe off:,.cg -fo /J ( c;:xbt·ne-1- ) 10X10 031313/ t_o:.ao 
PBA-W-4-031313-02 WIPE-RA2- ft-; tlaf.e_ om cP ··~· sw7 {Jri-"-h"') 10X10 031313/ /o:f s; 

PBA-W-4-031313-03 WIPE-RA3- Privo..-1-e offi"cP 1'b f::- (k£Jihcar-d ~ 10X10 031313/ /0: ~=~-
PBA-W-4-031313-04 WIPE-RA4- Ff /es /2&x;fll--/o 5£ ( Cl.ab i 1'7-e f ) 10X10 031313/ ftJ:S"l 
PBA-W-4-031313-05 WIPE-RA5- .5:>../or7 C f o IN ( Cflr1S.O f.re ) 10X10 031313/ /fJ; '-13 
PBA-W-4-031313-06 WIPE-RA6- t:f(pc:; ~rYJ -h; f...J(}.) (~i/le-f ) 10X10 031313/ !.. () : :5 :;.-

PBA-W-4-031313-07 WIPE-RA7- flri ro·f::e o(.h·CR -h <;" ( {:/oor- } 10X10 031313/ /O ;'f-8 
PBA-W-4-031313-08 WIPE-RA8- Co/f/!Jkr /lt;om -h NG ( r__l)a} 10X10 031313/ 10; 3.3 

PBA-W-4-031313-09 WIPE-RA9- UJorne11 f./.Rs/rool'71 fD {jJ ·Wf+'~t>' 10X10 031313/ {/J / ;;;. ::f.. 

PBA-W-4-031313-R1 WIPE-Return1- Lobb ~1 ?V u.Je:s F ... 
10X10 031313/ (_o; s-+-

PBA-W-4-031313-R2 WIPE-Return2- f-o ht:i q 1-o ..ea.sf 10X10 031313/ (/:6/ 

PBA-W-4-031313-R3 WIPE-Return3- 5-foraq.f -fr> Soa-fh 10X10 031313/ ;/:os-
PBA-W-4-031313-R4 WIPE-Return4- o.C.h'CR fo 5v.J 10X10 031313/ I I~ r 3 

P..B o llll ~ EI~WH 3..S.~ f-1-nm-•r c-. ~ 11"1V1.1L11• - v 
l--- -G3~313f 

~ t15r 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 _ _ 

VERSION CCOC.0112.2/2.LD 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 4th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-4-031313-1 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to N) 

cabinet

PBA-W-4-031313-2 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Private office to SW) 

printer machine

PBA-W-4-031313-3 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Private office to E) 

keyboard base

PBA-W-4-031313-4 13-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 4 

(Files room to SE) 

cabinet

PBA-W-4-031313-5 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Salon C to W) 

console

PBA-W-4-031313-6 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Files room to NW) 

cabinet

PBA-W-4-031313-7 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private office to S) 

floor

PBA-W-4-031313-8 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Computer room to 

NE) CPU tower

PBA-W-4-031313-9 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Women restroom to 

center) floor

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-4-031313-R1 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-4-031313-R2 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-4-031313-R3 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Storage to 

S)

PBA-W-4-031313-R4 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Office to 

SW)

N 

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 1 of 3 Level 4th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 4th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-4-031313-1 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Reception to N) chair

PBA-MV-4-031313-2 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Private office to SW) 

chair

PBA-MV-4-031313-3 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Open cubicles to E) 

partition

PBA-MV-4-031313-4 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Open cubicles to SE) 

partition

PBA-MV-4-031313-5 13-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 5 

(Salon A to W) carpet

PBA-MV-4-031313-6 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Break room to NW) 

chair

PBA-MV-4-031313-7 13-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 7 

(Private office to S) 

chair

PBA-MV-4-031313-8 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Open cubicles to NE) 

partition

PBA-MV-4-031313-9 13-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Open cubicles at RA 

2 to SW) chair; no 

porous surfaces were 

identified in RA 9

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 2 of 3 Level 4th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 4th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-4-031313-1 13-Mar-13

0.0032 F/CC by 

NIOSH 7400 and 

<0.001 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 1 

(Private office to N)

PBA-A-4-031313-2 13-Mar-13 0.0013 F/CC
Random Area # 2 

(Break room to SW)

PBA-A-4-031313-3 13-Mar-13 0.00074 F/CC
Random Area # 3 

(Files room to E) 

PBA-A-4-031313-4 13-Mar-13  < 0.0007 F/CC
Random Area # 4 

(Private office to SE)

PBA-A-4-031313-5 13-Mar-13 0.0012 F/CC
Random Area # 5 

(Salon A to W)

PBA-A-4-031313-6 13-Mar-13 0.0014 F/CC
Random Area # 6 

(Private office to NW)

PBA-A-4-031313-7 13-Mar-13 < 0.00062 F/CC
Random Area # 7 

(Private office to S)

PPBA-A-4-031313-8 13-Mar-13 < 0.00067 F/CC
Random Area # 8 

(Private office to NE)

PBA-A-4-031313-9 13-Mar-13

0.0034 F/CC by 

NIOSH 7400 and 

0.002 F/CC by NIOSH 

7402 (6 asbestos-

amosito fibers)

Random Area # 9 

(Lobby to center)

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 3 of 3 Level 4th
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Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 5th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-5-031513-1 15-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 1 

(Private office to W) 

desk

PBA-W-5-031513-2 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Storage to S) floor

PBA-W-5-031513-3 15-Mar-13

4,900 S/CM2 (5 

CHRYSOTILE 

STRUCTURES)

Random Area # 3 

(Open office to NE) 

floor

PBA-W-5-031513-4 15-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 4 

(Library to N) 

cabinet

PBA-W-5-031513-5 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Women restroom to 

center) mirror frame

PBA-W-5-031513-6 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Files room to NW) 

cabinet

PBA-W-5-031513-7 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private office to 

SE) vinyl sofa

PBA-W-5-031513-8 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Private office to E) 

credenza

PBA-W-5-031513-9 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(File room to SW) 

floor

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-5-031513-R1 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-5-031513-R2 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E) 

PBA-W-5-031513-R3 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

SE)

N 

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 1 of 4 Level 5th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 5th

PBA-W-5-031513-R4 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

S)

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-5-031513-1 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to W) 

chair

PBA-MV-5-031513-2 15-Mar-13

2,000 S/CM2 (2 

CHRYSOTILE 

STRUCTURES 

DETECTED)

Random Area # 2 

(Open area to S) chair

PBA-MV-5-031513-3 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Cubicle office to NE) 

chair

PBA-MV-5-031513-4 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Cubicle office to N) 

partition

PBA-MV-5-031513-5 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Open office at RA 7 

to SE) cardboard box; 

no porous surfaces 

were identified in RA 5

PBA-MV-5-031513-6 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to NW) 

chair

PBA-MV-5-031513-7 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7 

(Breakroom to SE ) 

chair

PBA-MV-5-031513-8 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Cubicle office to E) 

chair

PBA-MV-5-031513-9 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Open cubicle to SW) 

chair

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 2 of 4 Level 5th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 5th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-5-031513-1 15-Mar-13

0.0063 F/CC by 

NIOSH 7400 and 

<0.0009 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 1 

(Private office to W)

PBA-A-5-031513-2 15-Mar-13 0.0016 F/CC
Random Area # 2 

(Hearing room to S)

PBA-A-5-031513-3 15-Mar-13

0.0026 F/CC by 

NIOSH 7400 and 

0.001 F/CC by NIOSH 

7402 (1 amosite fiber)

Random Area # 3 

(Private office to NE) 

PBA-A-5-031513-4 15-Mar-13

0.0042 F/CC by 

NIOSH 7400 and 

0.001 F/CC by NIOSH 

7402 (3 amosite fibers)

Random Area # 4 

(Server room to N)

PBA-A-5-031513-5 15-Mar-13

0.0034 F/CC by 

NIOSH 7400 and 

<0.00057 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 5 

(Lobby to center)

PBA-A-5-031513-6 15-Mar-13 0.0014 F/CC

Random Area # 6 

(Secretary office to 

NE)

PBA-A-5-031513-7 15-Mar-13 < 0.00071 F/CC
Random Area # 7 

(Private office to SE)

PPBA-A-5-031513-8 15-Mar-13 < 0.0007 F/CC
Random Area # 8 

(Open offices to E)

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 3 of 4 Level 5th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 5th

PBA-A-5-031513-9 15-Mar-13

0.0047 F/CC by 

NIOSH 7400 and 

0.001 F/CC by NIOSH 

7402 (2 amosite fibers)

Random Area # 9 

(Copy room to SW)

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 4 of 4 Level 5th



Minillas Government Building North Tower
San Juan, P.R.

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 1 of 4 Level 5th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 5th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-5-031513-1 15-Mar-13
990 S/CM2 (1 
CHRYSOTILE 
STRUCTURE)

Random Area # 1 
(Private office to W) 

desk

PBA-W-5-031513-2 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 2 
(Storage to S) floor

PBA-W-5-031513-3 15-Mar-13
4,900 S/CM2 (5 
CHRYSOTILE 
STRUCTURES)

Random Area # 3 
(Open office to NE) 

floor

PBA-W-5-031513-4 15-Mar-13
990 S/CM2 (1 
CHRYSOTILE 
STRUCTURE)

Random Area # 4 
(Library to N) 

cabinet

PBA-W-5-031513-5 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Women restroom to 
center) mirror frame

PBA-W-5-031513-6 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Files room to NW) 

cabinet

PBA-W-5-031513-7 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 7  
(Private office to 

SE) vinyl sofa

PBA-W-5-031513-8 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 8 
(Private office to E) 

credenza

PBA-W-5-031513-9 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(File room to SW) 

floor

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-5-031513-R1 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
W)

PBA-W-5-031513-R2 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
E) 

PBA-W-5-031513-R3 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Offices to 
SE)

N 

N 



Minillas Government Building North Tower
San Juan, P.R.

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 2 of 4 Level 5th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 5th

PBA-W-5-031513-R4 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Offices to 
S)

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-5-031513-1 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 1 
(Private office to W) 

chair

PBA-MV-5-031513-2 15-Mar-13

2,000 S/CM2 (2 
CHRYSOTILE 
STRUCTURES 
DETECTED)

Random Area # 2 
(Open area to S) chair

PBA-MV-5-031513-3 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 3 
(Cubicle office to NE) 

chair

PBA-MV-5-031513-4 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 4 
(Cubicle office to N) 

partition

PBA-MV-5-031513-5 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Open office at RA 7 

to SE) cardboard box; 
no porous surfaces 

were identified in RA 5

PBA-MV-5-031513-6 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Private office to NW) 

chair

PBA-MV-5-031513-7 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 7 
(Breakroom to SE ) 

chair

PBA-MV-5-031513-8 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 8 
(Cubicle office to E) 

chair

PBA-MV-5-031513-9 15-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(Open cubicle to SW) 

chair

N 



Minillas Government Building North Tower
San Juan, P.R.

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 3 of 4 Level 5th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 5th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-5-031513-1 15-Mar-13

0.0063 F/CC by 
NIOSH 7400 and 
<0.0009 F/CC by 
NIOSH 7402 (No 
asbestos fibers)

Random Area # 1 
(Private office to W)

PBA-A-5-031513-2 15-Mar-13 0.0016 F/CC Random Area # 2 
(Hearing room to S)

PBA-A-5-031513-3 15-Mar-13

0.0026 F/CC by 
NIOSH 7400 and 
0.001 F/CC by NIOSH 
7402 (1 amosite fiber)

Random Area # 3 
(Private office to NE) 

PBA-A-5-031513-4 15-Mar-13

0.0042 F/CC by 
NIOSH 7400 and 
0.001 F/CC by NIOSH 
7402 (3 amosite fibers)

Random Area # 4 
(Server room to N)

PBA-A-5-031513-5 15-Mar-13

0.0034 F/CC by 
NIOSH 7400 and 
<0.00057 F/CC by 
NIOSH 7402 (No 
asbestos fibers)

Random Area # 5 
(Lobby to center)

PBA-A-5-031513-6 15-Mar-13 0.0014 F/CC
Random Area # 6 
(Secretary office to 

NE)

PBA-A-5-031513-7 15-Mar-13 < 0.00071 F/CC Random Area # 7 
(Private office to SE)

PPBA-A-5-031513-8 15-Mar-13 < 0.0007 F/CC Random Area # 8 
(Open offices to E)

N 



Minillas Government Building North Tower
San Juan, P.R.

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 4 of 4 Level 5th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 5th

PBA-A-5-031513-9 15-Mar-13

0.0047 F/CC by 
NIOSH 7400 and 
0.001 F/CC by NIOSH 
7402 (2 amosite fibers)

Random Area # 9 
(Copy room to SW)



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0447
Date Received: 03-18-13
Date Analyzed: 03-18-13
Date Reported: 03-19-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 5

Fibers / cc

P75249BLANK 1 0 100Blank

P75250PBA-A-5-031513-01 52 100 0.00634035

P75251PBA-A-5-031513-02 12 100 0.00163690

P75252PBA-A-5-031513-03 21 100 0.00263960

P75253PBA-A-5-031513-04 33.5 100 0.00423930

P75254PBA-A-5-031513-05 26.5 100 0.00343780

P75255PBA-A-5-031513-06 11 100 0.00143975

P75256PBA-A-5-031513-07 4 100 < 0.000713795

P75257PBA-A-5-031513-08 4 100 < 0.00073840

P75258PBA-A-5-031513-09 39 100 0.00474110

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm 2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 5 Tel: 787-420-0220 

VOLUME/ Date / Time 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - 031513/ q ;OO 

PBA-A-5-031513-0 1 AIR-RA1 - /ri tl'"--tr? o.{-'f-/o n W i.fpES: 031513/ 8 : 3 f 
PBA-A-5-031513-02 AIR-RA2- 1-/eo.r t'"'CJ. room ~ S 3 6 10 031513/ f; s-<1-

PBA-A-5-031513-03 AIR-RA3- f.s_- ivtt..ie" oPf-iC-R -fo IJ_§_ o.q6() 031513/ ~:3 -:f.... 

PBA-A-5-031513-04 AIR-RA4- Ser ver yrJD rv-> ~ ;J 3Cf3 0 031513/ z·Y-o 
PBA-A-5-031513-05 AIR-RA5- f._obb'f CR.tTfer .3/ 7~1) 031513/ 9: tf-9 

PBA-A-5-03151 3-06 AIR-RA6- Secr..ei;av-_!f_ o_.f±_ c.R -h N W ~q7> 031513/ j>." 3S""' 

PBA-A-5-031513-07 AIR-RA7- (Jrivtt-{_l' _Qffi~ 1!?_ Sc 3 795 031513/ 8': 'f:.7-
PBA-A-5-031513-08 AIR-RAB- ()pen o.P(-.-C.()S p 6 3,&'/ f) 031513/ ~ ;4<-f 

PBA-A-5-031513-09 AIR-RA9- C!PJP'f roo I""" ""j-tJ S W 4 .!/D 031513/ 'if: e. T-

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of_2 _ _ 

VERSION CCOC.0112.2/2.LD 



107 New Edition Court, Cary, NC 27511 

Tel: 866-481 -1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 5 

ASBESTOS METHOD 4HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEILABS D 
OTHER: D 

LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

@) p l3 -Q Cfi-lf. 
P?S:Jcft-

CHAIN OF CUSTODY PT'5~ 
LAB US E ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 031513 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D o D D D 
D D IAl D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMAR~S: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
-'1- IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

Accept Samples 

Reject Samples 

DatefTime 

*Call to confirm RUSH analysis. 

VERSION CCOC.0112.1/2.LD 



ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0341
Date Received: 03-19-13
Date Analyzed: 03-20-13
Date Reported: 03-21-13

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 5

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

0&Round
(PCM_f_cc*cAsbestos_Percent_Niosh_Structure_Type_2/100;3)

T07364

PBA-A-5
-031513-01

0None
Detected

4035 0.0063 0 <0.0009
<0.0009

PCM_f_cc .0063

T07365

PBA-A-5
-031513-03

1Amosite3960 0.0026 33.33 0.001
<0.0013

PCM_f_cc .0026

T07366

PBA-A-5
-031513-04

3Amosite3930 0.0042 27.27 0.001
1Chrysotile 9.09 0.0004

PCM_f_cc .0042

T07367

PBA-A-5
-031513-05

0None
Detected

3780 0.0034 0 <0.00057
<0.00057

PCM_f_cc .0034

T07368

PBA-A-5
-031513-09

2Amosite4110 0.0047 25 0.001
<0.00078

PCM_f_cc .0047

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



eEl £€¥ - L~: 
107 New Edition Court, Cary, NC 2751 1 

Tel: 866-481-1 41 2; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

~ :r-·-;.,_~~ 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level 5 

.. .. 
ASBESTOS · METHOD 4 HR" 

PLM BULK EPA600 D 
PLM POINT COUNT EPA600 D 
PLM POINT COUNT EPA600 

PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 

TEMAIR A HERA 

TEMAIR EPA Levell! 

TEMAIR NIOSH 7402 

TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 

TEM DUST MICROVAC ASTM D5755-03 

TEM QUALITATIVE CEI LABS 

METHOD 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

LAB USE ONLY: 

CEI Lab Code: -

CEI Lab I.D. Range: 

- ..•. -
- -· ~ . .,~ - -:;.-

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 03151 3 

8 HR" 3DAY 5 DAY.-

D D D 
D D D 

D D 
D D 
D D 

D D D 
.o . D D 
D D D D 
D 00 D D 
D D D D 
D D D D 
D D D D 
D D .. D D 
D D D D 

2DAY 3 DAY 

D D 
D D 
D D D 
D D D 
D D D 

REMAR~S: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
-'1 - IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

Accept Samples 

Reject Samples 

DatefTime 

!0=-0() 

e disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



~ osz~ -p\0-Cfll~ 
(13-03'// 

SAMPLING FORM 

COMPANYi.CONTACJ1;1NFORMATION;~~~~:}~~:~jli~~:~~~'f:;:~~~:;~1~~~·~Ii{~\~~i.).~.;::.::~stf~q1Y:~%YLi':i,~'~{J;i;{:~~~§i.:~:s:'!2~~J%l?11t:~~7if?!~~f,Ni8~:I::'-:f:~'t 

Comj)any: Nortol (S. Quinones Project) Job Contact N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level 5 Tel: 787-420-0220 

PBA-A-5-031513-01 AIR-RA1 lrlJ/"--f,r( o-f.h'CI Ta W 
PBA-A-5-031513-02 A!R=RA2" /1'-e.o.rt' ''f ,-oom 'fb S 
PBA-A-5-031513-03 A!R 0 .l\3· P~t r/Po..£~ ofHc..R To /JG 
PBA-A-5-031513-04 AIO OA A ~""'-·'~- >Hlrl L.. A I .......... ·~ ._jf::l' V'C, ,.,...,. '1lJ fV 

PBA-A-5-031513-05 AID Dl\1:;_ I LJhh~ ,...., _1s:, ~~ ...... ~.....- ~· 

PBA-A-5-031513-07 AIR-RA ·- fl,-i"vtl-t~ of'fi(.{' fo 55 
PBA-A-5-031513-08 

PBA-A-5-031513-09 1\U'") OAn 
,.,.,, ,-, "-'"'W'' 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANAL VZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

nF'I 

4.1/D 

~>:.S:i.~,:~:: . 
• ~.: .. , '" ,, :':';~~~n::.::·;:r; ~,, 

031513/ q: oo 
031513/ 8/3/ 

03151 

031513/ 

031513/ z: '-f-0 

031513/ 9 ,· ~9 
031513/ p: ::Js-
031513/ K: Yr 
031513/ ~' 4'-f 
03151 YI~ e.=r 

Page 2 of_2 __ 

VERSION CCOC.0112.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0342
Date Received: 03-19-13
Date Analyzed: 03-20-13
Date Reported:

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 5

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07369
BLANK3 0.097 9900 None

Detected
100 10 <990

T07370

PBA-MV-5
-031513-01

0.097 9900 None
Detected

100 10 <990

T07371

PBA-MV-5
-031513-02

0.097 9902 Chrysotile100 10 2,000

T07372

PBA-MV-5
-031513-03

0.097 9900 None
Detected

100 10 <990

T07373

PBA-MV-5
-031513-04

0.097 9900 None
Detected

100 10 <990

T07374

PBA-MV-5
-031513-05

0.097 9900 None
Detected

100 10 <990

T07375

PBA-MV-5
-031513-06

0.097 9900 None
Detected

100 10 <990

T07376

PBA-MV-5
-031513-07

0.097 9900 None
Detected

100 10 <990

T07377

PBA-MV-5
-031513-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0342
Date Received: 03-19-13
Date Analyzed: 03-20-13
Date Reported:

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 5

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07378

PBA-MV-5
-031513-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



~ CEILABS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 5 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEM AIR A HERA D 
TEM AIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WII?E ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 

-

TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

@l\'3 - o33' 1 634~ ~'~--6Y<-Jo ® 
Yo:;. 3Co q-/o-;;;:;<o P1S Q~ _.,.~r:ts~~ 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 031513 

TURN AROUND TIME 

8 HR" 24HR 2 DAY 3 DAY 5 DAY 

D D D D D 
D D D D 0 
D D D D D 
D D 0 0 D 
D D D D D 
D D D D D 
D D D -.~ D D 
D D D D 0 
D D D D D 
D D D D D 
D D D D D 
D D ~ D D 
D D D D D 
D D D D D 

8 HR" 24 HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. \ 

VERSION CCOC.0112.1/2.LD 



COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 5 Tel: 787-420-0220 

VOLUME/ Date/Time 
SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK - 031513/ ;o:c.to 
PBA-MV-5-031513-01 MV-RA1- _fj-it!a..-{-e o.f2{-ic.t p Ill/ ( c}taiy) 10X10 031513/ /o: D + 
PBA-MV-5-031513-02 MV-RA2- .f+ea.rit?q y"OoTYI Tv S ( c}1air } 10X10 031 51 3/ q:s-+-
PBA-MV-5-031513-03 MV-RA3- Cubic/-<.. o.f.2h·c.e. -/b NEf~cu/) 10X10 031513/ /0: I~ 
PBA-MV-5-031513-04 MV-RA4- Cftbic#. of.h·c.e fo jJ ( pa..-1:/·t:io~'~ 10X10 I'-- 031513/ !o: ;3 

PBA-MV -5-031513-05 MV-RA5- :[_o 1<1+-.::t- :5-to_~.e -/v se; (C()'"ndff~cr- II 10X10 031513/ I o: 3D 

PBA-MV-5-031513-06 MV-RA6- fJrivo .. :i-e o P.{;cJ( -ju tJ vJ ( c__Aa.; r ) 10X10 031513/ 1 o: o lf 
PBA-MV-5-031513-07 MV-RA7- 1:3 Y'e~IL J'OOM To 56 ( vha.i v ) 10X10 031513/ ;o:zy 
PBA-MV-5-031513-08 MV-RA8- (.uh,·cfe ofh'cR f'v :F. ( c),t:JJ r ) 10X10 031513/ fo,·:;z_o 

PBA-MV -5-031513-09 MV-RA9- 0/JR" cub,-cNs (D S()) (cJ.aJr) 10X10 031513/ I o:tn> 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY 

CEI Lab Code: T13-0331
Date Received: 03-18-13
Date Analyzed: 03-19-13
Date Reported: 03-20-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 5

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07304

PBA-W-5
-031513-01

0.097 990 1 Chrysotile100 10 990

T07305

PBA-W-5
-031513-02

0.097 990 0 None
Detected

100 10 <990

T07306

PBA-W-5
-301513-03

0.097 990 5 Chrysotile100 10 4,900

T07307

PBA-W-5
-301513-04

0.097 990 1 Chrysotile100 10 990

T07308

PBA-W-5
-301513-05

0.097 990 0 None
Detected

100 10 <990

T07309

PBA-W-5
-301513-06

0.097 990 0 None
Detected

100 10 <990

T07310

PBA-W-5
-301513-07

0.097 990 0 None
Detected

100 10 <990

T07311

PBA-W-5
-301513-08

0.097 990 0 None
Detected

100 10 <990

T07312

PBA-W-5
-301513-09

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0331
Date Received: 03-18-13
Date Analyzed: 03-19-13
Date Reported: 03-20-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 5

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07313

PBA-W-5
-301513-R1

0.097 990 0 None
Detected

100 10 <990

T07314

PBA-W-5
-301513-R2

0.097 990 0 None
Detected

100 10 <990

T07315

PBA-W-5
-301513-R3

0.097 990 0 None
Detected

100 10 <990

T07316

PBA-W-5
-301513-R4

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE K I L A GS 

107 New Edition Court, Cary, NC 2751 1 

Tel: 866-481-1412; Fax: 919-481- 1442 

COMPANY CONTACT INFORMATION 

c ompany: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN , P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 # : Level 5 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVI METRIC EPA600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-()5 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 

LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

~'2>--0331 
=ro1~-1b1::J~ 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O . #: 031513 

TURN AROUND TI ME 

8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D 0 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2DAY 3 DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
/3 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. 

VERSION CCOC.0112.1/2.LD 



CE SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 5 Tel: 787-420-0220 

VOLUME/ 
Date/ Time 

SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

. ·'" lc\ BLANK 2 BLANK - 031513/ 10 :s-o 

PBA-W-5-031 513-01 WIPE-RA1- fJri v(l..-fe oPP,·cJl fv W ( c/Rst:. ) 10X10 031513/ 9 ." ; 3 

PBA-W-5-031 513-02 WIPE-RA2- .5,-Co .-rt.q.e fo ... '-; ( p(oov- J 10X10 031513/ 9:;!.,9 

PBA-W-5-031 513-03 WIPE-RA3- Open o-tHu fo iJ~ (P foo.- ) 10X10 031513/ q; tq ~ 

PBA-W-5-031 513-04 WIPE-RA4- Li~r-o... rt.f --f'o p ( tp..h J r~...f'l:- ) 10X10 031513/ q : It-

PBA-W-5-031 513-05 IJ..I_r'. 'KY.!'¥'fiJ ~e_,rfty 'M ' WIPE-RA5- 7"7" "- ~ C 10X10 031513/ ct:or; 
PBA-W-5-031 513-06 WIPE-RAG- 0/e {Zo of'YI 1'0 IV uJ ( CP.Ior"~ ) 10X10 031513/ q : ;~ 

PBA-W-5-031513-07 WIPE-RA7- f?r/vt'- -ef c.(:(-;·q fo St;- (t/l·tt ~ f ~ 10X10 031513/ 9; 2(;> 

PBA-W-5-031513-08 WIPE-RA8- f r-ivi'A 1;< o.(.',{;·c.p fo "(3 (~:~JellZA 10X10 031513/ q:z_3 

PBA-W-5-031513-09 WIPE-RA9- Ft/e f{.oorYI --fD 5 VJ ( -ff";;ov- ) 10X10 031513/ Cf : D2' 

PBA-W-5-031513-R1 WIPE-Return1- _L.Dbb tt To vv.esj__ 10X10 031513/ 9:os-
PBA-W-5-031513-R2 WIPE-Return2- f_o bb ~} ~ Ea t.T 10X10 031513/ '}_ : 4e::- 5 K ~ 

PBA-W-5-031513-R3 WIPE-Return3- S'P r f1o.. tp -fo SE 10X10 031513/ q :c.; z.. 
PBA-W-5-031 5 13-R4 WIPE-Retum4- /..lea.riTICf /VO/Yl -fv :::f 10X10 031513/ 9: t/ 1_ 

~ P-SA w s 9d~§~a s WIE!E-S11ppl¥ 1eXHl . aa~s~a~ -

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANOOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.212.LD 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 5th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-5-031513-1 15-Mar-13

1,000 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 1 

(Private office to W) 

desk

PBA-W-5-031513-2 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Storage to S) floor

PBA-W-5-031513-3 15-Mar-13

4,900 S/CM2 (5 

CHRYSOTILE 

STRUCTURES)

Random Area # 3 

(Open office to NE) 

floor

PBA-W-5-031513-4 15-Mar-13

1,000 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 4 

(Library to N) 

cabinet

PBA-W-5-031513-5 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Women restroom to 

center) mirror frame

PBA-W-5-031513-6 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Files room to NW) 

cabinet

PBA-W-5-031513-7 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private office to SE) 

vinyl sofa

PBA-W-5-031513-8 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Private office to E) 

credenza

PBA-W-5-031513-9 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(File room to SW) 

floor

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-5-031513-R1 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-5-031513-R2 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E) 

PBA-W-5-031513-R3 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

SE)

PBA-W-5-031513-R4 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

S)

N 

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 1 of 3 Level 5th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 5th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-5-031513-1 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to W) 

chair

PBA-MV-5-031513-2 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Open area to S) chair

PBA-MV-5-031513-3 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Cubicle office to NE) 

chair

PBA-MV-5-031513-4 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Cubicle office to N) 

partition

PBA-MV-5-031513-5 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Open office at RA 7 

to SE) cardboard box; 

no porous surfaces 

were identified in RA 5

PBA-MV-5-031513-6 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to NW) 

chair

PBA-MV-5-031513-7 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7 

(Breakroom to SE ) 

chair

PBA-MV-5-031513-8 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Cubicle office to E) 

chair

PBA-MV-5-031513-9 15-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Open cubicle to SW) 

chair

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 2 of 3 Level 5th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 5th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-5-031513-1 15-Mar-13

0.0063 F/CC by 

NIOSH 7400 and 

<0.0009 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 1 

(Private office to W)

PBA-A-5-031513-2 15-Mar-13 0.0016 F/CC
Random Area # 2 

(Hearing room to S)

PBA-A-5-031513-3 15-Mar-13

0.0026 F/CC by 

NIOSH 7400 and 

0.001 F/CC by NIOSH 

7402 (1 amosite fiber)

Random Area # 3 

(Private office to NE) 

PBA-A-5-031513-4 15-Mar-13

0.0042 F/CC by 

NIOSH 7400 and 

0.001 F/CC by NIOSH 

7402 (3 amosite fibers)

Random Area # 4 

(Server room to N)

PBA-A-5-031513-5 15-Mar-13

0.0034 F/CC by 

NIOSH 7400 and 

<0.00057 F/CC by 

NIOSH 7402 (No 

asbestos fibers)

Random Area # 5 

(Lobby to center)

PBA-A-5-031513-6 15-Mar-13 0.0014 F/CC

Random Area # 6 

(Secretary office to 

NE)

PBA-A-5-031513-7 15-Mar-13 < 0.00071 F/CC
Random Area # 7 

(Private office to SE)

PPBA-A-5-031513-8 15-Mar-13 < 0.0007 F/CC
Random Area # 8 

(Open offices to E)

PBA-A-5-031513-9 15-Mar-13

0.0047 F/CC by 

NIOSH 7400 and 

0.001 F/CC by NIOSH 

7402 (2 amosite fibers)

Random Area # 9 

(Copy room to SW)

N 

NO A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING                      Page 3 of 3 Level 5th
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Minillas Government Building North Tower
San Juan, P.R.

Level under construction NO POROUS SURFACES OR A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING Page 1 of 3

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 6th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-6-032313-1 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 1 
(Water fountain to 

center) top

PBA-W-6-032313-2 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 2 
(Open space to SW) 

floor

PBA-W-6-032313-3 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 3 
(Hallway to NE) floor

PBA-W-6-032313-4 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 4 
(Private office to N) 

window glass

PBA-W-6-032313-5 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Storage to E) 

cabinet

PBA-W-6-032313-6 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Open space to W) 

floor

PBA-W-6-032313-7 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 7 
(Open space to 

NW) desk

PBA-W-6-032313-8 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 8  
(Private office to 

SE) desk

PBA-W-6-032313-9 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(Files room to S) 

cabinet

A/C RETURNS WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-6-032313-R1 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
E)

PBA-W-6-032313-R2 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
W)

PBA-W-6-032313-R3 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Offices to 
SW)

PBA-W-6-032313-R4 23-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Files room 
to SE)

N 

N 



Minillas Government Building North Tower
San Juan, P.R.

Level under construction NO POROUS SURFACES OR A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING Page 2 of 3

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 6th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-6-032313-1 23-Mar-13 0.0011 F/CC
Random Area # 1 

(Women restroom to 
center)

PBA-A-6-032313-2 23-Mar-13 < 0.00072 F/CC Random Area # 2 
(Private office to SW)

PBA-A-6-032313-3 23-Mar-13 < 0.00074 F/CC Random Area # 3 
(Private office to NE)

PBA-A-6-032313-4 23-Mar-13 < 0.00074 F/CC Random Area # 4 
(Reception to N)

PBA-A-6-032313-5 23-Mar-13 0.0012 F/CC Random Area # 5 
(Hallway to E)

PBA-A-6-032313-6 23-Mar-13 < 0.00073 F/CC Random Area # 6 
(Hallway to W)

PBA-A-6-032313-7 23-Mar-13 < 0.00074 F/CC Random Area # 7 
(Private office to NW)

PPBA-A-6-032313-8 23-Mar-13 < 0.00075 F/CC Random Area # 8 
(Files room to SE)

N 



Minillas Government Building North Tower
San Juan, P.R.

Level under construction NO POROUS SURFACES OR A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING Page 3 of 3

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 6th

PBA-A-6-032313-9 23-Mar-13 < 0.0007 F/CC
Random Area # 9 

(Former conference to 
S)



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0498
Date Received: 03-25-13
Date Analyzed: 03-26-13
Date Reported: 03-26-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 6

Fibers / cc

P75503BLANK 1 0 100Blank

P75504PBA-A-6-032313-01 8 100 0.00113705

P75505PBA-A-6-032313-02 4 100 < 0.000723765

P75506PBA-A-6-032313-03 4 100 < 0.000743660

P75507PBA-A-6-032313-04 3 100 < 0.000743645

P75508PBA-A-6-032313-05 9 100 0.00123615

P75509PBA-A-6-032313-06 2 100 < 0.000733705

P75510PBA-A-6-032313-07 2 100 < 0.000743645

P75511PBA-A-6-032313-08 4 100 < 0.000753615

P75512PBA-A-6-032313-09 0 100 < 0.00073825

P75513BLANK 2 0 100Blank

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample.
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Anna Malmberg

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



CE 
rr I LABS LAB USE ONLY: 

~ 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 # : Level 6 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level l! D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

CEI Lab Code: 

CEI Lab I.D. Range: 

C lient#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. # : 032313 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D G 
D D [j D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24 HR 2 DAY 3DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMAR~S: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
?f IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

Accept Samples 

. Reject Samples 

ived By: 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 6 Tel: 787-420-0220 

VOLU ME/ Date / Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - 032313/ 7 : tb 

PBA-A-6-032313-01 AIR-RA1- i.JJornen t<5frt:Jom -fa (!f}r?/er 310? 032313/ 7~.33 

PBA-A-6-032313-02 AIR-RA2- fJPivo.-{e *f;CR fo Sa) ?; 1~ 5' 032313/ 7 .'19 

PBA-A-6-032313-03 AIR-RA3- fr1 va t:e tJ.f-h·CJ? fo NE 3 600 032313/ / .· .tfl 

PBA-A-6-032313-04 AIR-RA4- R.e c..Rt:]{io.t? ~;) 3~tf5" 032313/ 7;3 7 

PBA-A-6-032313-05 AIR-RAS- /fa.. ffw o 1/ -fo £ 30 f~ 03231 3/ / : {8 

PBA-A-6-032313-06 AIR-RA6- /ftJ.(f c..U O. '{ fo ru 3PfO~ 032313/ 1:~8 

PBA-A-6-032313-07 AIR-RA7- t!-rvo...U o f:(:;·c.r; -{o ).)()..) 3 6tf5' 032313/ z: -:J- '~ 
PBA-A-6-032313-08 AIR-RA8- J:"Nes f!_o om -fD s~ J0 15 032313/ /.'..S I 

PBA-A-6-032313-09 AIR-RA9- .:/o r 1?1 e r C!Jn-f!.e f'Y? 1'1 a? fOO•"(l To 5 ?;<g~~ 032313/ 7."/S 

BLANK 2 BLANK --- 032313/ ? :i D 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0359
Date Received: 03-25-13
Date Analyzed: 03-26-13
Date Reported: 03-27-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 6

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07532
Blank3 0.097 990 0 None

Detected
100 10 <990

T07533

PBA-W-6
-032313-01

0.097 990 0 None
Detected

100 10 <990

T07534

PBA-W-6
-032313-02

0.097 990 0 None
Detected

100 10 <990

T07535

PBA-W-6
-032313-03

0.097 990 0 None
Detected

100 10 <990

T07536

PBA-W-6
-032313-04

0.097 990 0 None
Detected

100 10 <990

T07537

PBA-W-6
-032313-05

0.097 990 0 None
Detected

100 10 <990

T07538

PBA-W-6
-032313-06

0.097 990 0 None
Detected

100 10 <990

T07539

PBA-W-6
-032313-07

0.097 990 0 None
Detected

100 10 <990

T07540

PBA-W-6
-032313-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0359
Date Received: 03-25-13
Date Analyzed: 03-26-13
Date Reported: 03-27-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 6

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07541

PBA-W-6
-032313-09

0.097 990 0 None
Detected

100 10 <990

T07542

PBA-W-6
-032313-R1

0.097 990 0 None
Detected

100 10 <990

T07543

PBA-W-6
-032313-R2

0.097 990 0 None
Detected

100 10 <990

T07544

PBA-W-6
-032313-R3

0.097 990 0 None
Detected

100 10 <990

T07545

PBA-W-6
-032313-R4

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481 -1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 6 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480..05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

@JI-"3-035~ 
lb753Q.-/6?5YS 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client #: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O.#: 032313 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY 5DAY 

D D D D D 
D D D D D 
D 0 D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D 0 
D D D D D 
D D D D D 
D D lXI D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
13 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

Date/Time 

*call to confirm RUSH analysis. 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 6 Tel : 787-420-0220 

SAMPLE ID# DESCRIPTION I LOCATION 

BLANK~ ?Cr' BLANK 

PBA-W-6-032313-01 

PBA-W-6-032313-02 WIPE-RA2- Ofl{!./1 StXJ.,CR -lo stJJ (:p{oor ) 

PBA-W-6-032313-03 WIPE-RA3- f.l..tJ..{( o-JOJ! fz> ~fi (P/klr I 
PBA-W-6-032313-04 

PBA-W-6-032313-05 WIPE-RA5- ~-fl>ro.q(! -kJ f: !(.a bri?p-{- \ 

PBA-W-6-032313-06 

PBA-W-6-032313-07 WIPE-RA7- 0tJ.fJ1 s tJ().._(!_{) -In N w ( dt2s r::. ) 
PBA-W-6-032313-08 

PBA-W-6-032313-09 

PBA-W-6-032313-R1 WIPE-Return1 - Lobhrt -/-o f!3 
PBA-W-6-032313-R2 WIPE-Return2- whb Ll h uJ 
PBA-W-6-032313-R3 WIPE-Return3- !Jf.+iCR. fi; 5 W 
PBA-W-6-032313-R4 WIPE-Return4- (l/es /'OOOf ~ £e 

WIPE SAMPLES FOR ASTM 0 6480-05 ANALYSES 

RA=RANDOM AREA 

VOLUME/ 
AREA 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

Date/ Time 

COMMENTS 

032313/ 9 ; ¥o 

032313/ 8: ..3 :b 
032313/ F: I 3 

032313/ 8' : 35"' 

032313/ ~,; pz. 3 
032313/ 9,: 3 -::j.--

032313/ ? ; I t 
032313/ $ : ..2 1 
0323 13/ <j'; tf-1 
032313/ ~: I u 
032313/ ~ :t3 
032313/ <g; tj::r 
032313/ lf i 53 

032313/ <3: '5'1 

Page 2 of _2 __ 

VERSION CCOC.0112.212.LD 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 6th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-6-032313-1 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Water fountain to 

center) top

PBA-W-6-032313-2 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Open space to SW) 

floor

PBA-W-6-032313-3 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Hallway to NE) floor

PBA-W-6-032313-4 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to N) 

window glass

PBA-W-6-032313-5 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Storage to E) 

cabinet

PBA-W-6-032313-6 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Open space to W) 

floor

PBA-W-6-032313-7 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7 

(Open space to 

NW) desk

PBA-W-6-032313-8 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8  

(Private office to 

SE) desk

PBA-W-6-032313-9 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Files room to S) 

cabinet

A/C RETURNS WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-6-032313-R1 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-6-032313-R2 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-6-032313-R3 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

SW)

PBA-W-6-032313-R4 23-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Files room 

to SE)

N 

N 

Level under construction NO POROUS SURFACES OR A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING Page 1 of 3



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 6th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-6-032313-1 23-Mar-13 0.0011 F/CC

Random Area # 1 

(Women restroom to 

center)

PBA-A-6-032313-2 23-Mar-13 < 0.00072 F/CC
Random Area # 2 

(Private office to SW)

PBA-A-6-032313-3 23-Mar-13 < 0.00074 F/CC
Random Area # 3 

(Private office to NE)

PBA-A-6-032313-4 23-Mar-13 < 0.00074 F/CC
Random Area # 4 

(Reception to N)

PBA-A-6-032313-5 23-Mar-13 0.0012 F/CC
Random Area # 5 

(Hallway to E)

PBA-A-6-032313-6 23-Mar-13 < 0.00073 F/CC
Random Area # 6 

(Hallway to W)

PBA-A-6-032313-7 23-Mar-13 < 0.00074 F/CC
Random Area # 7 

(Private office to NW)

PPBA-A-6-032313-8 23-Mar-13 < 0.00075 F/CC
Random Area # 8 

(Files room to SE)

N 

Level under construction NO POROUS SURFACES OR A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING Page 2 of 3



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 6th

PBA-A-6-032313-9 23-Mar-13 < 0.0007 F/CC

Random Area # 9 

(Former conference to 

S)

Level under construction NO POROUS SURFACES OR A/C SUPPLIES WERE IDENTIFIED FOR SAMPLING Page 3 of 3
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Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 1 of 5 Level 7th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 7th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-07-032513-1 25-Mar-13
2,000 S/CM2 (2 
CHRYSOTILE 
STRUCTURES)

Random Area # 1 
(Private office to 

NE) desk

PBA-W-07-032513-2 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 2 
(Cubicle office to 

SW) table

PBA-W-07-032513-3 25-Mar-13

990 S/CM2 (1 
CHRYSOTILE 
STRUCTURE 
DETECTED)

Random Area # 3 
(Hallway to center) 

floor

PBA-W-07-032513-4 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 4 
(Fire extinguisher 

box to W) metal top

PBA-W-07-032513-5 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Private office to 

NW) elevated 
cabinet

PBA-W-07-032513-6 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Private office to E) 

elevated cabinet

PBA-W-07-032513-7 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 7  
(Private office to S) 

keyboard base

PBA-W-07-032513-8 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 8 
(Reception area to 

N) small table

PBA-W-07-032513-9 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(Conference room to 

SE) table

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-07-032513-R1 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
W)

PBA-W-07-032513-R2 25-Mar-13

990 S/CM2 (1 
CHRYSOTILE 
STRUCTURE 
DETECTED)

A/C return (Lobby to 
E)

PBA-W-07-032513-R3 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return 
(Conference room to 

SE)

PBA-W-07-032513-R4 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Storage to 
SW)

N 

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 2 of 5 Level 7th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 7th

PBA-W-07-032513-S 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

A/C supply (Open 
area to W)



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 3 of 5 Level 7th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 7th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-07-032513-1 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 1 
(Conference to NE) 

chair

PBA-MV-07-032513-2 25-Mar-13

990 S/CM2 (1 
CHRYSOTILE 
STRUCTURE 
DETECTED)

Random Area # 2 
(Private office to SW) 

chair

PBA-MV-07-032513-3 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 3 
(Waiting area at RA 7 

to S) carpet; no 
porous surfaces were 

identified in RA 3

PBA-MV-07-032513-4 25-Mar-13

990 S/CM2 (1 
CHRYSOTILE 
STRUCTURE 
DETECTED)

Random Area # 4 
(Open area to W) 

carpet

PBA-MV-07-032513-5 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Private office to NW) 

chair

PBA-MV-07-032513-6 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Hallway to E) carpet

PBA-MV-07-032513-7 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 7  
(Hallway to S) carpet

PBA-MV-07-032513-8 25-Mar-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 8  
(Hallway to N) carpet

PBA-MV-07-032513-9 4-Jan-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(Conference to SE) 

carpet

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 4 of 5 Level 7th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 7th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-07-032513-1 25-Mar-13 0.00074 F/CC Random Area # 1 
(Private office to NE)

PBA-A-07-032513-2 25-Mar-13 < 0.0007 F/CC Random Area # 2 
(Private office to SW)

PBA-A-07-032513-3 25-Mar-13 < 0.00067 F/CC
Random Area # 3 

(Women restroom to 
center) 

PBA-A-07-032513-4 25-Mar-13  < 0.00071 F/CC Random Area # 4 
(Private office to NW)

PBA-A-07-032513-5 25-Mar-13 < 0.00072 F/CC Random Area # 5 
(Cubicle office to NW)

PBA-A-07-032513-6 25-Mar-13 < 0.00069 F/CC
Random Area # 6 

(Small conference to 
E)

PBA-A-07-032513-7 25-Mar-13 < 0.00066 F/CC Random Area # 7 
(Conference to S)

PPBA-A-07-032513-8 25-Mar-13 < 0.00073 F/CC Random Area # 8 
(Files room to N)

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 5 of 5 Level 7th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 7th

PBA-A-07-032513-9 25-Mar-13 < 0.00069 F/CC Random Area # 9 
(Hallway to SE)



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0520
Date Received: 03-26-13
Date Analyzed: 03-26-13
Date Reported: 03-27-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 7

Fibers / cc

P75616BLANK 1 0 100Blank

P75617PBA-A-7-032513-01 6 100 0.000743975

P75618PBA-A-7-032513-02 1 100 < 0.00073825

P75619PBA-A-7-032513-03 5 100 < 0.000674020

P75620PBA-A-7-032513-04 2 100 < 0.000713780

P75621PBA-A-7-032513-05 2 100 < 0.000723735

P75622PBA-A-7-032513-06 3.5 100 < 0.000693930

P75623PBA-A-7-032513-07 2.5 100 < 0.000664080

P75624PBA-A-7-032513-08 1 100 < 0.000733705

P75625PBA-A-7-032513-09 5 100 < 0.000693885

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Marti Bowers

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



CE c I LABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level 7 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEM AIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab 1.0. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 032113 

TURN AROUND TIME 

8 HR* 24HR 20AY 3 DAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D lXI D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 

.~ . D D D 

REMA~KS : AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
f\ IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

Accept Samples 

Reject Samples 

OatefTime 

*Call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



CE SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 7 Tel: 787-420-0220 

VOLUME/ Date/Time 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - 032513/ iD:oO 

PBA-A-7-032513-01 AIR-RA1- fo/va.-/f. of{-(VJ }!_ NG :)_lf75 032513/ f_:3s-
PBA-A-7-032513-02 AIR-RA2- f/dr!off o!Pc..r -fv Slf/ 3, ~25' 032513/ Cj> : ~.r-

PBA-A-7-032513-03 AIR-RA3- tJo!llen r€S~On1 "fv (]R.t7-ft'~" _!LOZD 032513/ 9 -'32 
PBA-A-7 -032513-04 AIR-RA4- f?riv~ -f:-e o.tf!_c.() ~_II.!_ 3 /60 032513/ <r:~g 

PBA-A-7-032513-05 AI R-RA5- ('.A-Lb icJ~ t>f{-(eps. -j-D IV W 3(~5 032513/ c;:s-1 
PBA-A-7-032513-06 AIR-RA6- .5ff!a// C<;/l{:eYeaq frJ E. -:31930 032513/ Cf.'3g 
PBA-A-7 -032513-07 AI R-RA 7- _(kr~-fe renCR jfJS !L0<60 032513/ Cj_: ¥-3 
PBA-A-7 -032513-08 AIR-RA8- .:f-iles roo rn -jo _jJ_ 3,(()5 032513/ 9:~.3 

PBA-A-7-032513-09 AIR-RA9- *//wcut fo .S.e ~~t5' 032513/ 9-· Y:l 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0363
Date Received: 03-26-13
Date Analyzed: 03-27-13
Date Reported: 03-28-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 7

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07568
Blank3 0.097 9900 None

Detected
100 10 <990

T07569

PBA-MV-7
-032513-01

0.097 9900 None
Detected

100 10 <990

T07570

PBA-MV-7
-032513-02

0.097 9901 Chrysotile100 10 990

T07571

PBA-MV-7
-032513-03

0.097 9900 None
Detected

100 10 <990

T07572

PBA-MV-7
-032513-04

0.097 9901 Chrysotile100 10 990

T07573

PBA-MV-7
-032513-05

0.097 9900 None
Detected

100 10 <990

T07574

PBA-MV-7
-032513-06

0.097 9900 None
Detected

100 10 <990

T07575

PBA-MV-7
-032513-07

0.097 9900 None
Detected

100 10 <990

T07576

PBA-MV-7
-032513-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0363
Date Received: 03-26-13
Date Analyzed: 03-27-13
Date Reported: 03-28-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 7

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07577

PBA-MV-7
-032513-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 2751 1 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 7 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEM AIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEILABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 78? -420-0220 

Fax: email reports 

P.O. #: 032113 

TURN AROUND TIME 

8 HR* 24 HR 2DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D - Q D - D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D IAl D D 
D D D D D 
D D D D D 
8 HR* 24HR 2DAY 3DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES @ Accept Samples 
9 SAMPLES PLUS 1 BLANK 

D Reject Samples 

Relinquished By: Date/Time ~eceived B_y: Qate/Time 

(!/. ~-~;, ~~ -- oatJS/3 / l"f9J jJ(fjit)P/IlJ)J.-/ 3Wii?J I,-UJAA-
I I r 

*Call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION <3COC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level 7 Tel: 787-420-0220 

VOLUME/ Date / Time 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK 
\ - 032513/ J 3: IS" 

PBA-MV-7-03251 3-01 MV-RA 1- (~t'l~lj)C2 -fv 1\)ff ( (' )ta_iv ) 10X10 032513/ L.?; : ZB 
PBA-MV -7-032513-02 MV-RA2- f/rfvo.....fe_ o.{.f-;·U? -1v "5W ( cl-4r 10X10 032513/ /3:f_s-
PBA-MV-7-032513-03 MV-RA3- _ _,ff) flA -::f /,.:;hh-f /P S ( CPtY~Jeff 10X10 032513/ t3 :S<f-

PBA-MV-7-032513-04 MV-RA4- 0/>21/ ar.ea_ -fv /;.) ( CJ?..rPe/-) 10X10 03251 3/ !_2 .. JL3 
PBA-MV-7-032513-05 MV-RAS- Privet k ofticR "/b A/vi ( dtat'r ) 10X10 032513/ /3 ." ~0 

PBA-MV-7-032513-06 MV-RA6- /P./fu..W{ P G / C.ft..rjJ.f-/: \ 10X10 03251 3/ /a: z f 
PBA-MV-7-032513-07 MV-RA7- 1/P-.//v.Jd.t/ -/lJ ~ ( C-r~Jpe.f:- } 10X10 032513/ /:::J. >o 
PBA-MV-7-032513-08 MV-RAB- 1-hJ ( ~ f» N ( ~ rJO~ (: J 10X10 032513/ /3.'3cP 

PBA-MV-7 -032513-09 MV-RA9- (I~N:e~/?CR fv S:G (CA_r,o.et- ) 10X10 032513/ ;3 : 5':(.. 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 _ _ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0362
Date Received: 03-26-13
Date Analyzed: 03-28-13
Date Reported: 03-28-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 7

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07553
Blank 2 0.097 990 0 None

Detected
100 10 <990

T07554

PBA-W-7
-032513-01

0.097 990 2 Chrysotile100 10 2,000

T07555

PBA-W-7
-032513-02

0.097 990 0 None
Detected

100 10 <990

T07556

PBA-W-7
-032513-03

0.097 990 1 Chrysotile100 10 990

T07557

PBA-W-7
-032513-04

0.097 990 0 None
Detected

100 10 <990

T07558

PBA-W-7
-032513-05

0.097 990 0 None
Detected

100 10 <990

T07559

PBA-W-7
-032513-06

0.097 990 0 None
Detected

100 10 <990

T07560

PBA-W-7
-032513-07

0.097 990 0 None
Detected

100 10 <990

T07561

PBA-W-7
-032513-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0362
Date Received: 03-26-13
Date Analyzed: 03-28-13
Date Reported: 03-28-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 7

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07562

PBA-W-7
-032513-09

0.097 990 0 None
Detected

100 10 <990

T07563

PBA-W-7
-032513-R1

0.097 990 0 None
Detected

100 10 <990

T07564

PBA-W-7
-032513-R2

0.097 990 1 Chrysotile100 10 990

T07565

PBA-W-7
-032513-R3

0.097 990 0 None
Detected

100 10 <990

T07566

PBA-W-7
-032513-R4

0.097 990 0 None
Detected

100 10 <990

T07567

PBA-W-7
-032513-S

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director 

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



~ CEILABS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481 -1 442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN , P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 7 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 032113 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D 0 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D r1SI D D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24 HR 2DAY 3DAY 5DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
/f' SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



CE SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level 7 Tel: 787-420-0220 

VOLUME/ 
Date / Time 

SAMPLE ID# DESCRIPTION I LOCA liON AREA COMMENTS 

BLANK 2 BLANK - 032513/ Jj; 2 CJ 

PBA-W-7-032513-01 WIPE-RA1- j/ri clel..-{e tJf.Pa? fo N€ ( c:::/R..rt=. ) 10X10 032513/ /0:~~ 

PBA-W-7 -032513-02 WIPE-RA2- (l~t(J~ off/'cr; ftJ~()} ( -/b-bf€1 10X10 032513/ ;o;;£3 
PBA-W-7 -032513-03 WIPE-RA3- f/r;t /f WOo# fD CR~ r- (..floc,_ ) 10X10 032513/ !.o:o3 
PBA-W-7-032513-04 WIPE-RA4- F/nz ex+; 11qu isNJt- iJ ox -/tJ w ( it>fJ) 10X10 032513/ /0:2/ 

PBA-W-7-03251 3-05 WIPE-RA5- /1-i ,;a._.fe of.f/ep fD iJCJ.) (e/2JK;.Ifd&J.. ~ 10X10 032513/ j{J:C..Y-

PBA-W-7-032513-06 WIPE-RA6- /1-ivu..-fe o.ftt·d' fo 6' fet~d cabi,-,ef-) 10X10 032513/ t_o: I 0 

PBA-W-7-032513-07 WIPE-RA7- Pr;,;a-/< o.f../};CP (D 5 ( f:u/btq_nJ baJJ< 10X10 032513/ /0 .' I~ 

PBA-W-7 -032513-08 WIPE-RA8- J'eesl/T(iC>rJ lo /lf (sma..t I fo._bk ) 10X10 032513/ ;o :3D 
PBA-W-7-032513-09 WIPE-RA9- ('.!Jn/€r€r7G fo 5-£ ( h.,bf.e) 10X10 032513/ ;o.·; 'I 
PBA-W-7-032513-R1 WIPE-Return1- J-obby fo ()} 10X10 0325131 (0:~3 

PBA-W-7 -032513-R2 WIPE-Return2- Lo iJ:J 1/ fo e 10X10 032513/ /0 : ~.s-
PBA-W-7-032513-R3 WIPE-Return3- (l~,.J'.erenC.P fo ...:5(; 10X10 032513/ ;t>:S7J 

PBA-W-7-032513-R4 WIPE-Return4- ::5ft> r tt q.f fi> S (,() 10X10 032513/ /O:SS' 

PBA-W-7-032513-S WIPE-Supply- OFJ.en av-(?t:::( ""fv W 10X10 032513/ !_{):4tJ 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 7th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-07-032513-1 25-Mar-13

2,000 S/CM2 (2 

CHRYSOTILE 

STRUCTURES)

Random Area # 1 

(Private office to 

NE) desk

PBA-W-07-032513-2 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Cubicle office to 

SW) table

PBA-W-07-032513-3 25-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE 

DETECTED)

Random Area # 3 

(Hallway to center) 

floor

PBA-W-07-032513-4 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Fire extinguisher 

box to W) metal top

PBA-W-07-032513-5 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Private office to 

NW) elevated 

cabinet

PBA-W-07-032513-6 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to E) 

elevated cabinet

PBA-W-07-032513-7 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private office to S) 

keyboard base

PBA-W-07-032513-8 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Reception area to 

N) small table

PBA-W-07-032513-9 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Conference room to 

SE) table

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-07-032513-R1 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-07-032513-R2 25-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-07-032513-R3 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return 

(Conference room to 

SE)

PBA-W-07-032513-R4 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Storage to 

SW)

PBA-W-07-032513-S 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

A/C supply (Open 

area to W)

N 

N 

Clearance Sampling Page 1 of 3 Level 7th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 7th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-07-032513-1 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Conference to NE) 

chair

PBA-MV-07-032513-2 25-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE 

DETECTED)

Random Area # 2 

(Private office to SW) 

chair

PBA-MV-07-032513-3 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Waiting area at RA 7 

to S) carpet; no 

porous surfaces were 

identified in RA 3

PBA-MV-07-032513-4 25-Mar-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE 

DETECTED)

Random Area # 4 

(Open area to W) 

carpet

PBA-MV-07-032513-5 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Private office to NW) 

chair

PBA-MV-07-032513-6 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Hallway to E) carpet

PBA-MV-07-032513-7 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Hallway to S) carpet

PBA-MV-07-032513-8 25-Mar-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8  

(Hallway to N) carpet

PBA-MV-07-032513-9 4-Jan-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Conference to SE) 

carpet

N 

Clearance Sampling Page 2 of 3 Level 7th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 7th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-07-032513-1 25-Mar-13 0.00074 F/CC
Random Area # 1 

(Private office to NE)

PBA-A-07-032513-2 25-Mar-13 < 0.0007 F/CC
Random Area # 2 

(Private office to SW)

PBA-A-07-032513-3 25-Mar-13 < 0.00067 F/CC

Random Area # 3 

(Women restroom to 

center) 

PBA-A-07-032513-4 25-Mar-13  < 0.00071 F/CC
Random Area # 4 

(Private office to NW)

PBA-A-07-032513-5 25-Mar-13 < 0.00072 F/CC
Random Area # 5 

(Cubicle office to NW)

PBA-A-07-032513-6 25-Mar-13 < 0.00069 F/CC

Random Area # 6 

(Small conference to 

E)

PBA-A-07-032513-7 25-Mar-13 < 0.00066 F/CC
Random Area # 7 

(Conference to S)

PPBA-A-07-032513-8 25-Mar-13 < 0.00073 F/CC
Random Area # 8 

(Files room to N)

PBA-A-07-032513-9 25-Mar-13 < 0.00069 F/CC
Random Area # 9 

(Hallway to SE)

N 

Clearance Sampling Page 3 of 3 Level 7th
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Minillas Government Building North Tower 

Clearance Sampling Level 8th Page 1 of 5 

 

 

San Juan, P.R. 
 

RA=Random Area Location:  Minillas North Tower   
Area or Level:  Level 8th 

 

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED) 
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component 

 
 
 
PBA-W-08-040113-1 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

N  
Random Area # 1 
(Private office to 

NE) elevated 
cabinet 

 

 
 
PBA-W-08-040113-2 

 

 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 2 
(Conference to SW) 

shelf 

 
 
 
PBA-W-08-040113-3 

 
 
 

5-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

   
 

Random Area # 3 
(Hallway to center) 

floor 

 
 
 
PBA-W-08-040113-4 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 4 
(Private office to E) 

elevated cabinet 

 
 
 
PBA-W-08-040113-5 

 
 
 

5-Apr-13 

 
 
3,000 S/CM2 (3 
CHRYSOTILE 
STRUCTURES) 

 

  
 

Random Area # 5 
(Conference to NW) 

small table 

 
 
 
PBA-W-08-040113-6 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 6 
(Private office to W) 

elevated cabinet 

 
 
 
PBA-W-08-040113-7 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 7 
(Private multi-office 

to N) table 

 
 
 
PBA-W-08-040113-8 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 8 
(Cubicles to S) desk 

 
 
 
PBA-W-08-040113-9 

 
 
 

5-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

   
 

Random Area # 9 
(Private office to 

SE) window frame 

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED) 
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component 

 
 
 
PBA-W-08-040113-R1 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

N  
 

A/C return (Lobby to 
W) 

 
 
 
PBA-W-08-040113-R2 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

A/C return (Lobby to 
E) 

 
 
PBA-W-08-040113-R3 

 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

A/C return (Break 
room to SE) 

 
 
 
PBA-W-08-040113-R4 

 
 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

A/C return (Cubicles 
to SW) 



Clearance Sampling Level 8th Page 2 of 5 

Minillas Government Building North Tower 
San Juan, P.R. RA=Random Area Location:  Minillas North Tower   

Area or Level:  Level 8th 

 

 

 

 
 
PBA-W-08-040113-S 

 
 

5-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

A/C supply (Cubicle 
office to SE) 



Clearance Sampling Level 8th Page 3 of 5 

Minillas Government Building North Tower 
San Juan, P.R. RA=Random Area Location:  Minillas North Tower   

Area or Level:  Level 8th 

 

 

 
POROUS SURFACES MICROVAC DUST SAMPLES DATA - SECOND ATTEMPT (PASSED) 

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component 

 
 
 
PBA-MV-08-040113-1 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 N  
 

Random Area # 1 
(Private office to NE) 

carpet 

 
 
 
PBA-MV-08-040113-2 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 2 
(Cubicle office to SW) 

carpet 

 
 
 
PBA-MV-08-040113-3 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
Random Area # 3 

(Open cubicle at RA 8 
to S) chair; no porous 

surfaces were 
identified in RA 3 

 
 
 
PBA-MV-08-040113-4 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 

Random Area # 4 
(Private office to E) 

chair 

 
 
 
PBA-MV-08-040113-5 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 

Random Area # 5 
(Private office to NW) 

carpet 

 
 
 
PBA-MV-08-040113-6 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 6 
(Cubicle office to W) 

carpet 

 
 
 
PBA-MV-08-040113-7 

 
 
 

1-Apr-13 

 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 7 
(Private office to N) 

chair 

 
 
 
PBA-MV-08-040113-8 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

 

  
 

Random Area # 8 
(Open cubicle to S) 

carpet 

 
 
 
PBA-MV-08-040113-9 

 
 
 

1-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 

Random Area # 9 
(Private office to SE) 

chair 



Clearance Sampling Level 8th Page 4 of 5 

Minillas Government Building North Tower 
San Juan, P.R. RA=Random Area Location:  Minillas North Tower   

Area or Level:  Level 8th 

 

 

 
 

AIR SAMPLES DATA - SECOND ATTEMPT (PASSED) 
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component 

 
 
 
 

PBA-A-08-040113-1 

 
 
 
 

1-Apr-13 

 
 
 
 
< 0.00072 F/CC 

 

N  
 
 

Random Area # 1 
(Conference room to 

NE) 

 
 
 
 
 

PBA-A-08-040113-2 

 
 
 
 
 

1-Apr-13 

 
 
 
 
 
< 0.00074 F/CC 

 
 

  
 
 
 
 

Random Area # 2 
(Open cubicle to SW) 

 
 
 
 
 

PBA-A-08-040113-3 

 
 
 
 
 

1-Apr-13 

 
 
 
 
 
< 0.0007 F/CC 

 

 
 

  
 
 
 

Random Area # 3 
(Women restroom to 

center) 

 

 
 
 

PBA-A-08-040113-4 

 

 
 
 

1-Apr-13 

 

 
 
 
< 0.00072 F/CC 

 

  
 
 

Random Area # 4 
(Hallway to E) 

 
 
 
 
 

PBA-A-08-040113-5 

 
 
 
 
 

1-Apr-13 

 
 
 
 
 
< 0.00073 F/CC 

 

 
 

  
 
 
 

Random Area # 5 
(Open cubicle to NW) 

 
 
 
 

PBA-A-08-040113-6 

 
 
 
 

1-Apr-13 

 
 
 
 
< 0.00074 F/CC 

 

  
 
 
 

Random Area # 6 
(Open cubicle to W) 

 
 
 
 

PBA-A-08-040113-7 

 
 
 
 

1-Apr-13 

 
 
 
 
< 0.00073 F/CC 

 
 

  
 
 
 

Random Area # 7 
(Open cubicles to N) 

 
 
 
 
 
PPBA-A-08-040113-8 

 
 
 
 
 

1-Apr-13 

 
 
 
 
 
< 0.00075 F/CC 

 
 

  
 
 
 

Random Area # 8 
(Reception area to S) 



Clearance Sampling Level 8th Page 5 of 5 

Minillas Government Building North Tower 
San Juan, P.R. RA=Random Area Location:  Minillas North Tower   

Area or Level:  Level 8th 

 

 

 

 
 
 
 

PBA-A-08-040113-9 

 
 
 
 

1-Apr-13 

 
 
 
 
< 0.00072 F/CC 

 
 

  

 
 
 

Random Area # 9 
(Conference room to 

SE) 

 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-08-040113-1 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to 

NE) elevated 

cabinet

PBA-W-08-040113-2 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Conference to SW) 

shelf

PBA-W-08-040113-3 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Hallway to center) 

floor

PBA-W-08-040113-4 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to E) 

elevated cabinet

PBA-W-08-040113-5 5-Apr-13

3,000 S/CM2 (3 

CHRYSOTILE 

STRUCTURES)

Random Area # 5 

(Conference to NW) 

small table

PBA-W-08-040113-6 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to W) 

elevated cabinet

PBA-W-08-040113-7 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private multi-office 

to N) table

PBA-W-08-040113-8 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Cubicles to S) desk

PBA-W-08-040113-9 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Private office to 

SE) window frame

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-08-040113-R1 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-08-040113-R2 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-08-040113-R3 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Break 

room to SE)

PBA-W-08-040113-R4 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Cubicles 

to SW)

N 

N 

Clearance Sampling Page 1 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-W-08-040113-S 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C supply (Cubicle 

office to SE)

Clearance Sampling Page 2 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-08-040113-1 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to NE) 

carpet

PBA-MV-08-040113-2 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Cubicle office to SW) 

carpet

PBA-MV-08-040113-3 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Open cubicle at RA 8 

to S) chair; no porous 

surfaces were 

identified in RA 3

PBA-MV-08-040113-4 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to E) 

chair

PBA-MV-08-040113-5 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Private office to NW) 

carpet

PBA-MV-08-040113-6 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Cubicle office to W) 

carpet

PBA-MV-08-040113-7 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private office to N) 

chair

PBA-MV-08-040113-8 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8  

(Open cubicle to S) 

carpet

PBA-MV-08-040113-9 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Private office to SE) 

chair

N 

Clearance Sampling Page 3 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

AIR SAMPLES DATA - SECOND ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-08-040113-1 1-Apr-13 < 0.00072 F/CC

Random Area # 1 

(Conference room to 

NE)

PBA-A-08-040113-2 1-Apr-13 < 0.00074 F/CC
Random Area # 2 

(Open cubicle to SW)

PBA-A-08-040113-3 1-Apr-13 < 0.0007 F/CC

Random Area # 3 

(Women restroom to 

center) 

PBA-A-08-040113-4 1-Apr-13 < 0.00072 F/CC
Random Area # 4 

(Hallway to E)

PBA-A-08-040113-5 1-Apr-13 < 0.00073 F/CC
Random Area # 5 

(Open cubicle to NW)

PBA-A-08-040113-6 1-Apr-13 < 0.00074 F/CC
Random Area # 6 

(Open cubicle to W)

PBA-A-08-040113-7 1-Apr-13 < 0.00073 F/CC
Random Area # 7 

(Open cubicles to N)

PPBA-A-08-040113-8 1-Apr-13 < 0.00075 F/CC
Random Area # 8 

(Reception area to S)

N 

Clearance Sampling Page 4 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-A-08-040113-9 1-Apr-13 < 0.00072 F/CC

Random Area # 9 

(Conference room to 

SE)

Clearance Sampling Page 5 of 5 Level 8th



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 1 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-08-040113-1 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 1 
(Private office to 

NE) elevated 
cabinet

PBA-W-08-040113-2 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 2 
(Conference to SW) 

shelf

PBA-W-08-040113-3 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 3 
(Hallway to center) 

floor

PBA-W-08-040113-4 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 4 
(Private office to E) 

elevated cabinet

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 2 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-W-08-040113-5 5-Apr-13
3,000 S/CM2 (3 
CHRYSOTILE 
STRUCTURES)

Random Area # 5 
(Conference to NW) 

small table

PBA-W-08-040113-6 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Private office to W) 

elevated cabinet

PBA-W-08-040113-7 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 7  
(Private multi-office 

to N) table

PBA-W-08-040113-8 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 8 
(Cubicles to S) desk



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 3 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-W-08-040113-9 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(Private office to 

SE) window frame

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-08-040113-R1 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
W)

PBA-W-08-040113-R2 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
E)

PBA-W-08-040113-R3 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Break 
room to SE)

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 4 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-W-08-040113-R4 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

A/C return (Cubicles 
to SW)

PBA-W-08-040113-S 5-Apr-13 <990 S/CM2 (NONE 
DETECTED)

A/C supply (Cubicle 
office to SE)

POROUS SURFACES MICROVAC DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-08-040113-1 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 1 
(Private office to NE) 

carpet

PBA-MV-08-040113-2 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 2 
(Cubicle office to SW) 

carpet

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 5 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-MV-08-040113-3 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 3 
(Open cubicle at RA 8 
to S) chair; no porous 

surfaces were 
identified in RA 3

PBA-MV-08-040113-4 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 4 
(Private office to E) 

chair

PBA-MV-08-040113-5 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Private office to NW) 

carpet

PBA-MV-08-040113-6 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Cubicle office to W) 

carpet



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 6 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-MV-08-040113-7 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 7  
(Private office to N) 

chair

PBA-MV-08-040113-8 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 8  
(Open cubicle to S) 

carpet

PBA-MV-08-040113-9 1-Apr-13 <990 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(Private office to SE) 

chair

AIR SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 7 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-A-08-040113-1 1-Apr-13 < 0.00072 F/CC
Random Area # 1 

(Conference room to 
NE)

PBA-A-08-040113-2 1-Apr-13 < 0.00074 F/CC Random Area # 2 
(Open cubicle to SW)

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 8 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-A-08-040113-3 1-Apr-13 < 0.0007 F/CC
Random Area # 3 

(Women restroom to 
center) 

PBA-A-08-040113-4 1-Apr-13 < 0.00072 F/CC Random Area # 4 
(Hallway to E)

PBA-A-08-040113-5 1-Apr-13 < 0.00073 F/CC Random Area # 5 
(Open cubicle to NW)



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 9 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-A-08-040113-6 1-Apr-13 < 0.00074 F/CC Random Area # 6 
(Open cubicle to W)

PBA-A-08-040113-7 1-Apr-13 < 0.00073 F/CC Random Area # 7 
(Open cubicles to N)

PPBA-A-08-040113-8 1-Apr-13 < 0.00075 F/CC Random Area # 8 
(Reception area to S)



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling Page 10 of 10 Level 8th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 8th

PBA-A-08-040113-9 1-Apr-13 < 0.00072 F/CC
Random Area # 9 

(Conference room to 
SE)
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Non-Porous Surfaces Wipe Dust Samples Data 
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component 

 
 
 
 
 
PBA-W-08-040113-1 

 
 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

 
 

N  
 

Random Area # 1 
(Private office to 

NE) elevated 
cabinet 

 
 
 
 
PBA-W-08-040113-2 

 
 
 
 

5-Apr-13 

 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 
 

Random Area # 2 
(Conference to SW) 

shelf 

 
 
 
 
 
PBA-W-08-040113-3 

 
 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

   
 
 

Random Area # 3 
(Hallway to center) 

floor 

 
 
 
 
PBA-W-08-040113-4 

 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 
 

Random Area # 4 
(Private office to E) 

elevated cabinet 
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PBA-W-08-040113-5 

 
 
 
 
 

5-Apr-13 

 
 
 
3,000 S/CM2 (3 
CHRYSOTILE 
STRUCTURES) 

 

 
 

  
 
 

Random Area # 5 
(Conference to NW) 

small table 

 
 
 
 
 
PBA-W-08-040113-6 

 
 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 
 

Random Area # 6 
(Private office to W) 

elevated cabinet 

 
 
 
 
 
PBA-W-08-040113-7 

 
 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 
 

Random Area # 7 
(Private multi-office 

to N) table 

 
 
 
 
 
PBA-W-08-040113-8 

 
 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 
 
 

Random Area # 8 
(Cubicles to S) desk 
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PBA-W-08-040113-9 

 
 
 
 
 

5-Apr-13 

 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 
 
 

Random Area # 9 
(Private office to 

SE) window frame 

A/C Return Dust Wipes 
 
 
 
 
 

            

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component 
 
 
 
 
PBA-W-08-040113-R1 

 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

N  
 
 
 

A/C return (Lobby to 
W) 

 

 
 
 
 
PBA-W-08-040113-R2 

 

 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 
 
 

A/C return (Lobby to 
E) 

 
 
 
 
PBA-W-08-040113-R3 

 
 
 
 

5-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 
 

A/C return (Break 
room to SE) 
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PBA-W-08-040113-R4 

 
 
 
 

5-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 
 
 

A/C return (Cubicles 
to SW) 

 
 
 
 
PBA-W-08-040113-S 

 
 
 
 

5-Apr-13 

 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 
 

A/C supply (Cubicle 
office to SE) 

 
Microvac Pourous Surfaces 

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component 
 
 
 
 
 
PBA-MV-08-040113-1 

 
 
 
 
 

1-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 N  
 
 
 

Random Area # 1 
(Private office to NE) 

carpet 

 
 
 
 
 
PBA-MV-08-040113-2 

 
 
 
 
 

1-Apr-13 

 
 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

 
 

  
 
 
 

Random Area # 2 
(Cubicle office to SW) 

carpet 
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PBA-MV-08-040113-3 

 
 
 
 
 

1-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

 
 

  
 

Random Area # 3 
(Open cubicle at RA 8 
to S) chair; no porous 

surfaces were 
identified in RA 3 

 
 
 
 
 
PBA-MV-08-040113-4 

 
 
 
 
 

1-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 
 
 

Random Area # 4 
(Private office to E) 

chair 

 
 
 
 
 
PBA-MV-08-040113-5 

 
 
 
 
 

1-Apr-13 

 
 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

 

  
 
 
 

Random Area # 5 
(Private office to NW) 

carpet 

 
 
 
 
 
PBA-MV-08-040113-6 

 
 
 
 
 

1-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 
 

  
 
 
 

Random Area # 6 
(Cubicle office to W) 

carpet 
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PBA-MV-08-040113-7 

 
 
 
 
 

1-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

  
 
 

Random Area # 7 
(Private office to N) 

chair 

 
 
 
 
 
PBA-MV-08-040113-8 

 
 
 
 
 

1-Apr-13 

 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

 
 

  
 
 
 

Random Area # 8 
(Open cubicle to S) 

carpet 

 
 
 
 
 
PBA-MV-08-040113-9 

 
 
 
 
 

1-Apr-13 

 
 
 
 
<990 S/CM2 (NONE 
DETECTED) 

 

 
 

  
 
 
 

Random Area # 9 
(Private office to SE) 

chair 

 
 
 
 
\ 
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AIR SAMPLES DATA - SECOND ATTEMPT (PASSED) 

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component 
 

 
 
 
 
 
 
 

PBA-A-08-040113-1 

 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
< 0.00072 F/CC 

 
 

N 
 

 
 
 
 
 

Random Area # 1 
(Conference room to 

NE) 

 
 
 
 
 
 
 
 

PBA-A-08-040113-2 

 
 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
 
< 0.00074 F/CC 

 

 
 
 

  
 
 
 
 
 
 
 

Random Area # 2 
(Open cubicle to SW) 
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PBA-A-08-040113-3 

 
 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
 
< 0.0007 F/CC 

 

 
 

  
 
 
 
 
 
 

Random Area # 3 
(Women restroom to 

center) 

 
 
 
 
 
 

PBA-A-08-040113-4 

 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
< 0.00072 F/CC 

 

  
 
 
 
 

Random Area # 4 
(Hallway to E) 

 
 
 
 
 
 
 
 

PBA-A-08-040113-5 

 
 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
 
< 0.00073 F/CC 

 

 
 

  
 
 
 
 
 
 

Random Area # 5 
(Open cubicle to NW) 
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PBA-A-08-040113-6 

 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
< 0.00074 F/CC 

 
 

  

 
 
 
 
 
 

Random Area # 6 
(Open cubicle to W) 

 
 
 
 
 
 
 

PBA-A-08-040113-7 

 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
< 0.00073 F/CC 

 

 
 

  

 
 
 
 
 
 

Random Area # 7 
(Open cubicles to N) 

 
 
 
 
 
 
 
 
PPBA-A-08-040113-8 

 
 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
 
< 0.00075 F/CC 

 

 
 

  
 
 
 
 
 
 

Random Area # 8 
(Reception area to S) 
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PBA-A-08-040113-9 

 
 
 
 
 
 
 

1-Apr-13 

 
 
 
 
 
 
 
< 0.00072 F/CC 

 
 

  
 
 
 
 
 

Random Area # 9 
(Conference room to 

SE) 

 



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-08-040113-1 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to 

NE) elevated 

cabinet

PBA-W-08-040113-2 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Conference to SW) 

shelf

PBA-W-08-040113-3 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Hallway to center) 

floor

PBA-W-08-040113-4 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to E) 

elevated cabinet

N 

Clearance Sampling Page 1 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-W-08-040113-5 5-Apr-13

3,000 S/CM2 (3 

CHRYSOTILE 

STRUCTURES)

Random Area # 5 

(Conference to NW) 

small table

PBA-W-08-040113-6 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to W) 

elevated cabinet

PBA-W-08-040113-7 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private multi-office 

to N) table

PBA-W-08-040113-8 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Cubicles to S) desk

Clearance Sampling Page 2 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-W-08-040113-9 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Private office to 

SE) window frame

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-08-040113-R1 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-08-040113-R2 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-08-040113-R3 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Break 

room to SE)

N 

Clearance Sampling Page 3 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-W-08-040113-R4 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Cubicles 

to SW)

PBA-W-08-040113-S 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C supply (Cubicle 

office to SE)

POROUS SURFACES MICROVAC DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-08-040113-1 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to NE) 

carpet

PBA-MV-08-040113-2 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Cubicle office to SW) 

carpet

N 

Clearance Sampling Page 4 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-MV-08-040113-3 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Open cubicle at RA 8 

to S) chair; no porous 

surfaces were 

identified in RA 3

PBA-MV-08-040113-4 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to E) 

chair

PBA-MV-08-040113-5 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Private office to NW) 

carpet

PBA-MV-08-040113-6 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Cubicle office to W) 

carpet

Clearance Sampling Page 5 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-MV-08-040113-7 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private office to N) 

chair

PBA-MV-08-040113-8 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8  

(Open cubicle to S) 

carpet

PBA-MV-08-040113-9 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Private office to SE) 

chair

AIR SAMPLES DATA - SECOND ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

N 

Clearance Sampling Page 6 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-A-08-040113-1 1-Apr-13 < 0.00072 F/CC

Random Area # 1 

(Conference room to 

NE)

PBA-A-08-040113-2 1-Apr-13 < 0.00074 F/CC
Random Area # 2 

(Open cubicle to SW)

N 

Clearance Sampling Page 7 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-A-08-040113-3 1-Apr-13 < 0.0007 F/CC

Random Area # 3 

(Women restroom to 

center) 

PBA-A-08-040113-4 1-Apr-13 < 0.00072 F/CC
Random Area # 4 

(Hallway to E)

PBA-A-08-040113-5 1-Apr-13 < 0.00073 F/CC
Random Area # 5 

(Open cubicle to NW)

Clearance Sampling Page 8 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-A-08-040113-6 1-Apr-13 < 0.00074 F/CC
Random Area # 6 

(Open cubicle to W)

PBA-A-08-040113-7 1-Apr-13 < 0.00073 F/CC
Random Area # 7 

(Open cubicles to N)

PPBA-A-08-040113-8 1-Apr-13 < 0.00075 F/CC
Random Area # 8 

(Reception area to S)

Clearance Sampling Page 9 of 10 Level 8th



Minillas Government Building North Tower

San Juan, P.R.
RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-A-08-040113-9 1-Apr-13 < 0.00072 F/CC

Random Area # 9 

(Conference room to 

SE)

Clearance Sampling Page 10 of 10 Level 8th



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0582
Date Received: 04-02-13
Date Analyzed: 04-02-13
Date Reported: 04-03-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 8 (2nd Attempt)

Fibers / cc

P75984BLANK 1 0 100Blank

P75985PBA-A-8-040113-01 0.5 100 < 0.000723750

P75986PBA-A-8-040113-02 0.5 100 < 0.000743645

P75987PBA-A-8-040113-03 2 100 < 0.00073825

P75988PBA-A-8-040113-04 2 100 < 0.000723765

P75989PBA-A-8-040113-05 1 100 < 0.000733690

P75990PBA-A-8-040113-06 1 100 < 0.000743645

P75991PBA-A-8-040113-07 4 100 < 0.000733705

P75992PBA-A-8-040113-08 1 100 < 0.000753615

P75993PBA-A-8-040113-09 1 100 < 0.000723750

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab
= 0.25.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481 -1 442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 # : Level 8 (2nd attempt) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST VVIPE ASTM D648~5 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SVV846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

@ Pl3 - 05'6d. 
P7'0~~~-P1'S9<13 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab J.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. # : 0401 13 

TURN AROUND TIME 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D rn D D 
D D D D D 
D D D D D 
D D ~ D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D 0 

REMAR~S: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
/f\ IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. 

VERSION CCOC.0112.112.LD 
Customer COC Page 1 



'P\3 - 0SB:;c 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Qu inones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 8 (2nd attempt) Tel: 787-420-0220 

VOLUME/ 

SAMPLE ID# DESCRIPTION I LOCATION AREA 

BLANK 1 BLANK -

PBA-A-8-040113-01 AIR-RA1- (!)Jfl.lb-o.,.,t:Q room p !16 31sv 
PBA-A-8-040 113-02 AIR-RA2- ofJen CU-bi c[..e ~ !;; vJ 3 .h 'l5' 
PBA-A-8-040113-03 AIR-RA3- wom-e11 r-es.f:r"oorn -h C£;F/ir 3 <i:{).5 
PBA-A-8-040113-04 AIR-RA4- J-lo-1 I wo.."f -h> £ .3. 7~ 5" 
PBA-A-8-040113-05 AIR-RA5- open Ci:t /o tck Tt N u.J 3,"90 
PBA-A-8-040 113-06 AIR-RA6- () f)efJ c.ahicle -to vJ ?;,~~5 
PBI\-1\-8-040'\ '\ 3-07 AIR-RA7- Otxn cublck -fD Al 3,105 
PBA-A-8-040113-08 AIR-RA8- /-{_ec<. to-fl. o t1 -fv S 3/(/, !5' 
PBA-A-8-04011 3-09 AI R-RA9- (l.lll1_(k 1"1'11 C? f'O 0 fY/. -{D S :f? 3/750 

AIR SAM PLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANOOM AREA 

Date / Time 

COMMENTS 

040113/ ;();_:.30 

040113/ I D: $@ ·ttf' 

0401 13/ /{):5 -::f 

04011 3/ /0: f/-~ 

0401 13/ t_~:tf.rt 

040113/ ;o:5f 
040113/ ;o:s~ 

040113/ /0 .'"5~ 

040113/ /0: G'9 
040113/ /0: C/-9 

Page 2 of 2 ---
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0395
Date Received: 04-02-13
Date Analyzed: 04-04-13
Date Reported: 04-04-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 8 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07774
BLANK 3 0.097 9900 None

Detected
100 10 <990

T07775

PBA-MV-8
-040113-01

0.097 9900 None
Detected

100 10 <990

T07776

PBA-MV-8
-040113-02

0.097 9900 None
Detected

100 10 <990

T07777

PBA-MV-8
-040113-03

0.097 9900 None
Detected

100 10 <990

T07778

PBA-MV-8
-040113-04

0.097 9900 None
Detected

100 10 <990

T07779

PBA-MV-8
-040113-05

0.097 9900 None
Detected

100 10 <990

T07780

PBA-MV-8
-040113-06

0.097 9900 None
Detected

100 10 <990

T07781

PBA-MV-8
-040113-07

0.097 9900 None
Detected

100 10 <990

T07782

PBA-MV-8
-040113-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY 

CEI Lab Code: T13-0395
Date Received: 04-02-13
Date Analyzed: 04-04-13
Date Reported: 04-04-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 8 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07783

PBA-MV-8
-040113-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results. 

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



;:r-
CEILABS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN , P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 8 (2nd attempt) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA.600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
\EM AIR AHERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST IMPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA S\1\1846 7000B 

LEAD WIPE EPA S\1\1846 7000B 

LEAD SOIL EPA S\1\1846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

1/3-0395@) 
Yo7'7f59 -'for-'17J 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client #: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. # : 04011 3 

TURN AROUND TIME 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D Og D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

/)~0/ 

* call to confirm RUSH analys is. es will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 
Customer CCC Page 1 



CE ~ IL..ABS 
SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S . Quinones Project) Job Contact: N.Torres 
ProJect Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 8 (2nd attempt) Tel: 787-420-0220 

VOLUME/ 
SAMPLE ID# DESCRIPT ION I LOCATION AREA 

BLANK 3 BLANK 
/ ' -

PBA-MV-8-040113-01 MV-RA1- fhtJ o.-1:.< o.P.f.;c_e -f'b Nb ( (!Jlr~ 10X10 

PBA-MV-8-040113-02 MV-RA2- r!vb1C..te oflfi"C(J p 5 uJ "(e f).)-'j){.f 10X10 

PBA-MV-8-040113-03 MV-RA3- {)jJ~ ~b;c/f -fv 5 -(!A'i?~(rJ,ai.r 10X10 

PBA-MV-8-040113-04 MV-RA4- f/riva.f-e o_ff .. ;·c..e +-o G- fc_k.ir- ' 10X10 

PBA-MV-8-040113-05 MV-RA5- /"r-r"va.--fe o.f:./-i(.(J +v NW( co.rfi?l- 10X10 

PBA-MV-8-040113-06 MV-RA6- CAb,· ck o.ffr·u -lo \A) ( (l_t£,.-pi?f: 10X10 

PBA-MV-8-04011 3-07 MV-RA7- f hvttU <J f..fr'cp to N lda.Jr ) 10X1 0 

PBA-MV-8-040113-08 MV-RA8- O.o.et? cub/cJe ~ s fC'i>-trtJ .»_-i J 10X10 

PBA-MV-8-040113-09 MV-RA9- f,.; vAA:e:. o.P..f.'qJ -fo ~E( (!)?tJJr f 10X10 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANDOM AREA 

Date/ Time 
COMMENTS 

040113/ /11-::J.> ) 
040113/ 1:3 :g-:q-. 
040113/ /3: >+-
0401 13/ I tt_:~ 

040113/ ;s:2g 
040113/ j3: lfq-

040113/ j3:s:-rZ 

040113/ j3: ~2 

040113/ Lcf-:og 
040113/ {_ 3 :.33 

Page 2 of _2 __ 
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0420
Date Received: 04-08-13
Date Analyzed: 04-09-13
Date Reported: 04-09-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce; Level 8 (2nd Attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07900
Blank 2 0.097 990 0 None

Detected
100 10 <990

T07901

PBA-W-8
-040113-01

0.097 990 0 None
Detected

100 10 <990

T07902

PBA-W-8
-040113-02

0.097 990 0 None
Detected

100 10 <990

T07903

PBA-W-8
-040113-03

0.097 990 0 None
Detected

100 10 <990

T07904

PBA-W-8
-040113-04

0.097 990 0 None
Detected

100 10 <990

T07905

PBA-W-8
-040113-05

0.097 990  3 Chrysotile100 10  3,000

T07906

PBA-W-8
-040113-06

0.097 990 0 None
Detected

100 10 <990

T07907

PBA-W-8
-040113-07

0.097 990 0 None
Detected

100 10 <990

T07908

PBA-W-8
-040113-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0420
Date Received: 04-08-13
Date Analyzed: 04-09-13
Date Reported: 04-09-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce; Level 8 (2nd Attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T07909

PBA-W-8
-040113-09

0.097 990 0 None
Detected

100 10 <990

T07910

PBA-W-8
-040113-R1

0.097 990 0 None
Detected

100 10 <990

T07911

PBA-W-8
-040113-R2

0.097 990 0 None
Detected

100 10 <990

T07912

PBA-W-8
-040113-R3

0.097 990 0 None
Detected

100 10 <990

T07913

PBA-W-8
-040113-R4

0.097 990 0 None
Detected

100 10 <990

T07914

PBA-W-8
-040113-S

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-08-040113-1 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to 

NE) elevated 

cabinet

PBA-W-08-040113-2 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Conference to SW) 

shelf

PBA-W-08-040113-3 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Hallway to center) 

floor

PBA-W-08-040113-4 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to E) 

elevated cabinet

PBA-W-08-040113-5 5-Apr-13

3,000 S/CM2 (3 

CHRYSOTILE 

STRUCTURES)

Random Area # 5 

(Conference to NW) 

small table

PBA-W-08-040113-6 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to W) 

elevated cabinet

PBA-W-08-040113-7 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private multi-office 

to N) table

PBA-W-08-040113-8 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Cubicles to S) desk

PBA-W-08-040113-9 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Private office to 

SE) window frame

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-08-040113-R1 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-08-040113-R2 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E)

PBA-W-08-040113-R3 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Break 

room to SE)

PBA-W-08-040113-R4 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Cubicles 

to SW)

N 

N 

Clearance Sampling Page 1 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-W-08-040113-S 5-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C supply (Cubicle 

office to SE)

Clearance Sampling Page 2 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - SECOND ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-08-040113-1 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Private office to NE) 

carpet

PBA-MV-08-040113-2 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Cubicle office to SW) 

carpet

PBA-MV-08-040113-3 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Open cubicle at RA 8 

to S) chair; no porous 

surfaces were 

identified in RA 3

PBA-MV-08-040113-4 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to E) 

chair

PBA-MV-08-040113-5 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Private office to NW) 

carpet

PBA-MV-08-040113-6 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Cubicle office to W) 

carpet

PBA-MV-08-040113-7 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Private office to N) 

chair

PBA-MV-08-040113-8 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8  

(Open cubicle to S) 

carpet

PBA-MV-08-040113-9 1-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Private office to SE) 

chair

Note: The laboratory indicated that the Wipe samples collected on April 1 were contaminated with oil.  We collected new Wipe samples on April 5, 2012.

              The source of contamination was not specified, nor oil was present at the sampling point locations.                                                  

N 

Clearance Sampling Page 3 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

AIR SAMPLES DATA - SECOND ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-08-040113-1 1-Apr-13 < 0.00072 F/CC

Random Area # 1 

(Conference room to 

NE)

PBA-A-08-040113-2 1-Apr-13 < 0.00074 F/CC
Random Area # 2 

(Open cubicle to SW)

PBA-A-08-040113-3 1-Apr-13 < 0.0007 F/CC

Random Area # 3 

(Women restroom to 

center) 

PBA-A-08-040113-4 1-Apr-13 < 0.00072 F/CC
Random Area # 4 

(Hallway to E)

PBA-A-08-040113-5 1-Apr-13 < 0.00073 F/CC
Random Area # 5 

(Open cubicle to NW)

PBA-A-08-040113-6 1-Apr-13 < 0.00074 F/CC
Random Area # 6 

(Open cubicle to W)

PBA-A-08-040113-7 1-Apr-13 < 0.00073 F/CC
Random Area # 7 

(Open cubicles to N)

PPBA-A-08-040113-8 1-Apr-13 < 0.00075 F/CC
Random Area # 8 

(Reception area to S)

N 

Clearance Sampling Page 4 of 5 Level 8th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 8th

PBA-A-08-040113-9 1-Apr-13 < 0.00072 F/CC

Random Area # 9 

(Conference room to 

SE)

Clearance Sampling Page 5 of 5 Level 8th



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0260
Date Received: 02-18-13
Date Analyzed: 02-18-13
Date Reported: 02-19-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.; Level 9 (2nd Attempt)

Fibers / cc

P74464Blank 1 0.5 100Blank

P74465PBA-A-9-021613-01 0 100 < 0.000753615

P74466PBA-A-9-021613-02 1 100 < 0.000753600

P74467PBA-A-9-021613-03 0 100 < 0.000743645

P74468PBA-A-9-021613-04 0 100 < 0.000753600

P74469PBA-A-9-021613-05 4 100 < 0.000753615

P74470PBA-A-9-021613-06 7 100 0.000923750

P74471PBA-A-9-021613-07 2 100 < 0.000743630

P74472PBA-A-9-021613-08 0 100 < 0.000753600

P74473PBA-A-9-021613-09 13 100 0.00173735

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Anna Malmberg

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 9 (2nd attempt) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAlR 

.. 
A HERA D 

TEMAIR EPA Level II D 

1 TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 
' LEAO SOtl EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

PI3-Q~(o0 
Pt-LJLJ (oL/- P'::/'1£/13 

CHAIN OF CUSTODY@ C1;tZ61t3 

LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Ran~e: 

Client#: 

Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: emai l reports 

P.O. #: 021613 

TURN AROUND TIME 

8 HR* 24 HR 2DAY 3DAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D lXI D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D 0 
8 HR* 24HR 2DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REM~S: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT ~ 
{) IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 b Accept Samples 

Reject Samples 

Date/Time 

*call to confirm RUSH analysis. I be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 9 (2nd attempt) 

SAMPLE 10# DESCRIPTION I LOCATION 

BLANK 1 BLANK 

PBA-A-9-021613-01 AIR-RA1- (]per? ar-eo-... f"o .5G 
PBA-A-9-021613-02 AIR-RA2- Op.en ttr-e~ -fo 0!11-Jev 
PBA-A-9-021613-03 AJR-RA3- r)I)Rt1 a.r:?C).. -f-n Nu.J 
PBA-A-9-021613-04 AIR-RA4- IJtJen a~CA ..f-o N£ 
PBA-A-9-021613-05 AIR-RA5- f'J,t:Jen CJrC'C'- -+"o S L() 

PBA-A-9-021613-06 AIR-RAS- o;;~n ar..eCA- To IV 
PBA-A-9-02~6~3-07 AIR-RA7-~ ar.ftJ.- -f-n £ 
PBA-A-9-021613-08 AIR-RA8- {),t)-RI? a~a. +-u _s; 

PBA-A-9-021613-09 AIR-RA9- (}(XI1 a~a k W 

Job Contact: N. Torres 

Tel: 787-420-0220 

VOLUME/ 
AREA 

3,~00 

3rGOO 

3r '75:0 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Date/Time 

COMMENTS 

021613/ 7."/ p 
021613/ 7." ~.;;;-

021613/ 7:;~.,o 

021613/ 7." 2 {)..__ 

021613/ 7." 3 0 

021613/ '7; tz-8 
021613/ ., .. i '1 
021613/ 7 :.2.:2.-
021613/ 7." Dl7-
021613/ 7 ·zo 

Page 2 of _2 __ 
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0193
Date Received: 02-18-13
Date Analyzed: 02-19-13
Date Reported: 02-19-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457 
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 9 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06468
BLANK 2 0.093 1,000 0 None

Detected
100 10 <1,000

T06469

PBA-W-9
-021613-01

0.093 1,000 0 None
Detected

100 10 <1,000

T06470

PBA-W-9
-021613-02

0.093 1,000 0 None
Detected

100 10 <1,000

T06471

PBA-W-9
-021613-03

0.093 1,000 1 Chrysotile100 10 1,000

T06472

PBA-W-9
-021613-04

0.093 1,000 0 None
Detected

100 10 <1,000

T06473

PBA-W-9
-021613-05

0.093 1,000 0 None
Detected

100 10 <1,000

T06474

PBA-W-9
-021613-06

0.093 1,000 0 None
Detected

100 10 <1,000

T06475

PBA-W-9
-021613-07

0.093 1,000 0 None
Detected

100 10 <1,000

T06476

PBA-W-9
-021613-08

0.093 1,000 0 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0193
Date Received: 02-18-13
Date Analyzed: 02-19-13
Date Reported: 02-19-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 9 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06477

PBA-W-9
-021613-09

0.093 1,000 0 None
Detected

100 10 <1,000

T06478

PBA-W-9
-021613-R1

0.093 1,000 0 None
Detected

100 10 <1,000

T06479

PBA-W-9
-021613-R2

0.093 1,000 0 None
Detected

100 10 <1,000

T06480

PBA-W-9
-021613-R3

0.093 1,000 0 None
Detected

100 10 <1,000

T06481

PBA-W-9
-021613-R4

0.093 1,000 0 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Ed1llon Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 9 (2nd attempt) 

ASBESTOS METHOD 4 HR• 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: 0 
LEAD PAINT METHOD 4HR" 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

_ 1 )3 - Ol9s ~ 
\ CJ.ptf&;Z - -ro&Lf~ t ~ 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEi lab Code: 

CEI lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 021613 

TURN AROUND TIME 

8 HR• 24 HR 2DAY 3 DAY SDAY 

D D D 0 D 
D 0 D D D 
D 0 0 D D 
D D D D D 
D 0 D D D 
D D D D D 
D D D D D 
D D D D 0 
D D D D D 
D D D D D 
0 D (OOJ D D 
D D D D D 
D D D D D 
D D D D D 

8 HR" 24HR 2DAY 3DAY 5DAY 

D D D 
D D D 
D D 0 
D D D 
D D 0 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
13 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



-r7 3 - 0)9 3 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 9 (2nd attempt) Tel: 787-420-0220 

VOLUME/ 
Da t e /Time 

SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK2 BLANK -- 021613/ 2-'. · r:;o 
PBA-W-9-021613-01 WIPE-RA1- !Jjl..en areCA. "A 5fi (.Pf~) 10X10 021613/ 7.:56 
PBA-W-9-021613-02 w JPE-RA2- {) p-evt ar.er;;. fr> Mv ( F (O!M ) 10X10 021613/ 17:5 ::u 
PBA-W-9-021613-03 WIPE-RA3- Up-en a_ yefA fV /lfW /.Cf~ ) 10X10 021613/ g :o:;z. 
PBA-W-9-021613-04 WIPE-RM- .Qp2f1 o.recr- /tJ JV£ r-f-(trln) 10X1 0 021613/ 2:L6 
PBA-W-9-0216 13-05 WIPE-RAS- Oo~ a r .f().. h 5w 7 ..(].,(0{)"< ) 10X10 021613/ 2(." tJ .3 

PBA-W-9-021613-06 WIPE-RA6- {)fU1\ Cl~ fo tJ (~) 10X10 021613/ ? :i3 

PBA-W-9-021613-07 WIPE-RA7- t1 /2V1. Qr--<?t?, To E ( :.PI~ ) 10X10 021613/ 7:S"s-

PBA-W-9-021613-08 WIPE-RAB- 0~ a~e(/... 1tJ _5;:.' (£/~) 10X10 021613/ 9: co 

PBA-W-9-021613-09 WIPE-RA9- 0/Y'JJ a.rt?~ -tv W (f~) 10X10 021613/ 'i?:os-

PBA-W-9-021613-R1 WIPE-Return1 - f.<J b b ?I -j--D -G" 10X10 021613/ '&": :;L 0 

PBA-W-9-021613-R2 WIPE-Retum2- (}p€/1 at'¥~ -fo f=: 10X10 021613/ ~;;J.S 

PBA-W-9-02161 3-R3 WIPE-Retum3- ~ av"O~A -{-u u..J 10X10 021613/ Sf,: tl-9-

PBA.-W-9-021613-R4 WIPE-Return4- _lohhLI ~ {)) 10X10 021613/ 7J;3S 

WIPE SAMPLES FOR ASTM 0 6480-05 ANALYSES 

RA=RANOOM AREA 

Page 2 of _2 _ _ 
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Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 10th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-10-021113-1 11-Feb-13

3,100 S/CM2 (3 

CHRYSOTILE 

STRUCTURES)

Random Area # 1 

(Lobby to center) 

floor

PBA-W-10-021113-2 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Movable files room 

to SW) cabinet

PBA-W-10-021113-3 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Data Entry room to 

NE) elevated 

cabinet

PBA-W-10-021113-4 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Private office to 

SE) cabinet

PBA-W-10-021113-5 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Storage to NW) 

safe box

PBA-W-10-021113-6 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Closet to E) floor

PBA-W-10-021113-7 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Open office to N) 

copier

PBA-W-10-021113-8 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Waiting area to W) 

cabinet

PBA-W-10-021113-9 11-Feb-13

1,000 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 9 

(Hallway to S) floor

N 

Clearance Sampling-Second attempt Page 1 of 5 Level 10th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 10th

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-10-021113-R1 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

PBA-W-10-021113-R2 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

E) 

PBA-W-10-021113-R3 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

E)

PBA-W-10-021113-R4 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

A/C return (Offices to 

W)

N 

Clearance Sampling-Second attempt Page 2 of 5 Level 10th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 10th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-10-021113-1 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Open office at RA 9 

to S) partition; no 

porous surfaces were 

identified in RA 1

PBA-MV-10-021113-2 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Open area to SW) 

chair

PBA-MV-10-021113-3 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Data entry Rm to NE) 

partition

PBA-MV-10-021113-4 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 4 

(Code academy to 

SE) carpet

PBA-MV-10-021113-5 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Reception to NW) 

chair

PBA-MV-10-021113-6 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to E) 

chair

PBA-MV-10-021113-7 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 7 

(Open cubicles to N) 

chair

PBA-MV-10-021113-8 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Drawing archives to 

W) cardboard box 

cover

PBA-MV-10-021113-9 11-Feb-13
<1,000 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Open office to S) 

partition

N 

Clearance Sampling-Second attempt Page 3 of 5 Level 10th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 10th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-10-021113-1 11-Feb-13 < 0.00074 F/CC

Random Area # 1 

(Women restroom to 

center)

PBA-A-10-021113-2 11-Feb-13 < 0.00069 F/CC

Random Area # 2 

(Movable files area to 

SW)

PBA-A-10-021113-3 11-Feb-13 < 0.00073 F/CC
Random Area # 3 

(Private office to NE) 

PBA-A-10-021113-4 11-Feb-13 <0.00071 F/CC

Random Area # 4 

(Code academy to 

SE)

PBA-A-10-021113-5 11-Feb-13  0.00072 F/CC
Random Area # 5 

(Break room to NW)

PBA-A-10-021113-6 11-Feb-13 < 0.00073 F/CC
Random Area # 6 

(Private office to E)

PBA-A-10-021113-7 11-Feb-13 0.00088 F/CC
Random Area # 7 

(Reception to N)

PPBA-A-10-021113-8 11-Feb-13 < 0.00067 F/CC

Random Area # 8 

(Drawing archives 

area to W)

N 

Clearance Sampling-Second attempt Page 4 of 5 Level 10th



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level 10th

PBA-A-10-021113-9 11-Feb-13  < 0.00072 F/CC
Random Area # 9 

(Private office to S)

Clearance Sampling-Second attempt Page 5 of 5 Level 10th



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling-Second attempt Page 1 of 5 Level 10th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 10th

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-10-021113-1 11-Feb-13
3,100 S/CM2 (3 
CHRYSOTILE 
STRUCTURES)

Random Area # 1 
(Lobby to center) 

floor

PBA-W-10-021113-2 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 2 
(Movable files room 

to SW) cabinet

PBA-W-10-021113-3 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 3 
(Data Entry room to 

NE) elevated 
cabinet

PBA-W-10-021113-4 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 4 
(Private office to 

SE) cabinet

PBA-W-10-021113-5 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Storage to NW) 

safe box

PBA-W-10-021113-6 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Closet to E) floor

PBA-W-10-021113-7 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 7  
(Open office to N) 

copier

PBA-W-10-021113-8 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 8 
(Waiting area to W) 

cabinet

PBA-W-10-021113-9 11-Feb-13
1,000 S/CM2 (1 
CHRYSOTILE 
STRUCTURE)

Random Area # 9 
(Hallway to S) floor

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling-Second attempt Page 2 of 5 Level 10th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 10th

A/C RETURNS AND SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-10-021113-R1 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
W)

PBA-W-10-021113-R2 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

A/C return (Lobby to 
E) 

PBA-W-10-021113-R3 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

A/C return (Offices to 
E)

PBA-W-10-021113-R4 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

A/C return (Offices to 
W)

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling-Second attempt Page 3 of 5 Level 10th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 10th

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-10-021113-1 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 1 
(Open office at RA 9 

to S) partition; no 
porous surfaces were 

identified in RA 1

PBA-MV-10-021113-2 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 2 
(Open area to SW) 

chair

PBA-MV-10-021113-3 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 3 
(Data entry Rm to NE) 

partition

PBA-MV-10-021113-4 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 4 
(Code academy to 

SE) carpet

PBA-MV-10-021113-5 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 5 
(Reception to NW) 

chair

PBA-MV-10-021113-6 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 6 
(Private office to E) 

chair

PBA-MV-10-021113-7 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 7 
(Open cubicles to N) 

chair

PBA-MV-10-021113-8 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 8 
(Drawing archives to 

W) cardboard box 
cover

PBA-MV-10-021113-9 11-Feb-13 <1,000 S/CM2 (NONE 
DETECTED)

Random Area # 9 
(Open office to S) 

partition

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling-Second attempt Page 4 of 5 Level 10th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 10th

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-10-021113-1 11-Feb-13 < 0.00074 F/CC
Random Area # 1 

(Women restroom to 
center)

PBA-A-10-021113-2 11-Feb-13 < 0.00069 F/CC
Random Area # 2 

(Movable files area to 
SW)

PBA-A-10-021113-3 11-Feb-13 < 0.00073 F/CC Random Area # 3 
(Private office to NE) 

PBA-A-10-021113-4 11-Feb-13 <0.00071 F/CC
Random Area # 4 
(Code academy to 

SE)

PBA-A-10-021113-5 11-Feb-13  0.00072 F/CC Random Area # 5 
(Break room to NW)

PBA-A-10-021113-6 11-Feb-13 < 0.00073 F/CC Random Area # 6 
(Private office to E)

PBA-A-10-021113-7 11-Feb-13 0.00088 F/CC Random Area # 7 
(Reception to N)

PPBA-A-10-021113-8 11-Feb-13 < 0.00067 F/CC
Random Area # 8 
(Drawing archives 

area to W)

N 



Minillas Government Building North Tower
San Juan, P.R.

Clearance Sampling-Second attempt Page 5 of 5 Level 10th

RA=Random Area Location:  Minillas North Tower
Area or Level:  Level 10th

PBA-A-10-021113-9 11-Feb-13  < 0.00072 F/CC Random Area # 9 
(Private office to S)



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0181
Date Received: 02-04-13
Date Analyzed: 02-05-13
Date Reported: 02-05-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level 11

Fibers / cc

P74140BLANK 1 0 100Blank

P74141PBA-A-11-020113-01 2 100 < 0.000743630

P74142PBA-A-11-020113-02 4 100 < 0.000743645

P74143PBA-A-11-020113-03 1 100 < 0.000753600

P74144PBA-A-11-020113-04 5.5 100 0.000753600

P74145PBA-A-11-020113-05 2.5 100 < 0.000743645

P74146PBA-A-11-020113-06 2 100 < 0.000743630

P74147PBA-A-11-020113-07 6.5 100 0.000883630

P74148PBA-A-11-020113-08 0 100 < 0.000753600

P74149PBA-A-11-020113-09 0.5 100 < 0.000743630

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



.. 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 11 ) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAVw POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEM AIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

@ PI3-0I~) 
P'?LflYO

CHAIN OF CUSTODY P7-4tLf9 
~~~~ %0 
CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 012613-A 

TURN AROUND TIME 

8 HR* 24HR 2DAY JDAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D m D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24HR 2DAY JDAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REM~KS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT ~ Accept Samples 
IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

D Reject Samples 

Relinqyished By: Daterrime d Rece~ By: Date/Time 

--x .~ JZ02--/3 I Cf : en.>/ ffi ~ ) ~1'1/ t3 7 QO 
! ( J 

*Call to confirm RUSH analysis. ' ...,;inlples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



Pl"3-ol8 / 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 11) Tel: 787-420-0220 

VOLUME/ )/o.--le /11 ·~ 
SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - o;,ot t ?J J I I ~ I 0 
PBA-A-11-020 113-01 A-i~ - /2/t ( ~ frivo.-k o+-h·c.P -fo tJ :3,030 oz,ort3 I 1 tJ : ere 
PBA-A-11-020113-02 fh·., - £A .J - ~-hro.~ -fn S6 3,~ t/1) o2-of! 3 I I o ~ 2.. Cf 
PBA-A-11-020 113-03 ~tt·,. - tf2 {I '1 - /-h.. I ( ~ -to uJ .JrfoOO ()Z-0{13! I I ;. o J.....-
PBA-A-11-020113-04 /fl'"' -121+ 'I - ~bbl/ 'fo O.r1.fer .3A,oD /)2()(13/ IJ:OO 
PBA-A-11 -020113-05 ft;y- ~12ft ~- Pr-/ v().k ,-f..(.; CP to N uJ ~)J(:, tf) OUJ/13 I ;a : <f'O 
PBA-A-11-020 113-06 Priv ,. 12./t ~ - 5m Y'(). e+e fo IJG 9,~R3o tJ ~/)' r3 I ;o : s;;L 
PBA-A-11-020113-07 Air- r AA +-- fr1 va..JeJ of..h·co :lu S w ~I ~3b ID2-Dll3f j{): 36_ 
PBA-A-11-020113-08 f+t'v .--{)..ft- 8- -- O~n cubick5 fu S 3,~()0 () '2- {)/( 31 /0 : 3.3 
PBA-A-11-020113-09 /fir ... AA 9 - oper, sforo..qe. -/b W .3,630 tl2-0l t3l ;o;s-8 

I J .&eett~/ -v:;r-
9t w-

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of 2 - -

VERSION CCOC.0112.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0128
Date Received: 02-04-13
Date Analyzed: 02-05-13
Date Reported: 02-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce P.R.; Level 11 

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05890
BLANK 3 0.093 1,0000 None

Detected
100 10 <1,000

T05891

PBA-MV-11
-020113-01

0.093 1,0000 None
Detected

100 10 <1,000

T05892

PBA-MV-11
-020113-02

0.093 1,0000 None
Detected

100 10 <1,000

T05893

PBA-MV-11
-020113-03

0.093 1,0000 None
Detected

100 10 <1,000

T05894

PBA-MV-11
-020113-04

0.093 1,0000 None
Detected

100 10 <1,000

T05895

PBA-MV-11
-020113-05

0.093 1,0000 None
Detected

100 10 <1,000

T05896

PBA-MV-11
-020113-06

0.093 1,0000 None
Detected

100 10 <1,000

T05897

PBA-MV-11
-020113-07

0.093 1,0000 None
Detected

100 10 <1,000

T05898

PBA-MV-11
-020113-08

0.093 1,0000 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0128
Date Received: 02-04-13
Date Analyzed: 02-05-13
Date Reported: 02-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce P.R.; Level 11

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05899

PBA-MV-11
-020113-09

0.093 1,0000 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE ~ I LABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 11 ) 

ASBESTOS METHOD 4 HR* 

PlMBULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEM AIR AHERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM 05755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

Tr3-0t'Q'3 ® 
TOS 'Zs 9.0-105'099 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab J.D. Range: 

Client#: 

Job contact NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 012613-A 

TURN AROUND TIME 

8 HR* 24 HR 2DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D 0 
D D D - - D D 
D D D D D 

. D D D D D 
D D D D D 
D D D D D 
D D (XI D D 
D D D D D 
D D D D D 
8 HR* 24 HR 2DAY 3DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

Date/Time 

* call to confirm RUSH analysis. 

VERSION CCOC.011 2.1/2-LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 11) Tel: 787-420-0220 

VOLUME/ Oa---k 1-r? ~ 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK -- ozotr:J ( I 3 : 3 S 

PBA-MV-11-020113-01 )J..V -A/J.-1 ,f<~c~!fonfv Ai( c;k,. ir ) 10X10 0"2-l>(t~ / 1~ :3 8 
PBA-MV-11-020113-02 MJ, AAZ -Sfur "'9« fo SG (c).a(r) 10X10 0 '2.. 0 I {3 ( I '/ : fJ ~ 
PBA-MV -11-02011 3-03 Uu· RA?> · 0{)(, C-U.b,df ~ uJlfJ().rf,·f.·onj 10X10 b2.o(/3 / 1E> : 19 
PBA-MV-11-020113-04 J-({) • M 1- /bNjJ-h·rn -/o N (/; /!(ouJ } !\ 

10X10 eL.. of t3 I 1/f ~ .zo 
PBA-MV-11 -020113-05 J). U "/lJ. ~ - Prt'vo It tJffice ~ N lU / cJ.~.;r) 10X10 0 2o1 {1 I / 3 : t/ 3 

PBA-MV -11-020113-Go J.{V .. /A~ - ~~v~r roomfD A){; (l a..rl,lion) 10X10 o2.b( 0 ( t 'f .' ~~ 
PBA-MV-11-020113-07 IJ.< 1/-~4' .,IJp~l'l oM ·a -In swYI'ad.,- ·/r"~n) 10X10 6zt)t t'l> I 13 : s-s-
PBA-MV-11-020113-08 IJJ) -RA ~ - f,.,-vafl. ~CP fo S -( clta.ir) 10X10 0 -zou 3 ( / <f : o o 

PBA-MV-11-020113-09 14/'-- ifr? - /)[An o{J~·c_e fv -lo "6 '"(c}toJ r) 10X10 02_01, 3/ / Y- : I I 
'-

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.01 12.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0130
Date Received: 02-04-13
Date Analyzed: 02-05-13
Date Reported: 02-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce P.R.; Level 11 

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05923
Blank 2 0.093 1,000 0 None

Detected
100 10 <1,000

T05924

PBA-W-11
-020113-01

0.093 100 0 None
Detected

100 10 <100

T05925

PBA-W-11
-020113-02

0.093 1,000 0 None
Detected

100 10 <1,000

T05926

PBA-W-11
-020113-03

0.093 1,000 0 None
Detected

100 10 <1,000

T05927

PBA-W-11
-020113-04

0.093 1,000 0 None
Detected

100 10 <1,000

T05928

PBA-W-11
-020113-05

0.093 1,000 0 None
Detected

100 10 <1,000

T05929

PBA-W-11
-020113-06

0.093 1,000 0 None
Detected

100 10 <1,000

T05930

PBA-W-11
-020113-07

0.093 1,000 0 None
Detected

100 10 <1,000

T05931

PBA-W-11
-020113-08

0.093 1,000 0 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0130
Date Received: 02-04-13
Date Analyzed: 02-05-13
Date Reported: 02-05-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce P.R.; Level 11 

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05932

PBA-W-11
-020113-09

0.093 1,000 0 None
Detected

100 10 <1,000

T05933

PBA-W-11
-020113-R1

0.093 1,000 0 None
Detected

100 10 <1,000

T05934

PBA-W-11
-020113-R2

0.093 1,000 0 None
Detected

100 10 <1,000

T05935

PBA-W-11
-020113-R3

0.093 1,000 0 None
Detected

100 10 <1,000

T05936

PBA-W-11
-020113-R4

0.093 1,000 0 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE r I LABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 11) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D ~ 

TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

1\3-013c@ 
TD5<1~3-T'05 '136 

CHAIN OF CUSTODY ~11./tf] 

LAB USE ONLY: 

CEI Lab Code: 

CEI Lab J.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 012613-A 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D lXI D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2DAY 3DAY 5DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
13 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

Date/Time 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 11) Tel: 787-420-0220 

VOLUME/ j}o. {:;(_/!'~ 
SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK - Ol-0/13 L 
PBA-W-11-02011 3-01 R..A- I - wip.f o:f jJr/va-k bfHtl fo IJ (disk. 10X10 020/131_ 1/ : t/1 
PBA-W-11-02011 3-02 !.en 2- - wt'!JI' a..+ ado,.ck' fo ~ c-(co. it,;.~, ) 10X10 01--ar r 3 I I I; 2=1-

PBA-W-11-02011 3-03 tZA- 3 -v../i/U t:>..f pn'va-k of.{.·Cfl.fow(Noa- ~ 10X10 ()ZO/ r3/ // : ft.{ 
PBA-W-11-020113-04 1<11 <f -wi(JP ~+ /obby_fv (}nkr((!./oov) 10X10 oz.. or _L 3 j_ II; 3 + 
PBA-W-11-02011 3-05 /LA~ - v-h/l..e at OpRn o#;u 1J IJW '(~/ooY) 10X10 ()2-Dft3/ lf '. t.fB 
PBA-W-11-02011 3-06 /<. fJr (p - 1).) i (Jf of-0~ o((,~ -/b IJ e-( f(,;o.,-) 10X10 cz.. o1 r 3{ ;;;s;-.2 
PBA-W-11-02011 3-07 A tl + - wrl}.l a:f-~~ o~h·a io 5W(ea.bii'R/- ~ 10X10 0~01 { 3 ( II : 19 
PBA-W-11 -020113-08 Af+ ~- W((J..P ~t 0/)Rtl cub idf 1o ~(...pfoof' 10X10 _Q_2-0/t3( II : 33 
PBA-W-11-02011 3-09 /{If Cf- uVr·pf ~ rNZfl rtsfrDo,.,_fo fi'b;n~ 10X10 62-0t r3 / jf ; Z,\{ 

PBA-W-11-02011 3-R1 tfo<<-tuY"J 1 eAII/7--f jof.h·ce jo ~ 
~ 

10X10 fl_ 2...011'3i__ I P : I I 
PBA-W-11-02011 3-R2 (l.e. -f~Av/1 ;;_ u,~,-p J~~·ce frJ W 10X10 .12_~0(13/ /:3 : If;; 
PBA-W-1 1-0201 13-R3 /l_.e/uo? 3 wi(.J-t / /o bbl( P W 10X10 ()2..0((3/ ;.3 :0:3 
PBA-W-11-02011 3-R4 /(_~ fuvr1 ~ wrp~'j /o bb'l -h F 10X10 02..ot .f.3_l t3 : D+ 

( 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 
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ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0262
Date Received: 02-18-13
Date Analyzed: 02-19-13
Date Reported: 02-19-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 12 (2nd attempt)

Fibers / cc

P74484BLANK 1 0 100Blank

P74485PBA-A-12-021513-01 4 100 < 0.000654170

P74486PBA-A-12-021513-02 0 100 < 0.000664080

P74487PBA-A-12-021513-03 0.5 100 < 0.000683990

P74488PBA-A-12-021513-04 14 100 0.00173975

P74489PBA-A-12-021513-05 2 100 < 0.000693900

P74490PBA-A-12-021513-06 2 100 < 0.000674020

P74491PBA-A-12-021513-07 1 100 < 0.000654125

P74492PBA-A-12-021513-08 6.5 100 0.000813930

P74493PBA-A-12-021513-09 4 100 < 0.000693930

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample.
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



~ CEILAGS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481 -1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 12 (2nd attempt) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR 

. 
A HERA D 

TEM AIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. # : 021413 

TURN AROUND TIME 

8 HR" 24HR 2DAY 

D D D 
D D D 
D D D 
D D D 
D D D 
D D [2] 

D D D 
D D D 
0 D ' Ll 
D 0 D 
D D D 
D D D 
D D D 
D D D 
8 HR* 24HR 2DAY 

D 
D 
D 
D 
D 

REMARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 

IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

*Call to confirm RUSH analysis. 

3 DAY 5 DAY 

D D 
D D 
D D 
D D 
D 0 
® 0 
D D 
D D 
(~) D 
'B D 
D D 
D D 
D D 
D D 
3 DAY 5 DAY 

D 
D 
D 
D 
D 

D 
D 
D 
D 
D 

Accept Samples 

Reject Samples 

VERSION CCOC.0112.1 /2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 12 (2nd attempt) Tel: 787-420-0220 

VOLUME/ 
Date/Time 

SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 - BLANK - 021513/ [0 ) [s-

PBA-A-12-021513-01 AIR-RA1- ~.;/; , u (/j r&IL. roc m -fo A! Jfi1V 021513/ 9 :s:-;L 
PBA-A-12-021513-02 AIR-RA2- (JJ o.. r' -f; n 4' a.. re Ci\. -fv uJ tjDFV 021513/ Cf:S (j 

PBA-A-12-021513-03 AIR-RA3- .5>=fora..qA' -h 5£" 3,tf10 021513/ JD:ov-
PBA-A-12-021513-04 AIR-RA4- i-o bb11 P &_n..f.er ~- q 7$:' 021513/ ~: lf-6 
PBA-A-1 2-021513-05 AIR-RA5- WtJ...i .. fl t?q C?.reA t-v G j, qoo 021513/ (0 .' tJ'O 

PBA-A-12-021513-06 AIR-RA6- /)t;J.en OA-bl clts fD ~ tU -;io:tD 021513/ q:sn 
PBA-A-1 2-021513-07 AIR-RA7- Pr-t' {)a.-k OM'c.P iD t1.J w ,i; (d-~ 021513/ 9:s y: 
PBA-A-12-021513-08 AIR-RAB- f/-?J (a) rA-1/ izJ s 3C!ED 021513/ 9/ tf.g 
PBA-A-12-021513-09 AIR-RA9- 0f.X'17 CL!blcl-Ps /() /If f3 39!3'0 021513/ /0/0 X 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of_2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0192
Date Received: 02-18-13
Date Analyzed: 02-20-13
Date Reported: 02-20-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 12 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06458
BLANK 3 0.097 9900 None

Detected
100 10 <990

T06459

PBA-MV-12
-021513-01

0.097 9900 None
Detected

100 10 <990

T06460

PBA-MV-12
-021513-02

0.097 9900 None
Detected

100 10 <990

T06461

PBA-MV-12
-021513-03

0.097 9900 None
Detected

100 10 <990

T06462

PBA-MV-12
-021513-04

0.097 9900 None
Detected

100 10 <990

T06463

PBA-MV-12
-021513-05

0.097 9900 None
Detected

100 10 <990

T06464

PBA-MV-12
-021513-06

0.097 9900 None
Detected

100 10 <990

T06465

PBA-MV-12
-021513-07

0.097 9900 None
Detected

100 10 <990

T06466

PBA-MV-12
-021513-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0192
Date Received: 02-18-13
Date Analyzed: 02-20-13
Date Reported: 02-20-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 12 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06467

PBA-MV-12
-021513-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company· Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 # : Level 12 (2nd attempt) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT {400} EPA600 D 
PLM POINT COUNT {1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV ,., POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST Vv1PE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5.Z55-03 D 
TEM QUALITATIVE CEILABS D 
OTHER: D 
LEAD PAlNT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER. 

LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job Contact· NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 021413 

TURN AROUND Tl~• 
8 HR* 24HR 2DAY 

D D D -
D D D 
D D D 
D D D 
D D D 
D D D 
o - D D 
D D D 
D D D 
D D D 
D D D 
D D 0 
D D D 
D D D 
8 HR* 24HR 2DAY 

D 
D 
D 
D 
D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

*call to confirm RUSH analysis. Samples will be disposed 

3DAY 50AY 

D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 

(®) D 
D D 
D D 

3 DAY 5 DAY 

D D 
D D 
D D 
D D 
D D 

Accept Samples 

Reject Samples 

VERSION CCOC.0112.1/2.LD 



l 

CE SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 12 (2nd attempt) Tel: 787-420-0220 

VOLUMEJ Date/Time 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK - 021513/ /£!:I 3 
PBA-MV-12-021513-01 MV-RA1 - Ooen cubicle to tV ( po..rH-foo/1 10X10 021513/ (3.'3.J 

PBA-MV-12-021513-02 MV-RA2- tJJcu-b'oq a.".eo.. --/7:> (JJ -r cJ74;,. J 10X10 021513/ ;.a:n 
PBA-MV-12-021513-03 MV-RA1- .#);Yf,f-!f;, t'."r"lffl-{v S£ ( cha./r ) 10X10 021513/ Jt/:0/ J 
PBA-MV-12-021513-04 MV-RA4- 10 ~4 fl /l.t:cepfJor~ ~ S ( S~f.~ ) 10X10 021513/ Pl:o9 
PBA-MV-12-021513-05 MV-RA5- fJrr'vtt.fi. of{;·U(_ jo ~ ( Cfl.rpef- ) 10X10 021513/ t.4: os-
PBA-MV-12-021513-0o ~'J-RA6- /1--t'rtA-k. o.ff>·cP -k 5 W { t!.l~ttJr 10X10 021513/ {_S:s-~ 

PBA.-MV-12-021513-07 MV-RA7- Prt'vtt.-k ofb'c{' -!v /'Jw t(I)'().Jv l 10X10 021513/ L9:Y:, 2.. 
PBA-MV-12-021513-08 MV-RAB- W n.ft,ence ft 5 ( co..r'/J-e_f I ~ 10X10 021513/ 14:~ 
PBA-MV-1 2-021513-09 MV-RA9- ()p~r? Ct<.hicJ.e.s m (1/6 /CP-rkf . 10X10 021513/ /9:39 

.... 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANOOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0194
Date Received: 02-18-13
Date Analyzed: 02-20-13
Date Reported: 02-20-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 12 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06482
BLANK 2 0.097 990 0 None

Detected
100 10 <990

T06483

PBA-W-12
-021413-01

0.097 990 0 None
Detected

100 10 <990

T06484

PBA-W-12
-021413-02

0.097 990 0 None
Detected

100 10 <990

T06485

PBA-W-12
-021413-03

0.097 990 0 None
Detected

100 10 <990

T06486

PBA-W-12
-021413-04

0.097 990 0 None
Detected

100 10 <990

T06487

PBA-W-12
-021413-05

0.097 990 0 None
Detected

100 10 <990

T06488

PBA-W-12
-021413-06

0.097 990 1 Chrysotile100 10 990

T06489

PBA-W-12
-021413-07

0.097 990 1 Chrysotile100 10 990

T06490

PBA-W-12
-021413-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0194
Date Received: 02-18-13
Date Analyzed: 02-20-13
Date Reported: 02-20-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 12 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06491

PBA-W-12
-021413-09

0.097 990 0 None
Detected

100 10 <990

T06492

PBA-W-12
-021413-R1

0.097 990 0 None
Detected

100 10 <990

T06493

PBA-W-12
-021413-R2

0.097 990 0 None
Detected

100 10 <990

T06494

PBA-W-12
-021413-R3

0.097 990 0 None
Detected

100 10 <990

T06495

PBA-W-12
-021413-R4

0.097 990 0 None
Detected

100 10 <990

T06496

PBA-W-12
-021413-S

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



rr-CEILABS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 # : Level 12 (2nd attempt) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV VI POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

IEM DUST WlPE ASTM Dfi480-05 D 
TEM DUST MICROVAC ASTM D5755-03 0 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR• 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

-r13-0lqy ~ -r O&;;L/ ~ 2- - YO&lfq~<JY 
CHAIN OF CUSTODY 

LAB USE ONLY: 

CEI Lab Code: 

CEI La b I.D. Range: 

Client# 

Job contact: NORMA TORRES 

Email· nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 021413 

TURN AROUND TIME 

8 HR• 24HR 2DAY 3DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D 0 D 
0 D :l MV D 
0 0 D -D D 
0 D D D 0 
0 D D D D 
8 HR* 24 HR 2DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
14 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

Date/Time 

"'call to confirm RUSH analysis. Samples will be disposed 

VERSION CCOC.0112.1/2.LD 



I 

11 3 -- orCf-f 
SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 12 (2nd attempt) Tel: 787-420-0220 

VOLUME/ 
Date/Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK 
/' -- 021413/ L1.: 5V 

PBA-W-12-021413-01 WIPE-RA1-/)!!_.bl 0-dJtcM_ "/b IJ(_ L>nh'<:::1~1 10X10 021413/ /9:.3(:, 
PBA-W-12-021413-02 WIPE-RA2- t)pb? CJ-f2h~ 7fJ ()) ( e.7.eA.J6-ftl of.tttef 10X10 021413/ {_3 _. <ff; 
PBA-W-12-021413-03 WIPE-RA3--L),t?-l~"~ o,P.{r'u fo Sf:( COP ?.er ) 10X10 021413/ ;:3: zB 
PBA-W-12-021413-04 WIPE-RA4- /-ohbq fo CtM-/fr ( .P/oov ) 10X10 021413/ (P>: 2 2-

PBA-W-12-021413-05 WIPE-RA5- 0-.>n.(:erRna> fo E ( 0 k>t/?-ef ) 10X10 021413/ / 3 ::?D 

PBA-W-12-021413-06 WIPE-RA6- ()r1-(.n c;{l"et\.. n ~W ( pr!rr{er } 10X10 021413/ ('3: 57> 

PBA-W-12-021413-07 WIPE-RA7- :;;ey-vtfr .1pom to /J(J) 1".-F'frrl'-'l ) 10X10 021413/ I !J -'lf 2.. 

PBA-W-12-021413-08 WIPE-RAB- La n R-r~"lCR fn S (~mo. I( -lb.-b/e) 10X10 021413/ (3:23 

PBA-W-12-021413-09 WIPE-RA9- 011e~"~ etl bt'cff 1D 1J6 ( d.tsF=- \ 10X10 021413/ {_3; 3S'" 
PBA-W-12-021413-R1 WIPE-Return1- i-obbv to ~ 10X10 021513/ 1'1~ 2/!:; 
PBA-W-12-021413-R2 WIPE-Return2- 6..f_-Pic.Jl s -In -E 10X10 021513/ I l/ :z_ 'f 

PBA-W-12-021413-R3 WIPE-Return3- L-o hbv 1o uJ 10X10 021513/ /l.f-:3'2 
PBA-W-12-021413-R4 WtPE-Return4- Ot.fiCRS jb vJ 10X10 021513/ ;~; z.o 
PBA-W-12-021413-S WIPE-Supply- 0J)fr? Cl{ b /c.)~~ TV N w 10X10 021513/ !If:_: C/O 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 _ _ 

VERSION CCOC.0112.212.LO 



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0261
Date Received: 02-18-13
Date Analyzed: 02-18-13
Date Reported: 02-19-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.

Fibers / cc

P74474Blank-1 0 100Blank

P74475PBA-A-13-021413-01 10 100 0.00123945

P74476PBA-A-13-021413-02 20 100 0.00263825

P74477PBA-A-13-021433-03 9 100 0.00113975

P74478PBA-A-13-021413-04 6 100 0.000783750

P74479PBA-A-13-021413-05 16 100 0.00194155

P74480PBA-A-13-021413-06 28 100 0.00344050

P74481PBA-A-13-021413-07 6 100 0.000743975

P74482PBA-A-13-021413-08 11 100 0.00143780

P74483PBA-A-13-021413-09 11 100 0.00153615

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.26.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Anna Malmberg

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 13 (2nd attempt) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
'P\.~ GR~\1\METR\C EPA600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR · ·AHERA D 
TEMAIR EPA Levelll D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM OUST WIPE ASTM 06480-05 D 
TEM OUST MICROVAC ASTM 05755-03 D 
TEM QUALITATIVE CEl LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

-?\3- 02(p J 
n LfY-:r'-1 - P :rLf<-1 g 3 

CHAIN OF CUSTODY @) 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab 1.0. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. # : 021413 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3DAY SDAY 

D D D D D 
D D D D D 
D D D 0 D 
D D D D D 
D D D D D 
D D (XI D D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR" 24HR 2DAY 3 DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
it IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 13 (2nd attempt) Tel: 787-420-0220 

VOLUME/ Date/Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA UJ COMMENTS 

BLANK 1 BLANK --- 021413/ (_/:f) 

PBA-A-13-021413-01 AIR-RA1- Uht'd-e. tJffi"CR -tn 5 3/ltf-5"" 021413/ II : 0 "1-

PBA-A-13-021413-02 AIR-RA2- f/n' "et--f( o.P,'CR -(1 /VG 3,B:Z.s- 021413/ {0:~6 

PBA-A-1 3-021 413-03 AIR-RA3- fJr r'vo-.f.e_o P(7"CQ. ~ 6 3,q7s- 0214131 (_ o: 'I.:;-
PBA-A-13-021413-04 AIR-RA4- Of)M CJJ.hr'c/es fv S E 3,7S:V 021413/ {0~ :}:f-

PBA-A-13-021413-05 AIR-RA5- Prr' vll...-1:< o~'u.. it> fl) 1./,/5~ 021413/ ;"O:D 

PBA-A-13-021413-06 AIR-RA6- UJom.e11 bttf-/1 -fo C!.Qn-/er q, or-o 021413/ (0 ~ 3bL 

PBA-A-13-021413-07 AIR-RA7- f/n'vAf<:.. 0 ~(?(Q fr> ScU 3; Cj7!) 021413/ ;o:v-Lf-
PBA-A-13-021413-08 AIR-RAB- OpR./) CJLhlcie.S -to IJ uJ 3 1 ·rgD 021413/ /O.''f<]_ 
PBA-A-13-021413-09 AIR-RA9- f/rt'vtt:fe o(Lfr'GR fD 5 3,6/~ 021413/ If: o I 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.212.LD 



ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0199
Date Received: 02-19-13
Date Analyzed: 02-20-13
Date Reported: 02-20-13

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.
Level 13 (2nd attempt) 

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T06526

PBA-A-13
-021413-02

0None
Detected

3825 0.0026 0 <0.0013

T06527

PBA-A-13
-021413-06

0None
Detected

4050 0.0034 0 <0.00012

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court, Cary, NC 27511 
Tel: 866-481-1412; Fax: 91 9-481-1442 

COMPANY C O NTACT INFORM A TION 

company: Nortol (S. Quinones Project) 

Address: 

,__,, -~- U "L ~ I 
P'-:t L/ L{ 9-4 - f ':)-Lf <-/ ~ 3 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: I ! ' 0 ·1 'l<t ol 
CEI Lab J.D. Range: T cu~ ci 0 . ~~(9~o2/ 

·-· ,,_ - ·~ -

Client #: 

Job contact: NORMA TORRES 
PO BOX 366457, SAN JUAN, P.R. 00936-6457 Email: nortol@prmail.net 

Tel: 787-420-0220 
Project Name: SAQ-MGC North Tower, Santurce, P.R. Fax: email reports 
Project 10 #: Level 13 (2nd attempt) P.O. # : 021413 

I• TURN AROUND TIME -
ASBESTOS METHOD 4 HR* 8 HR* 24 HR 
PLM BULK EPA600 D D D 
PLM POINT COUNT (400) EPA600 D D D 
PLM POINT COUNT (1000) EPA600 D D D 
PLM GRAVIMETRIC EPA600 -. . '•" D D 

EPA600 ' D D 
PLM GRAV w POINT COUNT 

-""""-
• 

PCMAIR NIOSH 7400 D D D 
TEMAIR ··AHERA- D D D 
TEMAIR EPA Level II D D D 
TEM AIR NIOSH 7402 D D - D 1 
TEM BULK - - I~ 

-;_,_, .. 
D D CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D D D 
TEM DUST MICROVAC ASTM D5755-03 D D D 
TEM QUALITATIVE CEI LABS D D D 
OTHER: D D D 

~ -... L EAD PAINT METHOD . 4 HR* 8 HR* 24 HR 
LEAD PAINT EPA SW846 70008 

<; 

, ;:D,:tU'A;.. ' ~:.~. -:1 It;," 1t ,,, ' 

1':-f; -~ LEAD WIPE EPA SW846 70008 

~ ' '~i~f~ 
LEAD SOIL EPA SW846 7000B l'l .. 
LEAD AIR NIOSH7082 ~ OTHER: I~ . -~~ !~~\_~; '. - ,..,. 

~MARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT ' f IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

2 DAY 

D 
D 
D 
D 
D 
00 
D 
D -
00 
D 
D 
D 
D 
D 
2DAY 

D 
D 
D 
D 
D 

3 DAY 5 DAY 

D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D 
D D -
3 DAY 5 DAY 

D D 
D D 
D D 
D D 
D D 

Accept Samples 

Reject Samples 

*Call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LO 



-~ 

CEI:i~ 
SAMPLING FORM 

} 11 , 0 I '1~ 

COMPANY CONTACT INFORMATION ·' . ,, "· ·, 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 
Project ID # : Level 13 (2nd attempt) Tel: 787-420-0220 

•, 

··~ Date/Time VOLUME/ 
SAMPLE 10# DESCRIPTION /LOCATION ., AREA UJ COMMENTS 

BLANK 1 BLANK -- 021413/ Ll: t) 
PBA-A-13-021413-01 AIR-RA1- 8Lbi cle tJ.P.f,·CR. iD $ .3/l'IS"' 021413/ I/; 07-
PBA-A-1 3-021413-02 AIR-RA2- {/dll"-i<- o.(-h'c.J<. -{1 NG 3,B2-s- 021413/ /O:~G 
PBA-A-13-021413-03 AIR-RA3- fJr(vt)--f.e_o PWC12. ~ G 3,q7s- 021413/ /_ o: 'f_:;.. 
PBA-A-13-021413-04 AIR-RA4- 0(2.fY1 cuhr'r)! S fiJ S 6 3;7~0 021413/ (O~j~ 
PBA-A-13-021413-05 AIR-RA5- {J,.,· vA..-b. otfic.R. ro-iJ 1./,/5~ 021413/ ;o :n 
PBA-A-13-021413-06 AIR-RA6- Wtm.~ httfh -h C!2fJ1ey l~, or-v 021413/ ID :.3£L 
PBA-A-13-021413-07 AIR-RA7- Pn\rCLf<_ 0 F(tcQ fo SW 3,97!) 021413/ /0: V'Cf 
PBA-A-13-021413-08 AIR-RA8- 0p<.,"> ~hlcks -fr> 1J uJ 3, 7go 021413/ [O .' 't_Cj_ 
PBA-A-13-021413-09 AIR-RA9- /'riv~.:fe o(lfr'CR. YTJ (5 3rG!c:- 021413/ II; o I 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 
IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0191
Date Received: 02-18-13
Date Analyzed: 02-19-13
Date Reported: 02-19-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 13 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06448
BLANK 3 0.093 1,0000 None

Detected
100 10 <1,000

T06449

PBA-MV-13
-021413-01

0.093 1,0000 None
Detected

100 10 <1,000

T06450

PBA-MV-13
-021413-02

0.093 1,0000 None
Detected

100 10 <1,000

T06451

PBA-MV-13
-021413-03

0.093 1,0000 None
Detected

100 10 <1,000

T06452

PBA-MV-13
-021413-04

0.093 1,0000 None
Detected

100 10 <1,000

T06453

PBA-MV-13
-021413-05

0.093 1,0000 None
Detected

100 10 <1,000

T06454

PBA-MV-13
-021413-06

0.093 1,0000 None
Detected

100 10 <1,000

T06455

PBA-MV-13
-021413-07

0.093 1,0000 None
Detected

100 10 <1,000

T06456

PBA-MV-13
-021413-08

0.093 1,0000 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0191
Date Received: 02-18-13
Date Analyzed: 02-19-13
Date Reported: 02-19-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 13 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06457

PBA-MV-13
-021413-09

0.093 1,0000 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #:Level 13 (2nd attempt) 

ASBESTOS METHOD 4HW 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LA8S D 
OTHER: D 
LEAD PAINT METHOD 4HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

113- O ICJ / 
-to&/-fl-fJ -lb&Lf5·9- ~ 

CHAIN OF CUSTODY ~ 
LAB USE ONLY: 

CEI Lab Code: 
CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email. nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 021413 

TURN AROUND TIME 

8 HR• 24 HR 2DAY JDAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D 0 
D D D D D 
D D D D D 
D D .. ·-o D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D ~ D D 
D D D D D 
D D D D D 
8 HR'" 24 HR 2DAY JDAY 5DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES ~ 
9 SAMPLES PLUS 1 BLANK 0 

Accept Samples 

Reject Samples 

Date/Time 

* Call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 



CE 7r I LASS 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 13 (2nd attempt) Tel: 787-420-0220 

VOLUME/ Date/Time 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK 
' 

-- 021513/ t/.:'30 

PBA-MV-13-021413-01 MV-RA1- Pr,.l/t:L--k. o.fJ{.j•ep 1tJ s ( cua..ir J 10X10 021513/ a:.o~ 
PBA-MV-13-021413-02 MV-RA2- )h.._}/())OJ-1 ftJ /JE ( ca.rtJ.d \ 10X10 021513/ [0~¥6 

PBA-MV-13-021413-03 MV-RA3- WIJ.it:lf?Cf ar€ct h (JJ( CArf'.et ) 10X10 021513/ I(): <><t> 

PBA-MV-13-021413-04 MV-RA4- {/;-1' 11<A.k of!.{;'u -fu SE (Cita/Y) 10X10 021513/ 1/:DCf 
PBA-MV-1 3-021413-05 MV-RAS- () vJ.€n 0 (Jf-i' (.(! iu /J ( ellt:u' r ) 10X10 021513/ ;o:<;;f 

PBA-MV-13-021413-06 MV-RA6- ·7o 1<./f-~ R.ec.eph'ot1 1o N ( da.ir} 10X10 021513/ L[;t-=1-
PBA-MV-13-021413-07 MV-RA7- fh'vt'L--t'€ o/WCR fo §(A) ( SoA J 10X10 021513/ Ll; o.3 
PBA-MV-13-021413-08 MV-RA8- Pr-lr!tt.t""-e o(.!.H•u fv N oJ (cad'ef 10X10 021513/ LO; ~i.f 

PBA-MV-13-021413-09 MV-RA9- /))a.l f; Yl(! cu-eo..... -fo E ( Qarl).et 10X10 021513/ Ll '-13 
J 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANDOM AREA 

Page 2 of _2 __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0195
Date Received: 02-18-13
Date Analyzed: 02-21-13
Date Reported: 02-21-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 13 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06497
BLANK 2 0.097 990 0 None

Detected
100 10 <990

T06498

PBA-W-13
-021413-01

0.097 990 0 None
Detected

100 10 <990

T06499

PBA-W-13
-021413-02

0.097 990 0 None
Detected

100 10 <990

T06500

PBA-W-13
-021413-03

0.097 990 0 None
Detected

100 10 <990

T06501

PBA-W-13
-021413-04

0.097 990 0 None
Detected

100 10 <990

T06502

PBA-W-13
-021413-05

0.097 990 0 None
Detected

100 10 <990

T06503

PBA-W-13
-021413-06

0.097 990 1 Chrysotile100 10 990

T06504

PBA-W-13
-021413-07

0.097 990 0 None
Detected

100 10 <990

T06505

PBA-W-13
-021413-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0195
Date Received: 02-18-13
Date Analyzed: 02-21-13
Date Reported: 02-21-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ - MGC North Tower, Santurce, P.R.; Level 13 (2nd attempt)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T06506

PBA-W-13
-021413-09

0.097 990 0 None
Detected

100 10 <990

T06507

PBA-W-13
-021413-R1

0.097 990 0 None
Detected

100 10 <990

T06508

PBA-W-13
-021413-R2

0.097 990 0 None
Detected

100 10 <990

T06509

PBA-W-13
-021413-R3

0.097 990 0 None
Detected

100 10 <990

T06510

PBA-W-13
-021413-R4

0.097 990 0 None
Detected

100 10 <990

T06511

PBA-W-13
-021413-S

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



?' CEILABS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN , P.R. 00936-6457 

Project Name: SAQ-MGC North T ower, Santurce , P.R. 

Project 10 #: Level 13 (2nd attempt) 

ASBESTOS METHOD 4HR" 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR AHERA D 
TEM AIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D64_80-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O.#: 021413 

TURN AROUND TIME 

8 HR• 24HR 20AY 3DAY SDAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D 0 D 
D D f:J dRO D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24 HR 2DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 

14 SAMPLES PLUS 1 BLANK 
Accept Samples 

Reject Samples 

*call to confi rm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level 13 (2nd attempt) Tel 787-420-0220 

VOLUME/ 
Date/Time 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK - 021413/ !3 .' / D 

PBA-W-13-021413-01 WIPE-RA1 - /(eCef'ftof1 -{rJ 5 ( ~~{::- ) 10X10 021413/ I}?.,· 5"?-

PBA-W-13-021413-02 WIPE-RA2- D~,., C-1-tht'c/e fD /1)(3' ( (!..tt..bt.,ef) 10X10 021413/ LU I:}-
PBA-W-13-021413-03 WIPE-RA3- (}pe~ <:.Jtbt c.J.e. fo ().) ( ~Dfr'er} 10X10 021413/ 1/:?;f 

PBA-W-13-021413-04 WIPE-RA4- flr-IV"'--te. o,P.{i·c.R. fv S£(i.fdt4fd cahl~ iJ 10X10 021413/ (3.'D'f 

PBA-W-13-021413-05 WIPE-RA5- 0f)b1 CJJ.MC/-e~ {J (l) (deSk., 10X10 021413/ u ~l q_ 
PBA-W-13-021413-06 WIPE-RAG- /))o!WYl r<sfrot>m 'h C~{.f- ~>or I 10X10 0214131 l I; I 0 

PBA-W-13-021413-07 WIPE-RA7- 0Mr> cv..hic_/~ fo S l).} (r.onporcqs dfaiY 10X10 021413/ 13 : 0 I 

PBA-W-13-021413-08 WIPE-RAB- /)per. w,·c_fR ~ NW(Wb(/xartl /Jc.rf 10X10 0214131 //:z;:;-. 

PBA-W-13-021413-09 WIPE-RA9- ~1/I))().Jj fv {;;- (~/ocr 10X10 021413/ II: I Lf 

PBA-W-1 3-021413-R1 WIPE-Rerurn1- Job~ ~ 6 10X10 021413/ 10:2-0 

PBA-W-13-021413-R2 WIPE-Relurn2- L.obb'f-h uJ 10X10 021413/ /o:za 
PBA-W-13-02141 3-R3 WIPE-Return3- 0 f.{,· U? s. -h> w 10X10 021413/ fO; ~8 

PBA-W-13-021413-R4 WIPE-Return4- w.h'CilS -h £ 10X10 0214131 L0;3/ 
PBA-W-13-021413-S WIPE-Supply- Ooe11 o.Y?CA -ro .5E 10X10 021413/ JO;']Jq 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANDOM AREA 

Page 2 of 2 ---

VERSION CCOC.0112.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0018
Date Received: 01-07-13
Date Analyzed: 01-09-13
Date Reported: 01-09-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower; Santurce, P.R. (Level) 14

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05192
Blank 3 0.093 1,0000 None

Detected
100 10 <1,000

T05193

PBA-MV-14
-010413-01

0.093 1,0000 None
Detected

100 10 <1,000

T05194

PBA-MV-14
-010413-02

0.093 1,0000 None
Detected

100 10 <1,000

T05195

PBA-MV-14
-010413-03

0.093 1,0000 None
Detected

100 10 <1,000

T05196

PBA-MV-14
-010413-04

0.093 1,0000 None
Detected

100 10 <1,000

T05197

PBA-MV-14
-010413-05

0.093 1,0000 None
Detected

100 10 <1,000

T05198

PBA-MV-14
-010413-06

0.093 1,0000 None
Detected

100 10 <1,000

T05199

PBA-MV-14
-010413-07

0.093 1,0000 None
Detected

100 10 <1,000

T05200

PBA-MV-14
-010413-08

0.093 1,0000 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0018
Date Received: 01-07-13
Date Analyzed: 01-09-13
Date Reported: 01-09-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower; Santurce, P.R. (Level) 14

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05201

PBA-MV-14
-010413-09

0.093 1,0000 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 2751 1 

Tel: 866-481-141 2; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address·. 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #:(Level 14) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA 600 

PCM AIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

Client#: 

Job Contact: NORMA TORRES 

Email : nortol@prmai l.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 

TURN AROUND TIME 

8 HR* 24 HR 2 DAY 3DAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D 1Rl D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2 DAY 3 DAY 5DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

D 
D 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analys is 

VERSION CCOC.0112.1/2.LD 



-rtB-octS 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level14) Tel: 787-420-0220 

VOLUME/ .J)CA-te j T?n1 e 
SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK ,j - o!Otf/3 / ;s:oo 
PBA-MV-14-01 0413-01 Mt'crotftlC-M J - tJp11 Gtf;;tff.>llrtd! (Carpel; 10X10 D/01-1~/ ;(2: -'II 
PBA-MV-14-01 0413-02 I N.!crov~c,,(A. :t-::hk Roof?\.~ ,gf"-('cJitl;; 10X10 n 1 o4t-:s! 1.:1 :;;. :J...J 
PBA-MV-14-01 0413-03 ;..,li r:.rova.c,,tlf3 -ZP-M{A/xcks -h> (;;/ (dltlt'" '\ 10X10 01 D4t:s/ I 02- -- s-s--
PBA-MV-14-010413-04 J),t"~tJttc-1!114 -tp~ Gi{;/c~s -fo IVW(m,.--14~1 \ 10X10 ~ n1 o+!.~/ 1;;2; c-rs-
PBA-MV-14-01 0413-05 j,J;cnuc-.c- JZ4 s;-_ f1 ihu?fG ~ -J., SYCku/ 10X10 lot Mt oJ ;::s :o :;_ 
PBA-MV-14-01 0413-06 Uiu--ova. c, /)A(,- f ritJd,-k {)fhtp /o NC.-"{{'t,d.l·:" 10X10 0 ! O't/3) ;:2 :3 (p 
PBA-MV-14-01 0413-07 J).;C/1> vttc, RJl. 1-- t)p.n Gt.hlc/es fo £, ~cvp{t, 10X10 ln i04J3/ I :J-;3 J 
PBA-MV -14-01 0413-08 u~vac, 1211-f' , 'Dp&-1 (A/,{e-ks io ~w/far-14·-:~ ) 10X10 0 1 ()4-13 / ) :;.,: 5 ~ 
PBA-MV-14-01 0413-09 ;,lien ·Mc-12A f..- W<N·h·f'lq ,4-Y.ett -fo S (f.~~',crd 10X1 0 l> i6fl3) /3 : i I __, / 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

fU1::: /(a11ck m ay~ 

Page 2_ of :J__ 

VERSION CCOC.0112.212.LD 



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0010
Date Received: 01-07-13
Date Analyzed: 01-08-13
Date Reported: 01-08-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower; Santurce, P.R. (Level) 14

Fibers / cc

P73162BLANK 1 0 100Blank

P73163PBA-A-14-010413-01 24 100 0.00323675

P73164PBA-A-14-010413-02 15 100 0.0023675

P73165PBA-A-14-010413-03 6 100 0.000823600

P73166PBA-A-14-010413-04 2 100 < 0.000753600

P73167PBA-A-14-010413-05 4 100 < 0.000743630

P73168PBA-A-14-010413-06 9.5 100 0.00133675

P73169PBA-A-14-010413-07 4 100 < 0.000733675

P73170PBA-A-14-010413-08 8 100 0.00113600

P73171PBA-A-14-010413-09 11 100 0.00153630

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample.
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab
= 0.26.  The detection limit is 7 fibers/mm 2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-141 2; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #:(Level 14) 

ASBESTOS METHOD 4 HR* 
PLM BULK EPA 600 D 
PLM POlNT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA600 

PCMAfR NIOSH 7400 D 
TEMAIR AHERA D 
TEMAIR EPA Level II D 
TEMAfR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 
LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O.#: 

TURN AROUND TIME 

8 HR* 24 HR 2DAY 3 DAY 5DAY 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D !XI D D 
D D D D D 
D D D D D 
D !KI D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24HR 2DAY 3 DAY 5DAY 
D D D 
D D D 
D D D 
D D D 
D D D 

REMAR~: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
If' IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

D 
D 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1l2.LD 



Pt3-a::>to 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (l evel 14) Tel: 787-420-0220 

VOLUME/ .JA--te / 77 m-e 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK - o , o t~ 13 / /d; a o 
PBA-A-14-01 041 3-01 AfR...-flJI J-Co,ftr€-?G! ~"_fYl -/-o }:) 3,C, -r;:; 0/ Ot/(.3 /10:2-0 
PBA-A-1 4-01 0413-02 lA/ t..~ 12-A ~- !+iva. te oPf1·<D ~ S G" 3/~ 7s- OID't I 2> I Jo ·. o(p 

PBA-A-1 4-01 0413-03 l f/lfZ ~ /.11 .3- :5P rrMJ-{ Tv uJ .31~D0 010~1.3/ /0: /~ 
PBA-A-14-0 1 041 3-04 Atf.-~,4 4 - /1·r "'~ ~cR -fv Nw 31 t;.oo IOJOI-/ l3/ /0 ; /~ 

PBA-A-14-0 1 0413-05 J+J(<_- !?A.5- 'h/f'~ /J,om -fv .S .3/(>.30 DIO 't l3/ ;o:DCJ 

PBA-A-14-01 0413-06 lA-/ !G -til (e - Cv f) !et-e/lCR ~too IVl io A) E 3 . G75" Dl o ~ t--~ I Cf: s-7 
PBA-A-14-01 0413-07 IA-tfZ, flA '?-- fr-;,-fi~q /{T:eq Tu ~ 3;cP7~ D/0413) q :s-+ 
PBA-A-14-0 10413-08 lA! Ii-M?- VJr/,.~a..-fe oPhe£ .-/Q ~w 3;~0tJ 0J04t3/ /0,'/0 

PBA-A-14-0 1 0413-09 A-1 !2,£ff 9- tUO~/J s l.fsfrw(Y[ fv ()nh-- 3;~30 (\ /04/3 ) 'f. ·s-s-

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

!<A~ fa/ldom.. ~~ 

Page c2 of ~ 

VERSION CCOC.0112.212.LD 



ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0032
Date Received: 01-08-13
Date Analyzed: 01-09-13
Date Reported: 01-09-13

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower; Santurce, P.R. (Level) 14

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T05300

PBA-A-14
-010413-01

0None
Detected

3675 0.0032 0 <0.00064

T05301

PBA-A-14
-010413-02

0None
Detected

3675 0.002 0 <0.00025

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412
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Li:~LABS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

~ 

-

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 14) 

ASBESTOS METHOD 4HR* 

PLM BULK EPA 600 D 

PLM POINT COUNT EPA 600 D 

PLM POINT COUNT EPA 600 

PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA600 

PCM AIR NIOSH 7400 D 

AIR A HERA D 

TEM AIR EPA Level II D 

TEMAIR NIOSH 7402 D 

TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 

TEM DUST MICROVAC ASTM D 

TEM QUALITATIVE CEI LABS D 

OTHER: D 

LEAD PAINT METHOD 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

T13- 0032 
105300(]:) 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

~--- - ·- -

Client#: 

Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O.#: 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3DAY 5DAY 

D D D D D 

D D D D D 

D D D D D 

D D D D D 

D D D D D 

D D lXI D 

D D D D 

D D D D D 

D D D D 

D D D D D 

D D D D D 

D D D D D 

D D D D D 

D D D D D 

3DAY 5DAY 

D D 
D D 

D D D 
D D D 

D D D 

REMAR*: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 

IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 
Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. 

VERSION CCOC.0112.1/2.LD 



RE: Laboratory Report for SAQ-MGC North Tower; Santurce, P.R. (Level) 14 (P13-0010 ... Page 1 of 1 

From 

To 

Subject 

"NORTOL Environmental" <nortol@prmail.net> Date: Wed 1/9/2013 8:36AM 

"CEI Labs, Inc." <asbestos@ceilabs.com> View: HTML 1 Text 1 Header 1 Raw Content 

RE: Laboratory Report for SAQ-MGC North Tower; Santurce, 
P.R. (Level) 14 (P13-0010) 

NORTOL Environmental has requested that a read receipt be sent when this message is read. Do you want to send a receipt? Yes 1 No 

Good morning. 

For reference order, in addition of the sample PBA-A-14-010413-01 (>0.002 flee) please analyze also 
the sample PBA-A-14-010413-02 (0.002 flee) for NIOSH 7402 TEM. TAT for both is 24-hr as 
indicated in the CoC. 

Thanks. 

Norma T. 

We suppo1·t all GREEN initiatives, please consider the l'll\'h·onment before printing this email. Snve n Tree. 

Nortol Environmental 8t Occupational Safety, Inc. 
Phs. 787-420-0220 I 787-240-2040 I 787-761-5527 +Fax: 787-293-5774 +Web: www.nortol-pr.com 

CONFIDENTIALITY NOTE: This communication contains information belonging to Nortol Environmental & Occupational Safety, Inc. (NEOSI) 
which is confidential and/or legally privileged. The information is intended only for the use of the Individual or entity named above. If you are 
not the intended redpient, you are hereby notified that any disclosure, copying, distribution or the taking of any action In reliance on the 
contents of said information is strictly prohibited. If you have received this communication by error, please delete it from your computer and 
notify us immediately. 

From: CEI Labs, Inc. [mailto:asbestos@ceilabs.com] 
Sent: Tuesday, January 08, 2013 4:18 PM 
To: nortol@prmail.net 
Subject: Laboratory Report for SAQ-MGC North Tower; Santurce, P.R. (Level) 14 (P13-0010) 

Attached is the laboratory report for your recently submitted samples. Acrobat Reader is required to 

view the attached file (free download at http:/ /www.adobe.com). Please print out a copy for your 

records. 

We appreciate your business, 

CEI Labs. 

{866) 481-1412 

The contents contained in this email are confidential and legally protected. If you happen to receive 

this email in error, please call our office and delete immediately. 

https://mai12.atlanticbt.com/Main/fnnPreview.aspx?folder=inbox&messageid=18125&map... 1/9/2013 



COMPANY CONTACT INFORMATION 

Pt3-coto 
Tl3-ocB2. 

~AIVlPUNG t-ORIVI 

-

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 
Project 10 #: (Level14) Tel: 787-420-0220 

C.' .. 
J;h...-te /77 fll-e VOLUME/ 

SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 
BLANK 1 BLANK - o I o lf 13 / I 4 ; 3 0 

PBA-A-14-010413-01 A/ 12--- f-4 /-Co11 ftre/}~ /h"IY/ -fv J.J .3;615" 0/0z.j(..E //0:2-0 ~ 

m 

PBA-A-14-0 1 0413-02 A-It..- !ZA ~- fr ivet -k oPPicQ fD s ~ :3/~ 7 s- OIDi 12> I !o: o~ 
PBA-A-14-0 1 0413-03 1/f fC- /-/1 .3- .5jtJ ra..Pj.( fv uJ 31~l>O 010113/ 10: Is:-
PBA-A-14-0 10413-04 At/2-~II- 4- /1·r'vcJf oP-Rc.e -fa N u} 3/~oo IOm'1l3 / /0; /~ 
PBA-A-14-0 1041 3-05 A-1~- /CA-5- 'hj_f'~ _/jpom -/P.S ..3;~30 V IO Lfl3/ /o:e;c:; 
PBA-A-14-01 0413-06 IA-t £_ -til (e- & fl ~CR l2co f'll 7o JJ E 3' ~ 7-s-' Dl o lf ~-..~ I Cj:s-7 
PBA-A-14-010413-07 IA-t!Z- !df -::r- f?rt-,-kf'lq lfr.eo... fu b .3J cP7~ 0/0413/ q;s-.::;-
PBA-A-14-01 0413-08 IA!!Z-M?- ~r/vtt.~ o{Jf;C£ . -fo rw .31~0[) 010413/ / 0 ,'/D 
PBA-A-14-0 10413-09 A-1 12-£/1- 9- t.uorne/J s 1-fsfrF~ fD {];~v 3 ; (:,30 '(\I() 4!3 I Cf:s-s-

! 

A IR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC. THEN ANALYZE 

FOR NIOSH 7402 

I< A~ £'a/} ckl?'\. ttre-tt.. 
... 

-

Page d of ~ 

VERSION CCOC.0112.212.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0022
Date Received: 01-07-13
Date Analyzed: 01-08-13
Date Reported: 01-09-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower; Santurce, P.R. (Level) 14

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05234
Blank2 0.093 1,000 0 None

Detected
100 10 <1,000

T05235

PBA-W-14
-010413-01

0.093 1,000 0 None
Detected

100 10 <1,000

T05236

PBA-W-14
-010413-02

0.093 1,000 2 Chrysotile100 10 2,100

T05237

PBA-W-14
-010413-03

0.093 1,000 0 None
Detected

100 10 <1,000

T05238

PBA-W-14
-010413-04

0.093 1,000 0 None
Detected

100 10 <1,000

T05239

PBA-W-14
-010413-05

0.093 1,000 0 None
Detected

100 10 <1,000

T05240

PBA-W-14
-010413-06

0.093 1,000 0 None
Detected

100 10 <1,000

T05241

PBA-W-14
-010413-07

0.093 1,000 2 Chrysotile100 10 2,100

T05242

PBA-W-14
-010413-08

0.093 1,000 0 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0022
Date Received: 01-07-13
Date Analyzed: 01-08-13
Date Reported: 01-09-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower; Santurce, P.R. (Level) 14

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05243

PBA-W-14
-010413-09

0.093 1,000 1 Chrysotile100 10 1,000

T05244

PBA-W-14
-010413-S1

0.093 1,000 2 Chrysotile100 10 2,100

T05245

PBA-W-14
-010413-R1

0.093 1,000 0 None
Detected

100 10 <1,000

T05246

PBA-W-14
-010413-R2

0.093 1,000 0 None
Detected

100 10 <1,000

T05247

PBA-W-14
-010413-R3

0.093 1,000 0 None
Detected

100 10 <1,000

T05248

PBA-W-14
-010413-R4

0.093 1,000 0 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE ~ I LABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 14) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR AHERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM OUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

Client#: 

Job contact: NORMA TORRES 

Email : nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3DAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D !8J D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24HR 2DAY 3DAY 5DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
14 SAMPLES PLUS 1 BLANK 

D 
D 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level14) Tel: 787-420-0220 

VOLUME/ pt:A..-t e ; -r;·m e 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK / _ - O!Ot./!3 / !"f< /~ 
PBA-W-14-0 10413-01 tAP€ ~ R fl- I - ('u bick o+h (Rs fo N ( dfl5t:: 10X10 ()/ 04!31 / ;_· 0~ 
PBA-W-14-01 0413-02 (jJr:.a-f - r:<.lt :; -Ma,-J aom --Jo ~ ~(~pte/i 10X10 OJ 04-!3/ Jo : c.fD 
PBA-W-14-0 1 0413-03 I)),:P--f- /.If 3 - r!ttbicle o -P{ic.RS .., fo' GJfP;,/t~ r) 1ox1o 0{04!3/ jD :~::j-

PBA-W-14-01 0413-04 iJ,. 'pP - l<ff 4- - f kcJ"""ic.a./ /ZPJI"tl ft N ui(,P(oc l 10X10 lDJo4-J31 II :o I 
PBA-W-14-01 0413-05 11liJR-I<A ~-Ope"' of.kc.{J h .S ( dt':r /:.. V 10X10 o In 4-! 3 I 1 n : St- t3 
PBA-W-14-01 0413-06 1/))/;;-P- flit (, - Pn-va.k oPh'cR -1o /Je(ll_rl~rd I) 10X10 ()10413/ /1); .2>5" 
PBA-W-14-01 0413-07 u/;/-f~ Rfl-:r~ h(Qfl {2R?froonr.. fo ~-{-'/aar' 10X10 OIDt/3/ /0: t.J </-
PBA-W-14-0 10413-08 /J/~~- !{A <l ~ fJriJ6:.-/e oftr'cR fo Stil(od)l~ J. 10X10 ()/ D413 / / IJ ; s-1 
PBA-W-14-01 0413-09 ;;}, tJi>""' !<A 1-. /))tJm.en ~-/room fo M/far~i ) 10X10 01 ()4-1.3 / / D ,· 33 
PBA-W-14-01 0413-S1 'wi J;-e-- 6ufpl'( -!~ L .o,.t-.Jti<fflU:r{)/Q(j- 61•1- ./ 10X10 Ol 0113 / !3: ti. t;atv f-

PBA-W-14-01 0413-R 1 (JJ:~ - 1/.P-/yr-(7 / - £)p.{'"_r(l j, f.ohhy ~ 10X10 Ql()413) IS : ~~ 

PBA-W-14-0 1 0413-R2 uA JJ-t - l<rluvt? :J-Afw-n hhb·r fv fas-t 10X10 DIDfi3J /3 : 3.) 
PBA-W-14-0 1 0413-R3 , 1)1/J.P - /lffu"Y{} 2 -IIR_fltm o~'io &s+- 10X10 ()I04to/ ;o:'-fJ 
PBA-W-14-01 0413-R4 w f·p.e- k/#,.11 1 - 12o.llJf/l 4 Cft"cP -h oJ:.st 10X10 {) I 04-13 I 13 : Cjj-

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

(K f+; P.anck/?1- ar-e<7-

Page 2 of c2, 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0985
Date Received: 12-31-12
Date Analyzed: 01-03-13
Date Reported: 01-03-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

AMENDED

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. (Level 15)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05046
Blank 2 0.093 1,000 0 None

Detected
100 10 <1,000

T05047

PBA-W-15
-122812-01

0.093 1,000 0 None
Detected

100 10 <1,000

T05048

PBA-W-15
-122812-02

0.093 1,000 0 None
Detected

100 10 <1,000

T05049

PBA-W-15
-122812-03

0.093 1,000 0 None
Detected

100 10 <1,000

T05050

PBA-W-15
-122812-04

0.093 1,000 0 None
Detected

100 10 <1,000

T05051

PBA-W-15
-122812-05

0.093 1,000 0 None
Detected

100 10 <1,000

T05052

PBA-W-15
-122812-06

0.093 1,000 0 None
Detected

100 10 <1,000

T05053

PBA-W-15
-122812-07

0.093 1,000 0 None
Detected

100 10 <1,000

T05054

PBA-W-15
-122812-08

0.093 1,000 0 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0985
Date Received: 12-31-12
Date Analyzed: 01-03-13
Date Reported: 01-03-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

AMENDED

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. (Level 15)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T05055

PBA-W-15
-122812-09

0.093 1,000 0 None
Detected

100 10 <1,000

T05056

PBA-W-15
-122812-S1

0.093 1,000 0 None
Detected

100 10 <1,000

T05057

PBA-W-15
-122812-R1

0.093 1,000 0 None
Detected

100 10 <1,000

T05058

PBA-W-15
-122812-R2

0.093 1,000 0 None
Detected

100 10 <1,000

T05059

PBA-W-15
-122812-R3

0.093 1,000 0 None
Detected

100 10 <1,000

T05060

PBA-W-15
-122812-R4

0.093 1,000 0 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 15) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEM AIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

0 

Client#: 

Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 1:1-U/:2- A 
TURN AROUND TIME 

8 HR* 24 HR 2DAY 3DAY SDAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D 00 D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24HR 2DAY 3 DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
14 SAMPLES PLUS 1 BLANK 

D 
D 

Accept Samples 

Reject Samples 

Date/Time 

o:boa.m t 

*can to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 15) Tel: 787-420-0220 

VOLUME/ j:)~/P /71~ 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK - I :1 :L?I ~ 1 /2. . 0 () 

PBA-W-15-122812-01 t}J/,¥1~-I!JI I -~PQ/1 ot-h'cesio 6 (O>tfJieY ) 10X10 ;~:J-9'!:;-/ ; J :v.3 
PBA-W-15-122812-02 {)J/(J~ -!1A :;;1-- "io /;Jxt -/r> (}y1.jw \.( -Pfo~ ,,;) 10X10 /.;l:J.i'!~l to: s I 

10X10 !.:J-~rr;:;..f I/: 2Y 
10X10 ~~~~19/ I I : D'f 
10X10 I .;J-dJ-k/ d-/ )/ : '- y 

PBA-W-15-122812-06 [))i/)f -ILA (;- Op~n cfb·c.e fo tJ6 (p;_,f,·-(i'Ol-:J 10X10 j_d- .;lk;oj_ ;o:~c; 

PBA-W-15-122812-07 w~·pe -J(A -=r- flrinfr.r at'Qa. n SuJ(,ori'IJ?r) 10X10 ~~*17-L /f:f~ 
10X10 f.;l- ~f.;>./ /o-'S-3 

PBA-W-15-122812-09 (,lj t{J~ - ;2./1-Cj- Cubicle tf{icP fo 'IJuJ ( ~t.) 10X10 l~?!dl/ II/ I I 
PBA-W-15-122812-51 U)i ,&-f - ;fjp~IJ(f ..-l{ft tj hQ..f/wfU{ '- / 10X10 ) ;J..;;L<j-I:;./ I 3 : :3 3 

PBA-W-15-122812-R1 Wr"tJP - .lfi.~r--1 -~A g (1~rf.Ke 10X10 / d .;;2.8/:;./ j3."2/ 

PBA-W-15-122812-R2 uJr~oP -1!-e/ur~-- U<ft I or:h·cR -1-b 56 10X10 j_;J. ;) . .<(-I;;.. _L /3;2, 
PBA-W-15-122812-R3 wl'?lf- IM-fvr~- ~A 7 6-t'fiCP ~ s w 10X10 1;,;.:;;. ~ tdl I /3:.39 

PBA-W-15-122812-R4 cvi/.;.f.- ~e.fz<rr? -l<A: CJ Lobb1 -ft> tJ 10X10 II .;z..:;- (?- I ;}.-I 11- : 0 0 
I ../ 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

Page of _ _ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0957
Date Received: 12-20-12
Date Analyzed: 12-20-12
Date Reported: 12-21-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. ( Level 16)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04834
Blank 2 0.093 1,0000 None

Detected
100 10 <1,000

T04835

PBA-MV-16
-121812-01

0.093 1,0000 None
Detected

100 10 <1,000

T04836

PBA-MV-16
-121812-02

0.093 1,0000 None
Detected

100 10 <1,000

T04837

PBA-MV-16
-121812-03

0.093 1,0000 None
Detected

100 10 <1,000

T04838

PBA-MV-16
-121812-04

0.093 1,0000 None
Detected

100 10 <1,000

T04839

PBA-MV-16
-121812-05

0.093 1,0001 Chrysotile100 10 1,000

T04840

PBA-MV-16
-121812-06

0.093 1,0000 None
Detected

100 10 <1,000

T04841

PBA-MV-16
-121812-07

0.093 1,0000 None
Detected

100 10 <1,000

T04842

PBA-MV-16
-121812-08

0.093 1,0000 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0957
Date Received: 12-20-12
Date Analyzed: 12-20-12
Date Reported: 12-21-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. ( Level 16)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04843

PBA-MV-16
-121812-09

0.093 1,0000 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



?" CEILAGS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 
. 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 16) 

ASBESTOS METHOD 4 HR* 

PLMBULK EPA 600 D 
PLM POINT COUNT (400) £PA600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAVw POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEM AIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEILABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

T1 '2 - cf/5 -=t
~o4 ~3~-~d1~4S~ 

CHAIN OF CUSTODY ~ 
LAB USE ONLY: 

CEI Lab Code: 
l 

CEI Lab 1.0. Range: 

Cli~ht #: ~ 
Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 1::1ttB I~ ~ B 
TURN AROUND TIME 

8 HR* 24HR 2DAY 3DAY SDAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D 0 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D ~ D D D 
D D · D D D 
D D D D D 

8 HR* 24HR 2DAY 3DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755 ANALYSES Accept Samples 

Reject Samples 

* call to confinn RUSH analysis. Samples will be dispose 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (level 16) Tel: 787-420-0220 

VOLUME/ t:)V\.-k ;-;., ·~ 
SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 2 BLANK - ;:uBtz../ ~~ ~ tY<J 
PBA-MV-16-121812-01 M v-121+.1 - lir:i< J-cu.f:r·J-(' .;.f~~ fv s .-r 10X10 I;)../ !J n. .. / ).3 ;52-

PBA-MV-16-121812-02 Mll --l<.ft z- paY/i·-fiDY'I td-CAhrckooo-h iiW 10X10 L.J.J~ :;..'j_j.3 .' st3 
PBA-MV-16-121812-03 j.tl) - JlJJ- 3 - c.J,a.ir r.d pr /1M If of:G'CR /b )./ G 10X10 1J-1 s ;J- I;~: z.3 
PBA-MV-16-121812-04 M t/- (2ff 1{-- ]'arfl"/i~ of~ ~C(J -/1 A/ W 10X10 I~/ B I~ I /.!J : :3 ~ 
PBA-MV-16-121812-05 M V .... fl-lr~- ck.iY ne.xt--1-R S {_ceJJ!,.-) 10X10 I:J-1 r-12./ I ..3 : S'' 
PBA-MV-16-121812-06 1\.{ 1/-!Ut 6 - cabt-,ef ~r (jl.f 4ft" OJIJ,ck 1D .S ( 10X10 0-/81 z, I /3 :Is-
PBA-MV-16-121812-07 J'-\ .; ... fl.A- 1 --~ha.i r af privo.k rfhcR -It> S w 10X10 I J~ff/7..-/ l*:lf7-
PBA-MV-16-121812-08 M \J .. f2.A 1-- lrn< tAf 1Jpt11 of .HeR -k N 10X10 1~/ftz.../ J'3 :3/ 
PBA-MV-16-121812-09 )J. v ... !Uf Cj- c),ai, ~ t PNVC~:k O~CR fo G 10X10 !i2-l 41_2-L _j 3 :I -::{.. 

MICROVAC SAMPLES FOR ASTM 05755 ANALYSES 

Page of __ 

VERSION CCOC.0112.2/2.LD 



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P12-2839
Date Received: 12-20-12
Date Analyzed: 12-20-12
Date Reported: 12-20-12

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. (Level 16)

Fibers / cc

P72870BLANK 1 0 100Blank

P72871PBA-A-16-121812-01 13 100 0.00173645

P72872PBA-A-16-121812-02 6 100 0.000813630

P72873PBA-A-16-121812-03 10 100 0.00143600

P72874PBA-A-16-121812-04 18.5 100 0.00253600

P72875PBA-A-16-121812-05 14 100 0.00193675

P72876PBA-A-16-121812-06 6 100 0.000813645

P72877PBA-A-16-121812-07 7 100 0.000953600

P72878PBA-A-16-121812-08 0.5 100 < 0.000743630

P72879PBA-A-16-121812-09 0 100 < 0.000743630

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.27.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Gary A. Swanson

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

Com an : Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

~~:A- - 2-~39 
r12?S 7o- P77-8 7CJ ([§) 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab 1.0. Range: 

Client#: 

Job Contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Pro·ect Name: SAQ-MGC North Tower, Santurce, P.R. Fax: email reports 

Pro·ect 10 #:(Level 16) P.O.#: I tb ( Z3 ( :L..,.. A 
TURN AROUND TIME 

ASBESTOS METHOD 4 HR* 8 HR* 24 HR 

PLM BULK EPA 600 D D 0 
PLM POINT COUNT (400) EPA 600 D D 0 
PLM POINT COUNT (1000) EPA 600 D D 0 
PLM GRAVIMETRIC EPA 600 D 0 
PLM GRAV w POINT COUNT EPA600 D 0 
PCMAIR NIOSH 7400 0 D tKl 
TEMAJR AHERA D 0 0 
TEMAIR EPA Levelll 0 0 0 
TEMAIR NIOSH 7402 D 0 0 
TEM BULK CHATFIELD 0 0 
TEM DUST WIPE ASTM D6480-05 D 0 0 
TEM DUST MICROVAC ASTM D5755-03 D D 0 
TEM QUALITATIVE CEI LABS 0 0 D 
OTHER: 0 0 0 

LEAD PAINT METHOD 4HR* 8 HR* 24HR 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

REMARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

2DAY 

0 
0 
0 
0 
D 
D 
0 
D 
0 
0 
0 
D 
0 
0 
2DAY 

D 
D 
D 
D 
D 

3DAY 5DAY 

0 D 
0 D 
D D 
D D 
D 0 
D D 
D D 
D D 
0 0 
0 D 
D D 
D D 
D D 
0 D 

3DAY 5DAY 

D D 
D D 
D 0 
D D 
D D 

Accept Samples 

Reject Samples 

*call to confinn RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S . Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #:(Level 16) Tel: 787-420-0220 

VOLUME/ j)~~ j.J-r·~ 
SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK J{). 1812-1 j():5=$ /CX291'. v -
PBA-A-16-121812-01 A 11t -JZA I - 1/rr.tdf of.h~ _:b_ .SJ!-!1!!-_ 3~!i_S" l_~/CZrZl~ liJ:<;"Or1 f 

PBA-A 16-121812-02 A 1/2, - ;€.~ Z - fri v"'-IR o.f.f,UJ -fo W.psf- 3~ :31J t;).' ~1 :;..1 ,iJ. . () ~ /0 :2C} y: 
r 

PBA-A-16-121812-03 lA I£ -/2-A 3- f!-r ·t}a.k f).Pf,Cf2/:!D?I.f fv Ni§' 3 c,o-v 1/;)- / 'ild-/ ·~ II: OS"' 1.-

PBA-A-16-121812-04 lA I 12- - fl/1 -{1,-;vct.k off1(o 1-o f\1 IP 3,~ov !bJ ]}It?../ ~ /{J."3'ft'l 

PBA-A-1 6-121812-05 (J, f/(_ -£11 s- - Wofl\.e, P.Ps-f,-bo(YI fo (}n-/f,.- 3 /fo 75 f f2flj )iX_l fc) '3./-Jf f().' 38' A ~ 

PBA-A-16-121812-06 A;tl - fl.A ~ --Prit!rxk oPfiUJ -h 93" 3_L~lfS [!_.;;..' ~'~ ;;21 J.()-. ~s~ J(J: <f-'111 1:-

PBA-A-16-1 21812-07 IA1R - tA :f- fr;vo.-k tJf-.h·~ -/D s:w 3 ; 6VO ipl?f I :;:J.-j_ -11-:-&~ llJ :3~ /l 

PBA-A-16-121812-08 ,4 I t2- - !fA f' - /i.e c? p/i 0 () O.l:eO.. -jo A) 3/637> j;J-j:?/ ;}._j jj;dL 

PBA-A-1 6-1 21812-09 At t2--1-119- fJ/,·u;_}!_ of{icP h E; _3_ ~30 12-_l 8' I~ j_ /0 ; S'-::{ 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

Page fl , of tJ._; 

VERSION CCOC.0112.2/2.LD 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0958
Date Received: 12-20-12
Date Analyzed: 12-21-12
Date Reported: 12-21-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. ( Level 16)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04844
Blank 3 0.093 1,000 0 None

Detected
100 10 <1,000

T04845

PBA-W-16
-121812-01

0.093 1,000 0 None
Detected

100 10 <1,000

T04846

PBA-W-16
-121812-02

0.093 1,000 0 None
Detected

100 10 <1,000

T04847

PBA-W-16
-121812-03

0.093 1,000 0 None
Detected

100 10 <1,000

T04848

PBA-W-16
-121812-04

0.093 1,000 0 None
Detected

100 10 <1,000

T04849

PBA-W-16
-121812-05

0.093 1,000 1 Chrysotile100 10 1,000

T04850

PBA-W-16
-121812-06

0.093 1,000 0 None
Detected

100 10 <1,000

T04851

PBA-W-16
-121812-07

0.093 1,000 0 None
Detected

100 10 <1,000

T04852

PBA-W-16
-121812-08

0.093 1,000 0 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0958
Date Received: 12-20-12
Date Analyzed: 12-21-12
Date Reported: 12-21-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. ( Level 16)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04853

PBA-W-16
-121812-09

0.093 1,000 0 None
Detected

100 10 <1,000

T04854

PBA-W-16
-121812-R1

0.093 1,000 0 None
Detected

100 10 <1,000

T04855

PBA-W-16
-121812-R2

0.093 1,000 0 None
Detected

100 10 <1,000

T04856

PBA-W-16
-121812-R3

0.093 1,000 0 None
Detected

100 10 <1,000

T04857

PBA-W-16
-121812-R4

0.093 1,000 0 None
Detected

100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court, Cary, NC 27511 

Tel : 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P .R. 

Project 10 #:(Level 16) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA 600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR AHERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job Contact: NORMA TORRES 

Email : nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.o . #: 1 ;,r ro r;;. -e-
TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY SDAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D ~ D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24HR 2DAY 3DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480 ANALYSES ® 
D 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #:(level 16) Tel: 787-420-0220 

VOLUME/ 
SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 3 BLANK - iZ IB /2- I 13.' 3D 

PBA-W-16-121812-01 tiY(Jf'-t--A I - ft>,P ca.b;~f tt:.fCA~icJf -fr; .S 10X10 I~Btz/ II~ 3~ 
PBA-W-16-121812-02 wtPR- t£11 2- fbfJ CtAtr~t af ope~'~ otftep-fo'J.J 10X10 1 /-..!~ !Z/ II ;. Z 3 

PBA-W-16-121812-03 wt'!l-R- IU+ 3 - {: loo, af jJr, v ~ ~c;lcP /-D NE 10X10 j_;L/ 'i' I 'bL/t; 5 .:2_., 

PBA-W-16-121812-04 WipR- !2A '1- 5Jnct/(loJJ.e af Contfr-1t1CP ~ Nw 10X10 t~tJ'tz/ If; I~ 
PBA-W-16-121812-05 U)i p.R -IU+ ~- i-/oor f>e/cw flwr/at"-1 "h &rrkr 10X10 If;)./ g; z/ 12:0 .::J. 
PBA-W-16-~21.812-06 vJ,"pf-f./f- {p-df~ td pr-rJak ~~ -fn E. 10X10 J.).fK 11-/ I}: 4- I 
PBA-W-16-121812-07 ()}t~-eA '+-ffoo,- Mfruo.-k o{fic.R fo 5W 10X10 1 )../'i'f2-f J j; 30 
PBA-W-16-121812-08 W t'p{>- ff} r- .5M(t a·frfn JO.-k ()(:6• ~ fv fl! 10X10 f:J-I'i'/&/ /2 :O D 
PBA-W-16-1 21812-09 lw,-fJ-'?-rtft 9-_j le/t crf JJrivttk oe{;(f( ~ B li 10X10 j_ z}!J_ I zj_ II : <1-r 
PBA-W-16-121812-R1 w / !'e -12-1 - /2;.-/«;--n A/ c Lob1xr -/o w 10X10 ;,;z;JI(()./ J4-.'[) {p 
PBA-W-16-121812-R2 wi~-IG~ - A/c-f(efur~ Ubb'l-/7; l3' 10X10 ! :l/J/2,[ ;i/:0'1 
PBA-W-16-121812-R3 ok!'.f-/[3 -- i/c ~fum ofFices fD l::: 10X10 j_ ;J../<?121 j(.j : lf.j 
PBA-W-16-121812-R4 ().)lpP-/!__£1- 4ic ~ Df{iCRS -/-D u) 10X10 I -:J.-1 F f2-/ !If- : I q 

l '='8, -. A,.. 'l?1R1?~<:a - /1 p--..:l-QX~8 • 
_.. 

WIPE SAMPLES FOR ASTM 06480 ANALYSES 

Page :L of ;;;L 

VERSION CCOC.0112.212.LD 



ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0959
Date Received: 12-20-12
Date Analyzed: 12-21-12
Date Reported: 12-21-12

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. (Level 16)

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T04858

PBA-A-16
-121812-04

0None
Detected

3600 0.0025 0 <0.0013

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



eEl¥ 
LABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY C.ONT;ACH INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

"' ::"S ·~<·"' ~-. _,:: ... 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: (Level 16) 

' - .. ·- -· ~ - . -~ .. .. • 
<!· .. 

·;~··c ' .. ·.''.' " 
' Client#: r • _.! 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel : 787-420-0220 

Fax: email reports 

P.O.#: I:J t9 !:L- A 

ASBESTOS 
~~~------------------------~----------9~ 

24HR 

PLM BULK EPA 600 D 
PLM POINT COUNT EPA 600 D 
PLM POINT COUNT EPA600 D 
PLM GRAVIMETRIC EPA600 D 
PLM GRAY w POINT COUNT EPA 600 D 
PCMAIR NIOSH 7400 D D 
TEMAIR A HERA D D 
TEMAIR EPA Level II D D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD D 
TEM DUST WIPE ASTM D6480-05 D D 
TEM DUST MICROVAC ASTM D5755-03 D D 
TEM QUALITATIVE CEI LABS D D 

D D 

METHOD 

EPA SW846 7000B 

EPA SW846 70008 

EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

*call to confinn RUSH analysis. 

D 
D 
D 
D 
D 

D 
D 
D 
D 
D 
D 
D 
D 

D 
D '" · D 
D D 
D D D 
D D D 
D D D 
o · D D 
D D D 
D D D 
D D D 
D D D 
D D D 
D D D 

D D 

2·DAY 3DAY 5DAY 

D 
D 
D 
D 
D 

D 
D 
D 
D 
D 

D 
D 
D 
D 
D 

Accept Samples 

Reject Samples 

·J- ;o;zS 
~ 

0 days after analysis G 
1'2-/?D{ ( :2- y<-.1-( 1JI' 

' 
VERSION CCOC.0112.1/2.LD 



eEl~ LABS 

COMPANY CONTACT INFORMATION 

rrA. - 2 rg 3 ~ 
-If 2 - OCf01 

SAMPLING FORM 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 
Project ID #:(Level 16) Tel: 787-420-0220 

-<. ' ~ ;:, ~-

])a~/ c.J-r rn.t VOLUME/ 
SAMPLE 10# ' DESCRIPTION I LOCATION AREA COMMENTS 

BLANK 1 BLANK -- J:J- 16!2-/ ;~·G=B ;o;291 ~ 
PBA-A-16-121812-01 At!t -/ZA /- f/rivalf o+h~ -/?; .:5Ju-flt 34<fS" 1 /'()../ftiZ/~ lo:5:Vr1 lr 
PBA-A-16-121812-02 A 112-- /2,1}- t - fr; va-IR o.f·Fcfl -}o tY.psf 3~:3() I d- f )(1 ~1 J1- . (.1 S:: /0.'29"' lr 
PBA-A-16-121812-03 lA I £ -/ZA 3 - frr·vct-k o.P.Ace/3~-f fD N~ 1 '-01J 1/:J-/ <jJ,;)_ / -~ II: OS r1 

11'" 

PBA-A-1 6-121812-04 IAIP- -fl/ 1 - flriv"-koffr@ 1o Nr)) 31 ~()() ;:J /¥' !?-./ ~ /i).'3'ft1 v 

PBA-A-16-121812-05 A 1 /(._ -J:A .(" - LOa (1\.eYl ()._~sb i'JtYl fo Qn-/fy- 3 r&, 75 I at~ )i>Lf ft) '.!/-¥ j().' 3't A ~ 

PBA-A-16-121812-06 A I fL - fi.fi; ~ -Pri ,;crk oPW cP -h ~ 3;~ lfS I);)- I ?I I ;;LL 1-B-.'-3~ j(): cp/ /1 
1-

PBA-A-16-121812-07 IA1!2 -tA ::r:- fr;Jo-k t>f-lh~ -/v ~w 3;6'00 l:J-19 I ::J-j_ -If-:~ llJ :35 /l 

PBA-A-16-121812-08 1 A 1 ~ -ItA f - 11.£ c€ p-fi o t1 o.r.eo._ -fo IU_ 3_L637> );;:L/Y!;;L/ /j;oL 
PBA-A-16-121812-09 A1 !Z - tl! 9 - /),-/ud.f-e ~f{:tG> -h & 8 ~30 1 :21t J;;L I 1o : s-:t 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

Page 4 , of tJ__; 

VERSION CCOC.0112.212.LD 



Re: Laboratory Report for SAQ-MGC North Tower, Santurce, P.R. (Level 16) (P12-2839... Page 1 of 1 

From 

To 

Subject 

"NORTOL" <nortol@prmail.net> 

"CEI Labs, Inc." <asbestos@ceilabs.com> 

Re: Laboratory Report for SAQ-MGC North Tower. Santurce, 
P.R. (Level16) (P12-2839) 

Please, analyze sample #PBA-A-16-121812-04 via TEM NIOSH 7402. 

Thanks 

Norma Torres 

Sent from my iPhone 

On Dec 20, 2012, at 2:39PM, "CEI Labs, Inc." <asbestos@ceilabs.com> wrote: 

Date: Thu 12/20/2012 2:14PM 

View: HTML I Text 1 Header I Raw Content 

Attached is the laboratory report for your recently submitted samples. Acrobat Reader is 

required to view the attached file (free download at http:/ /www.adobe.com). Please print 

out a copy for your records. 

We appreciate your business, 

CEI Labs. 
(866) 481-1412 

The contents contained in this email are confidential and legally protected. If you happen 

to receive this email in error, please call our office and delete immediately. 

<P12-2839.pdf> 

https://mail2.atlanticbt.com!Main/frmPreview.aspx?folder=inbox&messageid= 17946&m... 12/20/2012 



ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P12-2773
Date Received: 12-13-12
Date Analyzed: 12-13-12
Date Reported: 12-13-12

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD 

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. 

Fibers / cc

P72588PBA-A-17-121212-01 6 100 0.000753900

P72589PBA-A-17-121212-02 7.5 100 0.000943900

P72590PBA-A-17-121212-03 2 100 < 0.000753600

P72591PBA-A-17-121212-04 4 100 < 0.000753600

P72592PBA-A-17-121212-05 19 100 0.00253750

P72593PBA-A-17-121212-06 5 100 < 0.000753600

P72594PBA-A-17-121212-07 6 100 0.000753900

P72595PBA-A-17-121212-08 3 100 < 0.000723750

P72596PBA-A-17-121212-09 7 100 0.000923750

P72597Blank 1 1 100Blank

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample.
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab
= 0.27.  The detection limit is 7 fibers/mm 2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Marti Bowers

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA PAT Proficiency #103025

METHOD: NIOSH 7400, A RULES



107 New Edition Court, Cary, NC 2751 1 

Tel: 866-481-1412; Fax: 919-481 -1 442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA 600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA600 

PCM AIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS 0 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 70008 

LEAD WIPE EPA SW846 70008 

LEAD SOIL EPA SW846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: /2/Z/2..-B 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D ~ D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
0 D 0 D D 
D 0 D D 0 
D D D D D 
D D D D D 
8 HR* 24HR 2DAY 3DAY SDAY 

D D D 
D D . a 
D D 0 
D 0 D 
D D D 

REMARKS: PCM f71'y 5aay:>f .s. F/oor # !?-
~ Accept Samples 

/-{!- flCPt-/VIOSI{ 7(/-DD i.s 70, 002.. f>/cc 4tt:n CVIa/r u by J;f;tJ~l- D Reject Samples 

Relinquished By: DatefTime Received By: Date/Time 

.JUttK/ ~ /;JI~/d-/;~ :30 )Cc:r;:j .-k/ /~ 1.?/ql 'J:rs-
I ~ 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N .Torres 
Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Tel: 787-420-0220 

VOLUME/ /Ja.-!e I 7i jfL1l 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

FtPA-4-11~ 12./2{2. -0/ Ary-- .1A I 811 (;)es. f\;-eq 1o >w .3,c;oo l~!)_f!J-/ ~<;!_'-'..D. /O.; 3 9 
lP~.A~A-17-12.12-Il -o2. Ai, ... ~ZA ~ fJ,./va-K O.ff1c{J io IJ a,..qoo Jf).-t.atr:J..L I tJ: IS 
~iW - A--/7-/2-f U2-tJ3 ,4, f./ AA .3 f'v1a.cJu n, fA;c-rt io P :?,~o o /.;l_f;J..t~/ /}:IS 
lc.M -A- 11- IJ../l-U. -o ¥ At v - /Z._/1 tf tlla.ciJ ; .,e 1/.oo m -/b W 3,..6ou i_}A/d-I~L il; zg 
PiM~~ · 11-fUUl-tJS Air- t<lt S Mrfl's /l.p>:f~ctn fo (];;~1../et-- 3,-?~0 J.,Z...f.J.,f~'/ I I: o 9 
PIJA -lc · 11 ~ tzl uz-C/J A.·r -- I!.A ~ 8,q Flits Ar~c< fo Sc ~~~0 1~1£112/ ;o: Cf'-1 
1-;JM-Ir -n-1 2/;J.tl-(J "1 A; t' _. I2_A "1- s~ rctCTI Room 1o NE:. 3t 1o0 IJ;Lt:21Rl ;z;: I o 
08A -A-11 -/zt;..;2. -o9 A; , - p A- ~ ~~-i 11cr/'t otffC:R ~ /'1 W ..3,7So I~L:J,f{l.f 1°: z~ 
:/)A If-A-I 1- rlt2.f7J- tJ9 A l•r _. #_fr 9 t'~1/l o-{!{r·C(l -/rJ S 3 7~0 ! 0-!~ld..../ !0; 3 3 

2>/an;::_ I J3/tti"J lc. -- tfr-I!J/:1/ /l> : o I 
I -

I 
){f)-If : ;];_£ PC.M-IJ!O~H P<fOO 

~sc~..!+ is 7 C). 002..- "-1/t~r; 
D.. no../ w U hv IE.M-NI n r ff ?r.-~ 2.. 

I ( 

Page a2 of .:2_ 
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0933
Date Received: 12-13-12
Date Analyzed: 12-14-12
Date Reported: 12-14-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04667

PBA-MV-17
-121212-01

0.093 1,0000 None
Detected

100 10 <1,000

T04668

PBA-MV-17
-121212-02

0.093 1,0000 None
Detected

100 10 <1,000

T04669

PBA-MV-17
-121212-03

0.093 1,0000 None
Detected

100 10 <1,000

T04670

PBA-MV-17
-121212-04

0.093 1,0001 Chrysotile100 10 1,000

T04671

PBA-MV-17
-121212-05

0.093 1,0000 None
Detected

100 10 <1,000

T04672

PBA-MV-17
-121212-06

0.093 1,0000 None
Detected

100 10 <1,000

T04673

PBA-MV-17
-121212-07

0.093 1,0000 None
Detected

100 10 <1,000

T04674

PBA-MV-17
-121212-08

0.093 1,0000 None
Detected

100 10 <1,000

T04675

PBA-MV-17
-121212-09

0.093 1,0000 None
Detected

100 10 <1,000

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0933
Date Received: 12-13-12
Date Analyzed: 12-14-12
Date Reported: 12-14-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R.

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04676
Blank2 0.093 1,0000 None

Detected
100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax : 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P .R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID # : 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) E.PA 600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCMAIR NIOSH 7400 D 
TEMAIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 

LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: . 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 
-

Tel: 787-420-0220 

Fax: email reports 

P.O. #: I :2/ :J_j :z_-c 
TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY SDAY 

D D D D 0 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D ·-

D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D l)?J D D D 
D D D D D 
D D D D D 
8 HR* 24 HR 2DAY 3DAY SDAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: M' c tc.rovt{; 6N'71-p/es F/oo;r 7F 17 I1J Accept Samples 

D Reject Samples 

Relinquished By: DatefTime Received B_y: DatefTime 

~nJA...~~ / CL-/;2.(~/11<. ::]{) ~4:TL..hl j ,( /] !,f q:;~ 

I M"" 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: P/oor'" :If 1-:::r Tel: 787-420-0220 

- Dafe/17~ VOLUME/ 
SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

~-,Mv'-- j::; - /J-/t{Z-DI MV-I<tl 1- /34t< a+ &q"h-fjA,~q fa·sw (0 )<I u ;::J..J;l./2 I ;5 ; to 
0M~!>ill-f~ -ltJt(t--bl · M\J -f.l.ll :2. - ~rf/-honrl Pr·ivale of.?:ee ~ rv /D'/(fu I 21 .).-! ::Z.. 'J I .:9: Y 9' 
P/Jfl-M\/-11-Il-l~tlf/3 MV -/<11 3 - tJJo../) o.-1 Mad i /If' I<IYI ~ £ ID)Uo 1-:J. /:2 t:Z.} JS: z. 3 

mA -Mv-r~-itJJ..tz.-o'f M I} -~A y ~ u/toc} F/oov q{ J.{aJa/~f {ltn -jo lA) (DXIu /J-..!:J-.12-y !5 ~ I "1-
~A- -MJ-,--:;-rutt~-or ~ I) -A 4 <:: - W:t I J Sr-/r.:.'lu fl ~c.kr~ ,&, -fo E., IOXIlJ 1~/':J.../:J- I IS::' ~-::{..-
IRBA-MII -n-,uu,A>~ I M \1- !2 A C, - flarJr·+·arJ af Ot?tn of-Pet -it> st !O'f !0 1~/:JJd/ /!f,·>B 
lt>~A ~ IJ\IJ -~~-mut-o~ I A.i V -i4 "1-- Ca.r(/t t af f.Jn·,.,Je o-/-h'cR -/o N~ foX ,o /;;lt.;J. / if /tf:33 

P/;14-M v~ 11-'Jzruz..()! M,\J -£48 -Cha./y #Cor/e~/JC.(7~ Mu} /0 J( IO 1.:2/d-/::J ,.,..-'f-G,• ~? 13.'53 

i!Jt;A -JIIv-r:nZ-!UZ--09 Mv-{1.A CJ -(Jtt.F-p·.fiot? af ~iqRI-eflre#<\ -A-S ,of- ,o ) ;}. I :J./ :J-j I 5 ., o -z 

JjC-fltJ K. 2. - "P./4. t1 K:.. -
--.:7 

lid.! Z/ :;._f Is-: Lf 0 ___.j 

, 

'---r/11 /crotltlC , <;t:~.fYL./) If_ l 
hY Aslt/1 17J s1~-o:. 
I 

Page c2. of j_ / 
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ASBESTOS AIR ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0935
Date Received: 12-13-12
Date Analyzed: 12-13-12
Date Reported: 12-13-12

Client ID
Lab ID

PCM
f/cc

TEM AIR NIOSH 7402

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. 

Asbestos
Fibers

Asbestos
Type

Volume
(Liters)

Asbestos
f/cc

Asbestos
%

T04690

PBA-A-17
-121212-05

0None
Detected

3750 0.0025 0 <0.00042

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 1 of 1CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



eEl &~ 
~~ 

-- ... :.~-'"'7 
LABS 

107 New Edition Court, Cary, NC 2751 1 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT-INFORMATION ._..,~ 

company: Nortol (S. Quinones Project) 

Address: 

- --~-- ~ 

PO BOX 366457, SAN JUAN , P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: 

·~ -
ASBESTOS 4HR* 

PLM BULK EPA600 D 
PLM POINT COUNT EPA600 D 
PLM POINT COUNT EPA600 

PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA600 

PCM AIR NIOSH 7400 

AIR A HERA 

TEMAIR EPA Levell! 

TEM AIR NIOSH 7402 

TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 

TEM DUST MICROVAC ASTM D5755-03 

TEM QUALITATIVE CEI LABS 

OTHER: 

LEAD PAINT 

LEAD PAINT 

LEAD WIPE EPA SW846 7000B 

LEA SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

II ,t .o 1?J;-6J 
To t.t (L,'1 tJ 

CHAIN OF CUSTODY 
LAB US E ONLY: 

CEI Lab Code: 

-, .. ••l ""~ c-:r~"-L'-~ '-'- - .·:~ .:"' ":·- -

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prrnail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: ) 2 / Z IZ--B 

TURN AROUND TIME 

8 HR* 24 HR 2 oi:w 
D D D 
D D D 

D D 
D D 
D D 

D 
D D 
D D D D 

D D D 
D D D 
D D D 
D D D 
D D D 
D D D 
.2 DAY 3DAY . 5DAY 

D D D 
D D . ' D 
D D D 
D D D 
D D D 

REMARKS: PCJVf fltY. Sa~f.:; F~o r ·# I::;-
Accept Samples 

1-P- PC/11-;1/I OSI{- 7(/0D i.s 70, 002- Pkc -1hen an~/rz.e 6y Jos-e;:J Reject Samples 

IJ.fl 
* c all to confirm RUSH analysis. Samples w ill be disposed of 30 days after a 

VERSION CCOC.01 12.1/2.LD 



COMPANY CONTACT INFORMATION '~ stYr:' - -

:Pf). J-71] 
TIJ...o115 

SAMPLING FORM 

·· -'·. :. ' • ~· '~- ~:.,, :;.-~ , ... . •: 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Tel: 787-420-0220 

.... · < .. ~ • • ,:__ ··'c: . " • : .• ::; ' .. ,... ··, . ,. ~'~L .. 
. VOLUME/ IJ~je/7!"~ .. 

.. ----- ·~ .. · '., . ----- - -· '7"..,.... ----:-~ 
.. 

SAMPLE ID# DESCRIPTION I u:kA TION AREA' ~- - . COMMENTS-
- -

', 

Ff!>f+.-11-11' 12/2{2. -()/ Ary-- tV\ I 13i1 Ft 'le~ Are cc -to s w .3,c;oo j~;;).. ft:J- 1 ,Y~· 1LL /0.; 3 9 

Pf3A~A-17-J2.JU2.-o2 Air-"" JZ.A ~ f/~vCL-If OMd ·io lJ a,qoo )f'1-l.l.:b i .J.. ! jtJ: 15 

~-A-17-12-!212-d3 A,· r./ ;.<A .3 fV1ru:.J,; hf fko,?? 1o~ 3,~00 /.::Z. f ::t 1 ,;2.j I J: I~ 
WI -A~ 11--IZ- JZ/1. -o V Ai V' -t<J(lf f'lla.cJ> ;.,f /Lcom -/b 11V 3, 6oV t~t.;l- 1~'! I I; zg 

~~~ · i'1,1UZi2-85 Air- t<A S flAe>11 ~ ;Z.p;;:fr!o~"1 fo (1;.,1-/e"" 3)'1~0 }q7.../ .;l,i;LY I I : 0 9 
~{3.4 ..-i • 11 '{2/ UZ' t/J A, ·~,' !lA {:; '8ic, Flits A-r-c:C<. fr> SE' :!J;~D IR./61/ 2 I /0: Cftf 

[11M~A--1 1 -1212-12-(J + A ;~" ~ 12 A '7- s~ rttq! Room 1o !If "E. 31 -JoO J;;l- t;2t::!! J{) .~ /0 

~8A-A-17 ···l t-12-12 -oR A i lr - p /Jr ~ /1-ivak e;t/ia it t1 U/ 3, '7~0 1~1 :J.-1 ~~ / 0 .' ZS' 

ifJfJJA- A" l7-12/2.f~ oCJ A 1 •' ~ #.A- 9 t1Pl1 
/) o+--Pa -lv S 3,7stJ 1~{ ()../i/ !0; 3 s. 

,8 /ctn /C.- I J3fo~Jc; ·-- tir/11/:lf }l> : o I 
T 

- - - . 

I 

)(f)-If ; r-r- PC.Nf-/J!O~ff 7<-f DO 
rescJ.!+ is 7 C) . 002....- '-tlt~n 
a.na/wV! b ll rctVf-N!o S' If 7~l z_ 

7 ( 

-PUI O.o02J Page .;2 of ~ 
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0934
Date Received: 12-13-12
Date Analyzed: 12-13-12
Date Reported: 12-14-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Floor #17

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04677

PBA-W-17
-121212-01

0.093 1,000  3 Chrysotile100 10 3,100

T04678

PBA-W-17
-121212-02

0.093 1,000 0 None
Detected

100 10 <1,000

T04679

PBA-W-17
-121212-03

0.093 1,000 0 None
Detected

100 10 <1,000

T04680

PBA-W-17
-121212-04

0.093 1,000 0 None
Detected

100 10 <1,000

T04681

PBA-W-17
-121212-05

0.093 1,000 0 None
Detected

100 10 <1,000

T04682

PBA-W-17
-121212-06

0.093 1,000 2 Chrysotile100 10 2,100

T04683

PBA-W-17
-121212-07

0.093 1,000 1 Chrysotile100 10 1,000

T04684

PBA-W-17
-121212-08

0.093 1,000 0 None
Detected

100 10 <1,000

T04685

PBA-W-17
-121212-09

0.093 1,000 4 Chrysotile100 10 4,100

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T12-0934
Date Received: 12-13-12
Date Analyzed: 12-13-12
Date Reported: 12-14-12

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower, Santurce, P.R. - Floor #17

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T04686

PBA-W-17
-121212-R1

0.093 1,000 0 None
Detected

100 10 <1,000

T04687

PBA-W-17
-121212-R2

0.093 1,000 0 None
Detected

100 10 <1,000

T04688

PBA-W-17
-121212-S1

0.093 1,000 1 Chrysotile100 10 1,000

T04689
Blank3 0.093 1,000 0 None

Detected
100 10 <1,000

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Tianbao Bai

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
@ 

I LABS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: floo r -# 1-:j.-

ASBESTOS METHOD 4HR* 

PLM BULK EPA 600 D 
PLM POINT COUN\ ~~(1\ EPA600 D 
PLM POINT COUNT l1QQQ) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAVw POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEM AIR A HERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM OUST WIPE ASTM 06480-05 D 
TEM OUST MICROVAC ASTM 05755-03 D 
TEM QUALITATIVE CEilABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SW846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SW846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

CHAIN OF CUSTODY 
LAB USE ONLY: .--
CEI Lab Code: ,, l--6~1_<{_ {.11 J 
CEI Lab 1.0. Range: -r 6l/ l.o 77. T6lf w.f1 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 121212./A 

TURN AROUND TIME 

8 HR* 24HR 2DAY 3 DAY 5DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D I)J D D D 
D D D D D 
D D D D D 
D D D D D 
8 HR* 24HR 2DAY 3 DAY 5DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: t);~e SO.rt1,/J /e_c Floor IT 1-1- rn Accept Samples 

D Reject Samples 

Relinquished By: Datemme Received By: DatefTime 

~riJL-r~ }L/L/ 2._//6.' 30 ~C:Cr~ IX_;.JJ! 9.·x-
I d/t, 

* call to confi rm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.1/2.LD 



SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: J-tf)Dr /::}- Tel: 787-420-0220 

VOLUME/ PaiR ( Tt n-1 

SAMPLE 10# DESCRIPTION I LOCATION AREA COMMENTS 

IP~-w-f1- Jt-Jt.;z -b I WpP-h! 1- cahi/I~F a.+l3/q"h{e -fo sw /b"fJO ff).,/~1~-.7 /3 : 'I y 
Vl6thJ) -,., 12/Z./2· 0 2 1/.1)/,(JP -{RA 2- cks~ a+ fl- IIJ't)..ff d(r·(Jl tu ;) IV j. ro I /~ I;){:;..} I 3 ; ~ ~ 
116ttw-n:-J2-/z.Jz· o3 I WiiJfl -I.A 3 - £ kcfrrc~l 8ox a-t~~~ lm-/b C N f(!O l t~l:; 1:1'/ ;3: ~ <(7 

iiAi1-eV r/1'-/2../L./2 • 0 Y: u)/p.P-tf!A Y- ;:::/oor trl-!Ao.dtt>te ~om -/-oW ;Oj.ID 11:; 1:J.t:J.7 I 3: s I 
ftbf-())_f:f ·Jz./2/Z.- 0 ~ OJi/JP -M s-- r/vo r ct.f ;v(.en ~~c.m -fo C !Of( I 0 lt:J.r::Lt;l I 3: .d ~ 
rr;M-~-11-tUZ~z.-oC- uJitJ.f~a ~ -c5he II' crf &"ct h'/e /1r-a• fo se ;o;< r o ;.Jrbl/:; / ;3: 3 z. 

it/JA·W-J-:1--;u Z1lrtr7- u};,IJP _ J/1 + -6bind t:d-"' ;:;-le 5'-/-6 fo JJ ~ IO>(.IV Pt!lr.t I 13: r ~ 
/t;JvJ -!:7--J?IZ.IZ-· bq , /)Ji~ -fit~ -- ..:S~f If a-1 fJr,..rak t;{W -/o NrJ 10)1. ( () r;J/J.ta/ I 8:-z,y, 
1/JttJ-w-r+ 1 1../2/Z.- tJ c; oJi(}P -M 9 - ~/oo,- of ty.;tl') o((;w in ..S ;o x r D ;:;.t:J.t;;./ I 3: 3 9 

:/)~W-17--!LIZR--!i. I : 11],-(J/J _!..~~/! I - Cof'llmo11 4U? ~ tJ f, jP ;>(fO p;;;z.;;;.._/ J~; 0~ 

1!:/f .Ji), f1-/z.tZ!Z--Il2 I uJrr.M-le-/-w11 2..- ,Pr-.o~a.lo <fw fV rJG ;r.J)<.fD I ~I ::l.f.J. I I C/- ·, I 2 

l~k-ll}- /.:f..jztZJZ--5 / uk/0' 5vj?p/tf - Qp7t1 D{:'~ fl> 1J6 ;O,X!D /_:l/.;/f;J-7 15:: I 0 

B/a."l K. 3 -- Aht1 c - - 1.?-J~J;J../ ( t;, : 0 0 

..... 

/J.);j;(; .£a ru?!PJ ---;p.;,-
I 1L rT,d :D6y_tfO .....l)s-

/ 

Page of __ 
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ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0688
Date Received: 04-15-13
Date Analyzed: 04-15-13
Date Reported: 04-16-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level G

Fibers / cc

P76440Blank 1 0 100Blank

P76441PBA-A-G-041213-01 2 100 < 0.000713780

P76442PBA-A-G-041213-02 2 100 < 0.000733675

P76443PBA-A-G-041213-03 3 100 < 0.000733675

P76444PBA-A-G-041213-04 7 100 0.000883915

P76445PBA-A-G-041213-05 1 100 < 0.000713780

P76446PBA-A-G-041213-06 4.5 100 < 0.000723765

P76447PBA-A-G-041213-07 1 100 < 0.000683975

P76448PBA-A-G-041213-08 2 100 < 0.00073840

P76448PBA-A-G-041213-09 3 100 < 0.00073870

Page 1 of 2
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REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.25.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Marti Bowers

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



CE r" I LASS 

107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level G 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR ~ AHERA D 
TEM AIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST V'vlPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4HR* 

LEAD PAINT EPA SV\1846 7000B 
: 

LEAD WIPE EPA SVV846 7000B 

LEAD SOIL EPA SVV846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

~ 

P\3-0Coot)@) 
P"-t(pt.t'-10- P90J'/Y9 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range : 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 041213 

TURN AROUND TIME 
' 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY . 

D D D D D .. 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D ~ D D 
D D D D D 
D D D D D 
D D Ql] D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT 
IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 
Customer COC Page 1 



CE ~ I LASS 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N. Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level G Tel: 787-420-0220 

VOLUME/ 

SAMPLE ID# DESCRIPTION I LOCATION AREA 

BLANK 1 BLANK -

PBA-A-G-041213-01 AIR-RA1- Fa11 M Orn fo Qp-7 ftv - 37<60 
PBA-A-G-041213-02 AIR-RA2- /b_f/wav -fi II) 3 tR 75 
PBA-A-G-041213-03 AIR-RA3- ffa-f/w6.JI fv 6 3 (, 75 
PBA-A-G-041213-04 AIR-RA4- G'J-fr-MCP /o6h¥ ~ S 3 C) t-5' 
PBA-A-G-041213-05 AIR-RAS- /)~en of{((.p --/!J /l) 3710 
PBA-A-G-041213-06 AIR-RA6- ~r~q.f! ar-e C{ to lA.) 3765' 
PBA-A-G-041213-07 AIR-RA7- ~re -lo .S: 317S 
PBA-A-G-041213-08 AIR-RAB- W Dm€n r;(?s-{yO<VYl.. -{,-) SE 3tt<fu 
PBA-A-G-041213-09 AIR-RA9- /t{u.._fh~o -f-fr.·~ fv ;q 3~V 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

RA=RANOOM AREA 

Date/Time 

COMMENTS 

041213/ /0:0 () 

041213/ t_o: oZ-

041213/ "f." s-i.f" 
041213/ fO :.. t 0 

041213/ 9-·S:~ 

041213/ q. ·~ 

041213/ 9-· s-8 
041213/ <::j. ·s-o 
041213/ 9-·s-7 
041213/ 2··.s-s 

Page 2 of 2 - --

VERSION CCOC.0112.212.LD 
Customer COC Page 2 



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0487
Date Received: 04-15-13
Date Analyzed: 04-17-13
Date Reported: 04-17-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level G

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T08131
Blank 2 0.097 990 0 None

Detected
100 10 <990

T08132

PBA-W-G
-041213-01

0.097 990 1 Chrysotile100 10 990

T08133

PBA-W-G
-041213-02

0.097 990 5 Chrysotile100 10 4,900

T08134

PBA-W-G
-041213-03

0.097 990 2 Chrysotile100 10 2,000

T08135

PBA-W-G
-041213-04

0.097 990 3 Chrysotile100 10 3,000

T08136

PBA-W-G
-041213-05

0.097 990 0 None
Detected

100 10 <990

T08137

PBA-W-G
-041213-06

0.097 990 3 Chrysotile100 10 3,000

T08138

PBA-W-G
-041213-07

0.097 990 0 None
Detected

100 10 <990

T08139

PBA-W-G
-041213-08

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0487
Date Received: 04-15-13
Date Analyzed: 04-17-13
Date Reported: 04-17-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level G

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T08140

PBA-W-G
-041213-09

0.097 990 1 Chrysotile100 10 990

T08141
G-Supply 0.097 990 0 None

Detected
100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing 
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



® Ti3-6 Y'6 7- 11 

(ir 
10?5 /31- TOol<-; I 

CEI CHAIN OF CUSTODY 
... ABS LAB USE ONLY: 

107 New Ed ition Cot rt, Cary, NC 27511 CEI Lab Code: 

Tel: 866-481-1412; ax: 919-481-1442 CEI Lab J.D. Range: 

COMPANY CONT ~CT INFORMATION 

Company: Nortol (~ . Quinones Project) Client#: 

Address: Job contact: NORMA TORRES 

PO BOX 366, 57, SAN JUAN, P.R. 00936-6457 Email: nortol@prmail.net 

Tel: 787-420-0220 

Project Name: SAC -MGC North Tower, Santurce, P.R. Fax: email reports 

Project 10 #: Level G P.O. # : 041213 

TURN AROUND TIME 

ASBESTOS METHOD 4 HR• 8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

PLM BULK EPA600 D D D D D D 
PLM POINT COUNT 400) EPA 600 D D D D D D 
PLM POINT COUNT 1000) EPA 600 D D D D D D 
PLM GRAVIMETRIC EPA 600 D D D D D 
PLM GRAV w POINT COUNT EPA600 D D D D D 
PCMAIR NIOSH 7400 D D D D D D 
TEMAIR AHERA D D D D D D 
TEMAIR EPA Level II D D D D D D 
TEM AIR NIOSH 7402 D D D D D D 
TEM BULK CHATFIELD D D D D D 
TEM DUST VI/IPE ASTM D6480-05 D D D iX1 D D 
TEM DUST MICROV1 c ASTM 05755-03 D D D D D D 
TEM QUALITATIVE CEI LABS D D D D D D 
OTHER: D D D D D D 

LEAD PAINT METHOD 4 HR• 8HW 24HR 2 DAY 3 DAY 5 DAY 

LEAD PAINT EPA SW846 70008 D D D 
LEAD VI/IPE EPA SW846 70008 D D D 
LEAD SOIL EPA SW846 70008 D D D 
LEAD AIR NIOSH 7082 D D D 
OTHER: D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
~ Accept Samples 

J..Q s AMPLES PLUS 1 BLANK D Reject Samples 

R~inqu shE:<f By: DatefTime , Received B_y: DatefTime 

jj.J_, .. 5 .J 0<{-/213/ !s:?oO ~~) 4115)C5 /0;()() ~ 

( 
,,_ 

) 
*call to confirm RUSH analysis. ~mples will be disposed of 30 days after analysis 

VERSION CCOC.0112.112.LD 
Customer COC Page 1 



CEI1~;:; SAMPLING FORM 

COMPANY CON1 ACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAC -MGC North Tower, Santurce, P. R. 

Project 10 #: Level 3 Tel: 787-420-0220 

SAMPLE ID# 

BLANK2 

PBA-W-G-041213-C 1 

PBA-W-G-041213-C ~ 

PBA-W-G-041213-C 3 

PBA-W-G-041213-C~ 

PBA-W-G-041213-C 5 

PBA-W-G-041213-C 6 

DESCRIPTION I LOCATION 

BLANK " 

WIPE-RA3-~ IAI'~ IW I_t:;;', ,/~}'(, 'ndv..,n-f~ 

WIPE-RA4- f;rfra.t7Ctz jv /c bh'ij ( CP.hi~ ., 

WIPE-RA6- Ud:x.f -h> Clilrrkr 4/aor J-

VOLUME/ 
AREA 

10X10 

10X10 

10X10 

10X10 

10X10 

10X10 

PBA-W-G-041213-07 WIPE-RA7- f.tJ.c.-{-tJ..nq rUCf'rl fD :S:(refr~rcmt- 10X10 

PBA-W-G-041213-0~ WIPE-RAB- MPA re.sfroom (ha..ncl'clrlf€..P"" 10X10 

PBA-W-G-041213-0~ WIPE-RA9- /J..I)..Jft'of{i(.() fv £" (f'kJ4-kdOJbi~) 10X10 

WIPE SAMPLES FOR ASTM 06480-05 ANALYSES 

RA=RANOOM AREA 

Date/Time 

COMMENTS 

0412131 II: 3D 
041213/ //:0 ~ 

041213/ /(.>: r=t 
041213/ j.I:B~.., 'IV//.' 'r 
041213/ (f. 03 
041213/ /0: JL9 
041213/ II: o-D 

041213/ /!: os-
041213/ //.'/ ;,;.__ 

041213/ //:I=?-

Page 2 of _2 __ 
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0488
Date Received: 04-15-13
Date Analyzed: 04-15-13
Date Reported: 04-17-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level G

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T08142
BLANK 3 0.097 9900 None

Detected
100 10 <990

T08143

PBA-MV-G
-041213-01

0.097 9900 None
Detected

100 10 <990

T08144

PBA-MV-G
-041213-02

0.097 9900 None
Detected

100 10 <990

T08145

PBA-MV-G
-041213-03

0.097 9900 None
Detected

100 10 <990

T08146

PBA-MV-G
-041213-04

0.097 9901 Chrysotile100 10 990

T08147

PBA-MV-G
-041213-05

0.097 9900 None
Detected

100 10 <990

T08148

PBA-MV-G
-041213-06

0.097 9900 None
Detected

100 10 <990

T08149

PBA-MV-G
-041213-07

0.097 9901 Chrysotile100 10 990

T08150

PBA-MV-G
-041213-08

0.097 9900 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY 

CEI Lab Code: T13-0488
Date Received: 04-15-13
Date Analyzed: 04-15-13
Date Reported: 04-17-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST MICROVAC (ASTM D5755-03)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; Level G

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T08151

PBA-MV-G
-041213-09

0.097 9900 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert

Page 2 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



CE 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

c ompany: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: Level G 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA600 

PLM GRAV w POINT COUNT EPA 600 

PCMAIR NIOSH 7400 D 
TEMAIR AHERA D 
TEM AIR EPA Level II D 
TEM AIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEILABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA SV\1846 7000B 

LEAD WIPE EPA SW846 7000B 

LEAD SOIL EPA SV\1846 7000B 

LEAD AIR NIOSH 7082 

OTHER: 

/J 3-OLj f/8 (!!) 
1o?;) '-1 ;) - ro 'B J51 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 041213 

TURN AROUND TIME 

8 HR* 24HR 2 DAY 3 DAY 

D D D D 
D D D D 
D D D D 
D D D D 
D D D D 
D D D D 
D D D D 
D D D D 
D D D D 
D D D D 
D D D D 
D D IX1 D 
D D D ~ D ' 

D D D .. D 
8 HR* 24HR 2 DAY 3 DAY 

D D 
D D 
D D 
D D 
D D 

5 DAY 

D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
D 
5 DAY 

D 
D 
D 
D 
D 

REMARKS: MICROVAC SAMPLES FOR ASTM 05755-03 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. Samples will be disposed of 30 days after analysis 

VERS ION CCOC.0112.112.LD 
Customer COC Page 1 



CE SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project ID #: Level G Tel: 787-420-0220 

VOLUME/ 
SAMPLE 10 # DESCRIPTION I LOCATION AREA 

BLANK 3 BLANK ,. ' 
-

PBA-MV-G-041 213-01 MV-RA1- 0JnteH?r!CY f{) jJ_ ( (l(},rjJ-e_ C) 10X10 

PBA-MV-G-041213-02 MV-RA2- m /w ~q iv IIJWfR2_rcus wed/) 10X10 

PBA-MV-G-041213-03 MV-RA3- IV/Jtilfi o"Ffi·q ib r::-r p:v---tifio-;, 10X10 

PBA-MV-G-041213-04 MV-RA4- J..luf-/Ji;{-{-iCP ft> C' /p'a.rb-}·v, { 10X10 

PBA-MV-G-041213-05 MV-RA5-W Cu6ic!-€ --k Ce11#'r(pa~rffifurJ ) 10X10 

PBA-MV-G-041213-06 MV-RA6- !f"i"va.-/-f o{-.. ;.<:a {7 _/II{ chairr} 10X10 

PBP..-MV-G-041213-07 MV-RA7- 5-it>rR n .S ( &:i~ro//:,oarc/ box ) 10X10 

PBA-MV-G-04121 3-08 MV-RA8- J-ac_f-ana.l( rvo,:P, ( parf,·f,on r 10X10 

PBA-MV-G-041213-09 MV-RA9- Af.u./-A'of'(;·u; fD E;' ( #)a.rfif.'o'1 ) 10X10 

MICROVAC SAMPLES FOR ASTM 05755-03 ANALYSES 

RA=RANDOM AREA 

Date / Time 
COMMENTS 

041213/ /'S' : ;D 

041213/ ;;: 32-

041213/ II : 2~ 

041 213/ 1/;<f-y 
041 213/ !..1:0~ 
041213/ /;: .a..9 
041213/ ;;: .2B 
041213/ //· '3<!3 

041213/ //: ~0 

041213/ I j_ : rf-s-

Page 2 of _2 _ _ 

VERSION CCOC.0112.2/2.LO 
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ASBESTOS AIR ANALYSIS
By: PHASE CONTRAST MICROSCOPY

CEI Lab Code: P13-0687
Date Received: 04-15-13
Date Analyzed: 04-15-13
Date Reported: 04-16-13

Client ID
Volume
(Liters)Lab ID Fields

ASBESTOS FIBER COUNT, NIOSH 7400 METHOD

Fibers

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; South Elevator Cars (Cabins)

Fibers / cc

P76436Blank 1 0 100Blank

P76437PBA-A-ELEV1-041213-1 1 100 < 0.000743630

P76438PBA-A-ELEV1-041213-2 0 100 < 0.000753600

P76439PBA-A-ELEV1-041213-3 1 100 < 0.000753600

Page 1 of 2



Page 2 of 2

REGULATORY LIMITS: OSHA: Excursion Level (EL) is 1.0 fibers per cc based on a 30 minute sample. 
OSHA: Permissible Exposure Level (PEL) is 0.10 fibers per cc based on 8 hour TWA.
EPA: Final Clearance Standard is 0.01 fibers per cc.

Please note that the results have not been corrected for contamination based on the field blank or lab
blank. The results relate only to the items tested. The overall relative standard deviation (Sr) for the lab 
= 0.25.  The detection limit is 7 fibers/mm2. Samples were received in acceptable condition.

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS 
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Marti Bowers

CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412

AIHA IHLAP #103025

METHOD: NIOSH 7400, A RULES



?" CEILABS 
107 New Edition Court, Cary, NC 27511 

Tel: 866-481-1412; Fax: 919-481-1442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: SOUTH ELEVATOR CARS (CABINS) 

ASBESTOS METHOD 4 HR'* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA 600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA GOO 

PCMAIR NIOSH7400 D 
TEMAIR AHERA D 
TEMAIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST VVIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER·. D 
LEAD PAINT METHOD 4 HR* 

LEAD PAINT EPA S\N846 70008 

LEAD WIPE EPA S\1\1846 7000B 

LEAD SOIL EPA S\N846 70008 

LEAD AIR NIOSH 7082 

OTHER: 

P~'"b- 0G~7@J 
P1Co4C£o-P~'-139 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: 041213 

TURN AROUND TIME 

8 HR* 24HR 2 DAY 3 DAY 5 DAY 

D D D D D 
D D D D 0 
D D 0 0 D 
D D D D D 
D D D D D 
D D 00 D D 
D D D D D 
D D D D D 
D D ~ D D 
D D D D D 
D D D D D 
D D 0 D D 
D D D D D 
D D D D D 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D 0 D ·. ~ 

D D o . 

REMARKS: AIR SAMPLES FOR NIOSH 7400 ANALYZES; IF RESULT ~ 
IS >0.002 F/CC THEN ANALYZE BY NIOSH 7402 D Accept Samples 

Reject Samples 

*call to confirm RUSH analysis. 

VERSION CCOC.0112.112.LD 
Customer COC Page 1 



r CELABS SAMPLING FORM 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 # : ELEVATOR CARS (CABINS) Tel: 787-420-0220 

VOLUMEI 

SAMPLE 10# DESCRIPTION I LOCATION AREA 

BLANK 1 BLANK -
PBA-A-ELEV1-041213-1 AIR-SOUTH ELEVATOR CAR #1 3,~'30 

PBA-A-ELEV2-041213-2 AIR-SOUTH ELEVATOR CAR #2 8,600 
PBA-A-ELEV3-041213-3 AIR-SOUTH ELEVATOR CAR #3 3,~ o D 

AIR SAMPLES FOR NIOSH 7400 ANALYSES 

IF RESULT IS >0.002 F/CC THEN ANALYZE 

FOR NIOSH 7402 

Date/Time 

COMMENTS 

0412131 to : rO 

041213/ !0 : (~ 

041213/ ! IJ : :.,~3 1 

041213/ to : ~ ~D 

Page 2 of _2 __ 
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ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0489
Date Received: 04-15-13
Date Analyzed: 04-16-13
Date Reported: 04-17-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; South Elevator Cars (Cabins)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T08152
Blank 0.097 990 0 None

Detected
100 10 <990

T08153

PBA-W-ELEV1
-041213-1

0.097 990 1 Chrysotile100 10 990

T08154

PBA-W-ELEV1
-041213-2

0.097 990 0 None
Detected

100 10 <990

T08155

PBA-W-ELEV1
-041213-3

0.097 990 0 None
Detected

100 10 <990

T08156

PBA-W-ELEV2
-041213-1

0.097 990 0 None
Detected

100 10 <990

T08157

PBA-W-ELEV2
-041213-2

0.097 990 0 None
Detected

100 10 <990

T08158

PBA-W-ELEV2
-041213-3

0.097 990 0 None
Detected

100 10 <990

T08159

PBA-W-ELEV3
-041213-1

0.097 990 0 None
Detected

100 10 <990

T08160

PBA-W-ELEV3
-041213-2

0.097 990 0 None
Detected

100 10 <990

Page 1 of 2CEI Labs, 107 New Edition Court, Cary, NC 27511, Phone: (866) 481-1412



ASBESTOS DUST ANALYSIS
By: TRANSMISSION ELECTRON MICROSCOPY

CEI Lab Code: T13-0489
Date Received: 04-15-13
Date Analyzed: 04-16-13
Date Reported: 04-17-13

Client ID
Lab ID

Area
Sampled

(cm2)

TEM DUST WIPE (ASTM D6480-05)

Client: Nortol Environmental & Occupational Safety, Inc.

PO Box 366457
San Juan, PR 00936-6457

Project:  SAQ-MGC North Tower Santurce PR; South Elevator Cars (Cabins)

Area
Analyzed

(mm2)
Filtration

Factor

Analytical
Sensitivity

(s/cm2)
# of

Structures
Asbestos

Type
Concentration

(s/cm2)

T08161

PBA-W-ELEV3
-041213-3

0.097 990 0 None
Detected

100 10 <990

This report may not be reproduced, except in full, without written approval by CEI LABS. CEI LABS
makes no warranty representation regarding the accuracy of client submitted information in preparing
and presenting analytical results.

ANALYST: APPROVED BY:
Tianbao Bai, Ph.D.
Laboratory Director

Kamila Reichert
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CE 
(?' 

I LASS 

107 New Edition Court, Cary, NC 2751 1 

Tel: 866-481-1 412; Fax: 919-481 -1 442 

COMPANY CONTACT INFORMATION 

company: Nortol (S. Quinones Project) 

Address: 

PO BOX 366457, SAN JUAN, P.R. 00936-6457 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: South Elevator Cars (cabins) 

ASBESTOS METHOD 4 HR* 

PLM BULK EPA600 D 
PLM POINT COUNT (400) EPA600 D 
PLM POINT COUNT (1000) EPA600 D 
PLM GRAVIMETRIC EPA 600 

PLM GRAV w POINT COUNT EPA600 

PCMAIR NIOSH7400 D 
TEM AIR AHERA D 
TEM AIR EPA Level II D 
TEMAIR NIOSH 7402 D 
TEM BULK CHATFIELD 

TEM DUST WIPE ASTM D6480-05 D 
TEM DUST MICROVAC ASTM D5755-03 D 
TEM QUALITATIVE CEI LABS D 
OTHER: D 
LEAD PAINT METHOD 4 HR* 

LEAD PAI NT EPA SVI/846 7000B 

LEAD WIPE EPA SVI/846 7000B 

LEAD SOIL EPA SVI/846 7000B 

LEAD AI R NIOSH 7082 

OTHER: 

/13-0'159 @ 
-ro 1:>!5d- - /O'B/62/ 

CHAIN OF CUSTODY 
LAB USE ONLY: 

CEI Lab Code: 

CEI Lab I.D. Range: 

Client#: 

Job contact: NORMA TORRES 

Email: nortol@prmail.net 

Tel: 787-420-0220 

Fax: email reports 

P.O. #: O'f( :Z/3 

TURN AROUND TIME 

8 HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D D D D 
D D IZl D D 
D D D D D 
D D D D D 
D D D D D 
8HR* 24 HR 2 DAY 3 DAY 5 DAY 

D D D 
D D D 
D D D 
D D D 
D D D 

REMARKS: WIPE SAMPLES FOR ASTM 06480-05 ANALYZES 
9 SAMPLES PLUS 1 BLANK 

Accept Samples 

Reject Samples 

/) 

*call to confirm RUSH analysis. 

Received By: Dateffime 

pies will be disposed of 30 days after analysis 

VERSION CCOC.011 2.112.LD 
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CE ~ I LABS 

SAMPLING FORM 

COMPANY CONTACT INFORMATION 

Company: Nortol (S. Quinones Project) Job Contact: N.Torres 

Project Name: SAQ-MGC North Tower, Santurce, P.R. 

Project 10 #: South Elevator Cars (cabins) Tel: 787-420-0220 

VOLUME/ 
Date / Time 

SAMPLE ID# DESCRIPTION I LOCATION AREA COMMENTS 

BLANK BLANK - 041 213/ 1 3 ;c>D 

PBA-W-ELEV1-041213-1 WIPE-ELEVATOR 1- i!Ea.,s-t. 10X10 o41213t ; tJ :to 

PBA-W-ELEV1-041213-2 WI PE-ELEVATOR 1- CPI?1er 10X10 041213/ t_D:t{ 

PBA-W-ELEV1-041213-3 WIPE-ELEVATOR 1- v*?:5+ 10X10 041213/ t o: ra 
PBA-W-ELEV2-041213-1 WIPE-ELEVATOR 2- bsi:- 10X10 0412131 LtJ.'tJ/ 
PBA-W-ELEV2-041213-2 WI PE-ELEVATOR 2- c_e,;: ..... 10X10 041213/ I o: t. b' 
PBA-W-ELEV2-041213-3 WIPE-ELEVATOR 2- ())e.s i 10X10 041213/ 10 : ! 0 

PBA-W-ELEV3-041213-1 WIPE-ELEVATOR 3- :£:os.f: 10X10 041213/ Lo : I 8 
PBA-W-ELEV3-041213-2 WIPE-ELEVATOR 3- 0vt/er 10X10 041213/ I o: ICJ 
PBA-W-ELEV3-041213-3 WIPE-ELEVATOR 3- uksr 10X10 041 213/ ;o; -;)__f 

WIPE SAMPLES FOR ASTM 0 6480-05 ANALYSES 

Page 2 of _2 __ 
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Minillas Government Building North Tower

San Juan, P.R.

RA=Random Area Location:  Minillas North Tower

Area or Level:  Level Ground

NON-POROUS SURFACES WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Location/Component

PBA-W-G-041213-1 12-Apr-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 1 

(Electrical room to 

center) equipment 

top

PBA-W-G-041213-2 12-Apr-13

4,900 S/CM2 (5 

CHRYSOTILE 

STRUCTURES)

Random Area # 2 

(Cargo hallway  to 

NW) floor

PBA-W-G-041213-3 12-Apr-13

2,000 S/CM2 (2 

CHRYSOTILE 

STRUCTURES)

Random Area # 3 

(Hallway to E) floor

PBA-W-G-041213-4 12-Apr-13

3,000 S/CM2 (3 

CHRYSOTILE 

STRUCTURES)

Random Area # 4 

(Entrance to lobby) 

cabinet

PBA-W-G-041213-5 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Private office to N) 

desk

PBA-W-G-041213-6 12-Apr-13

3,000 S/CM2 (3 

CHRYSOTILE 

STRUCTURES)

Random Area # 6 

(Lobby to center) floor

PBA-W-G-041213-7 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 7  

(Lactancy room to 

S) refrigerator top

PBA-W-G-041213-8 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Men restroom to 

SE) hand dryer

PBA-W-G-041213-9 12-Apr-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 9 

(Multioffice to E) 

elevated cabinet

A/C SUPPLY WIPE DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-W-G-041213-S 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

A/C return (Lobby to 

W)

N 

EPA Pink book random diagram #18 was adapted to this irregular area.This level was not part of the Characterization 

Sampling Plan as EPA instructions. No A/C returns were identified for sampling.                       Page 1 of 3



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level Ground

POROUS SURFACES MICROVAC DUST SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-MV-G-041213-1 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 1 

(Conference at RA 5 

to N) carpet; no 

porous surfaces were 

identified in RA 1

PBA-MV-G-041213-2 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 2 

(Cargo hallway to NW) 

porous wall

PBA-MV-G-041213-3 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 3 

(Entrance to 

multioffice to E) 

partition

PBA-MV-G-041213-4 12-Apr-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 4 

(Multioffice at RA9 to 

E) partition; no porous 

surfaces were 

identified in RA 4

PBA-MV-G-041213-5 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 5 

(Cubicle to center) 

partition

PBA-MV-G-041213-6 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 6 

(Private office to N) 

chair

PBA-MV-G-041213-7 12-Apr-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

Random Area # 7 

(Store to S) cardboard 

box

PBA-MV-G-041213-8 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 8 

(Lactancy room to S) 

partition

PBA-MV-G-041213-9 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

Random Area # 9 

(Multioffice to E) 

partition

N 

EPA Pink book random diagram #18 was adapted to this irregular area.This level was not part of the Characterization 

Sampling Plan as EPA instructions. No A/C returns were identified for sampling.                       Page 2 of 3



Minillas Government Building North Tower

San Juan, P.R.RA=Random Area Location:  Minillas North Tower

Area or Level:  Level Ground

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture RA Diagram (Approx. sample location) Component

PBA-A-G-041213-1 12-Apr-13 < 0.00071 F/CC

Random Area # 1 

(Fan mechanical room 

to center)

PBA-A-G-041213-2 12-Apr-13 < 0.00073 F/CC
Random Area # 2 

(Cargo hallway to N)

PBA-A-G-041213-3 12-Apr-13 < 0.00073 F/CC
Random Area # 3 

(Hallway to E) 

PBA-A-G-041213-4 12-Apr-13 0.00088 F/CC
Random Area # 4 

(Entrance lobby to S)

PBA-A-G-041213-5 12-Apr-13 < 0.00071 F/CC
Random Area # 5 

(Open office to N)

PBA-A-G-041213-6 12-Apr-13 < 0.00072 F/CC
Random Area # 6 

(Storage area to W)

PBA-A-G-041213-7 12-Apr-13 < 0.00068 F/CC
Random Area # 7 

(Store to S)

PPBA-A-G-041213-8 12-Apr-13 < 0.0007 F/CC

Random Area # 8 

(Women restroom to 

SE)

PBA-A-G-041213-9 12-Apr-13 < 0.0007 F/CC
Random Area # 9 

(Multioffice to E)

N 

EPA Pink book random diagram #18 was adapted to this irregular area.This level was not part of the Characterization 

Sampling Plan as EPA instructions. No A/C returns were identified for sampling.                       Page 3 of 3



San Juan, P.R. Minillas Government Building North Tower Location:  Minillas North Tower

Area or Level:  South Elevator Cabins

WIPE DUST SAMPLES DATA- FIRST ATTEMPT (PASSED)
Sample Number Date Result Picture Diagram (Approx. sample location) Component

PBA-W-Elev1-041213-1 12-Apr-13

990 S/CM2 (1 

CHRYSOTILE 

STRUCTURE)

 Elevator 1 floor to 

east

PBA-W-Elev1-041213-2 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 1 floor to 

center

PBA-W-Elev1-041213-3 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 1 floor to 

west

PBA-W-Elev2-041213-1 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 2 floor to 

east

PBA-W-Elev2-041213-2 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 2 floor to 

center

PBA-W-Elev2-041213-3 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 2 floor to 

west

PBA-W-Elev3-041213-1 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 3 floor to 

east

PBA-W-Elev3-041213-2 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 3 floor to 

center

PBA-W-Elev3-041213-3 12-Apr-13
<990 S/CM2 (NONE 

DETECTED)

 Elevator 3 floor to 

west

AIR SAMPLES DATA - FIRST ATTEMPT (PASSED)

Sample Number Date Result Picture Diagram (Approx. sample location) Component

PBA-A-Elev1-111712-1 12-Apr-13 < 0.00074 F/CC Air - Elevator 1

PBA-A-Elev2-111712-2 12-Apr-13 < 0.00075 F/CC Air - Elevator 2

PBA-A-Elev3-111712-3 12-Apr-13 < 0.00075 F/CC Air - Elevator 3

N 

N 

Clearance Sampling Page 1 of 1 South Elevator Cabins
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